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PREFACE 


The day is already past when foundrymen and steel workers de- 
pend upon the eye to judge the temperatures of their product in 
the various stages of its heat treatment, when makers of ceramic 
products depend upon the indication of fusible cones, and when 
operators of cold storage plants are content to observe numerous 
thermometers scattered throughout their establishments. The 
requirements of modern industrial processes and the severe com- 
petition of commercial enterprises now require not only more 
precise loiowledge of temperatures, but in many cases also re- 
quire a continuous automatic record of the temperature state 
extending over an interval of time. 

Several years ago, anticipating the need by technical students 
of a Course in High Temperature Measurements, the work of 
testing the various methods and apparatus was begun. After 
three years devoted to this survey, a course was organized and 
offered. It was received with such favor that it was made a 
required subject in- the plan of study for students of chemical 
engineering at Purdue University. Each year since then, a new 
edition of Notes, in mimeographed form, has been put into the 
hands of the students. It has now been thought proper to put into 
more readable and permanent form the results of this experience. 

In the present book, the needs of three distinct classes of readers 
have been kept in mind — college students, technically trained 
men who deal with processes requiring high temperature meas- 
urements, and less trained observers who may make the meas- 
urements. For the first two classes, who require much fuller 
theoretical discussions than the latter, are developed in some 
detail the principles involved. In some cases the discussion of 
these principles involve physical and mathematical ideas beyond 
the training of the average observer. For the less trained observer 
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are given the physical principles and inanipulfdive details with 
which he would require fainiliarity, many of which would 
been omitted if the needs of only the more, trai!U‘d readers had 
been kept in mind. 

At all times the publications; experience and advic(^ of (!. K, 
Burgess and the other members of the staff of the Bunuiu of Stand- 
ards have been generously cxtendtKl to us and fnn^ly us(hL Wi^ 
are glad to take the opportunity to thank them for tluar many 
courtesies. 

All of the illustrations have been engrav(‘d <\sp(Hrially for tliin 
book; but some of them are copies of catalogue plates of sfandard 
commercial apparatus. 

hi S. h\ 
il A. H. 

J. li. C. 

Physios LAnoRA,Toiiy, Purdub XJnivkrsitY; 

La Faybtte, Ind. 
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CHAPTER I 

STANDARD TEMPERATURE SCALES 

1. The Comparison of Temperatures. — Lengths can be 
directly measured by means of a foot rule, a meter bar, a survey- 
or's chain or other standard of length. Similarly, volumes can be 
measured in terms of some standard of volume such as a gallon, 
bushel, or cubic foot. Temperatures, however, cannot be di- 
rectly measured. In fact, temperatures can be compared only 
indirectly in terms of some property which changes in magnitude 
when temperature changes. For example, since when under 
constant pressure the length and volume of most substances 
increase as their temperature increases, changes of length and 
volume can be used for the comparison of temperatures. 

Again, since the pressure of a fixed mass of gas kept at con- 
stant volume increases when the temperature of the gas is raised, 
changes in the pressure of a gas under these conditions can be 
used as a measure of the changes of temperature. 

If a circuit be formed of wires of two different metals, and 
if the two junctions of the metals be kept at different temperatures, 
electromotive forces of different values are usually developed at 
the two junctions and in the wires between the junctions. For 
wires of given materials, the resultant electromotive force is a 
function of the difference of temperature of the two junctions. 
Since electromotive forces are readily measured, this thermo- 
electric effect can be used for the comparison of temperature 
differences. 

Again, since the total energy radiated per second by a hot 

1 


2 


STANDARD TEMPERATURE SCALES 


body increases when the temperature is increased, we might 
measure temperature in terms of the rate of radiation of energy 
from unit surface of a body. 

In fact, each of the properties mentioned is employed in the 
comparison of temperatures. For one set of conditions a 'device 
based upon one of these properties is best suited, while under 
other conditions a device based upon a different property is 
preferable. 

2. Scales of Temperature. — For the specification of a tem- 
perature we require not only a means of showing which of two 
bodies is at the higher temperature, but also a scheme for indi- 
- eating numerically the amount that the tcmpei’ature of one body 
exceeds that of the other. That is, we must have a scale of 
temperature. 

Any one of the properties of matter previously mentioned can 
be used as a basis for the construction of a temperature scale. 
For instance, if at a certain temperature the length of a given 
copper rod is midway between the length of the same rod when at 
the temperature of melting ice and that of the steam from boiling 
water, we might say that the certain temperature is midway 
between the temperature of the melting ice and that of the steam 
from boiling water. Then, if the temperature of melting ice be 
denoted by zero, and the temperature of steam from boiling water 
by 100, the certain temperature would be 50. We might go fur- 
ther and call those temperature differences equal that produce 
equal differences in the length of a copper rod. We would then 
have a temperature scale based on the expansion of copper. 

Similarly, if we were to call those temperature changes equal 
which produce equal changes in the pressure of a fixed mnsa of 
a certain gas kept at constant volume, we would have a tempera- 
ture scale based on a different property of matter. 

In the same manner, by calling those differences of temperature 
equal that produce equal differences in the resistance of a wire 
made of given material, we could construct a different tempera- 
ture scale. 

But if we define equal increments of temperature in terms of 
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equal increments of length of a copper rod, we are no longer 
at liberty to call those increments of temperature equal which 
produce equal increments of the pressure of a jhxed mass of gas 
kept at constant volume; nor those increments of temperature 
which produce equal increments of electric resistance; nor those 
increments of temperature which produce equal increments of 
any other property of matter. Indeed, we find that any one 
of the methods of defining equal increments of temperature 
leads to increments of temperature which would not be equal 
if any of the other methods of definition had been adopted. 

3. The Centigrade and the Fahrenheit Degrees. — In the 
construction of any temperature scale, two definite temperatures 
are required, and definite numerical values must be assigned to 
those temperatures. The particular temperatures selected, as 
well as the particular numbers employed to designate these 
temperatures, arc matters of arbitrary convention. But in order 
that readings made from different thermometers may be com- 
parable, physicists have agreed upon two particular tempera- 
tures for the two fixed points. For one is taken the temperature 
of melting ice, and for the other, the temperature of the steam 
from boiling water — both under a barometric pressure of 76 
centimeters of mercury. 

Celsius assigned the number 0 to the temperature of melting 
ice, and 100 to the temperature of steam rising from boiling 
water. As there are 100 degrees between the two fixed points, 
this scale is usually called the centigrade scale. One- centigrade 
degree is one hundreth of the temperature interval between the 
temperature of melting ice and the temperature of steam rising 
from boiling water. 

Fahrenheit assigned the number 32 to the temperature of 
melting ice, and 212 to the temperature of steam rising from 
boiling water. Since on the Fahrenheit scale there are 180 de- 
grees between the two fixed points, and on the centigrade scale 
there are 100 degrees between the same points, one Fahrenheit 
degree represents five-ninths of the temperature interval repre- 
sented by one centigrade degree. 
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Thus, in Fig. 1 let PR represent the temperature interval be- 
tween the two fixed points of the centigrade scale, and XZ the 
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Fig. 1. 


same interval on the Fahrenheit scale. A given temperature 
would be represented according to the centigrade scale by tc and 
and according to the Fahrenheit scale by </. 


Now 


or 


PQ^PR 
XY XZ’ 

tc _ 100 _ 5 

tf- 32 212 - 32 9’ 


whence tc = j (t/ — 32) 

and tf = ^ tc "P 32. 


( 1 ) 

( 2 ) 


4. The Thermodynamic Temperature Scale. — A particular 
property of a particular substance might be arbitrarily adopted 
as a standard of comparison, as for example, the relative expan- 
sion of mercury in glass, or the change of resistance of platinum. 
But it is highly desirable to have a standard temperature scale 
that is independent of the substance employed. 

Carnot discovered that in the case of a reversible thermody- 
namic engine, the ratio between the quantity of heat absorbed 
and the quantity of heat emitted is independent of the working 
substance and depends only upon the temperatures between 
which the engine is operating. Lord Kelvin has shown that this 
fact can be utilized in the construction of a temperature scale 
that is independent of the medium employed. 
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According to the Thermodynamic Temperature Scale, the ratio 
between two temperatures equals the ratio between the quantity of 
heat that would be absorbed and the quantity that would be emitted 
by a reversible thermodynamic engine working between the given 
temperatures. 

The zero of the thermodynamic scale is the temporaturo which 
the exhaust of a reversible engine would need to have in ordc^r 
that the engine convert into work all the heat supplied to it. It 
is the temperature at which the working substance is devoid of 
heat. For this reason, the thermodynamic zero is usually callcul 
the absolute zero of temperature. It is found that the tempera- 
ture of melting ice expressed in centigrade degrees on the ther- 
modynamic scale is about 273.7°C. on the thermodynamic scalo. 

If, when two bodies arc in contact and shielded from outside 
thermal disturbance neither body gains or loses heat, the two 
bodies are said to bo in thermal equilibrium with one another. 
According to the thermodynamic temperature scale, two bodies 
in thermal equilibrium are at the same temperature. 

6. The Ideal Gas Temperature Scale. — All gases obey the 
laws of Boyle and Charles for limited ranges of pressures and 
temperatures. For those ranges gases are said to bo “ideal” or 
“perfect.” The properties of perfect gases are so simple and 
their departure from the properties of actual gases are so readily 
obtained that they occupy an important place in physics. 

From the fundamental law of perfect gases, 

pv = RmT, 

it follows that by reckoning temperatures from a point about 
273.7 centigrade degrees below the melting point of ic(^, ilu) im\- 
perature of a fixed mass of perfect gas at constant voluitui varices 
directly with the pressure. This furnishes an “ideal gas” tcmi- 
perature scale. According to the Ideal Gas Temperature Scale, 
the ratio between two temperatures equals the ratio between the pres- 
sures of a fixed mass of ideal gas at constant volume when at the 
given temperatures. 

It can be shown theoretically that temperatures expressed 
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according to the Ideal Gas Scale are represented by the same 
numbers when expressed on the Theimodynamic Scale. 

Bodies that are in thermal equilibrium with one another are 
at the same Ideal Gas' Temperature. 

After determining the departure of the properties of an actual 

gas from the properties 
of an ideal gas, an actual 
gas can be used as the 
thermometric substance 
and the results reduced 
to the ideal gas temper- 
ature scale. The partic- 
ular gas selected to be 
the standard thermomet- 
ric substance should be 
one that can be readily 
obtained at any time or 
place, and whose physi- 
cal character does not 
alter throughout a wide 
range of pressures and 
temperatures. Hydrogen 
fulfills these requirements 
and has been adopted as 
the standard thermomet- 
ric substance. 

6. The Normal Ther- 
mometer, adopted as the 
standard instrument for 
the comparison of tem- 
peratures according to 
the Ideal Gas Temper- 
ature Scale, is a constant volume hydrogen thermometer with the 
gas under a pressure of 1000 mm. of mercury at the temperature 
of melting ice. On account of the danger of the hydrogen 
diffusing through the material of the bulb at high temperatures, 



Fig. 2. 



THE NOEMAL THEEMOMETER 7 

the normal thermometer is seldoifi used above 300° 0, From 
temperatures from 300° C. t® 1650° C. the constant volume 
nitrogen thermometer is more reliable than the normal thermom- 
eter. In practice, however, the gas thermometer is employed 
only to standardize some form of iustrument that is easier to 
operate. 

Only at temperatures above 1000° C. is the departure of the 
Normal Hydrogen Scale so much as one degree centigrade from 
the Ideal Gas Scale. When necessary, the proper correction 
can be made. 

The normal thermometer in the Physics Laboratory of Purdue 
University is illustrated in Pig. 2. It consists of a bulb B, made 
of either quartz or an alloy of platinum and rhodium. The 
capillary stem is joined to the open manometer M, The bulb is 
enclosed in an electrically heated furnace P, which is protected 
from outside thermal disturbances by means of a water jacket 
through which flows a steady stream of water. 

By adjusting the plunger P so that the mercury in the manom- 
eter M is maintained at the fiducial mark a the volume of the 
gas in the bulb is kept at a definite value. 

The bulb and the furnace are filled with either hydrogen or 
nitrogen. If the pressure of the gas inside the bulb were differ- 
ent from the outside, there would be danger of a change of vol- 
ume of the bulb. By means of the plunger Pj and manometer 
ifi, the pressure of the gas outside the bulb is maintained eciual 
to that inside. 

There is no actual temperaturo-moasuring instrument whoso 
action is based upon the principle of the tlun’inodynamic scale. 
But experiments upon hydrogen and nitrogiMi, together with 
the properties of the thermodynamic scale, show tluit throughout 
a wide range of temperatures the indications of constant vol- 
ume thermometer in which these gases are cini)l()yod give very 
nearly thermodynamic temperatures. The conx^etions to bo 
applied at various temperatures as determined by Callcndar 
are as follows: 
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Temp., “ C. 

Hydrogen, “ C. 

Nitrogen, ** C. 

- 100 

+0.005 

+0.0 S 0 

0 

+0 . 000 

+0.000 

4- 200 

+0 . 0024 

+0.035 

450 

+0.013 

+0.189 

+1000 

+0.044 

+0.646 


7* The Black-body Temperature Scale. — Any body at a 
temperature above the absolute zero radiates energy at a rate 
which depends only upon the temperature of the body and upon 
the nature of its surface. If the nature of the surface is con- 
stant, the temperatures of bodies can be compared in terms of 
their I'adiance. 

Experience shows that the rate at which a surface radiates, 
clue to purely thermal causes, is proportional to the rate at which 
it absorbs the same kind of energy. That is, a perfect absorber 
would be a perfect radiator. A body that absorbs all the radi- 
ance incident upon it — not reflecting any or transmitting any — - 
is called a hlack-body. A black-body is a perfect radiator, and all 
black-bodies at the same temperature radiate at the same rate. 
It follows that the temperature of black-bodies can be compared 
by means of their thermal radiation. 

It has been shown by Stefan and Boltzmann that the rate 
with which energy due to thermal causes is radiated by a black- 
body is proportional to the fourth power of the thermodynamic 
temperature. This furnishes a means of determining the ther- 
modynamic temperatures of blade-bodies which may be either 
inaccessible, or so hot that an instrument could not safely be 
placed in contact with them. 

If the body be nonblack, the rate with which energy is i^adi- 
ated will not be proportional to the fourth power of the tempera- 
ture according to the thermodynamic scale. But we can construct 
a scale such that the fourth power of 'the temperature according 
to this new scale shall be proportional to the rate with which 
energy is radiated by the body. This so-called Black-body 
Temperature Scale is of great importance in expressing tern- 
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peratures of bodies that are either inacce^ilE^ 'Cff too hot for 
an instrument to be placed in contact. Ac^c^ng > 

body Temperature Scale, when the energy 

faces is due to purely thermal causes, the ratio between tKeteUpefa-- 
tures of these surfaces equals the fourth root of the ratio between the 
rate§^ of radiation per unit area from the surfaces. 

Two bodies will be at the same black-body temperature when 
the rate of their radiation per unit surface is the same. In the 
present and succeeding pages only radiance due to purely ther- 
mal causes is considered. Hadiance due to chemical or lumi- 
nescent causes is excluded. 

A piece of retort carbon absorbs almost all of the radiance, 
of whatever frequency, incident upon it. Consequently retort 
carbon is nearly black, A piece of polished platinum absorbs 
partially, but to practically the same extent, radiance of all 
frequencies. Consequently polished platinum is gray. A lump 
of gold absorbs nearly all the radiance incident upon it with the 
exception of the waves that produce the visual sensation we 
call yellow. This selective absorption of gold is described by 
the statement that gold is yellow. If pieces of retort carbon, 
polished platinum and gold be placed together within a uni- 
formly heated enclosure until they are in thermal equilibrium 
and be then withdrawn, it will be found that the carbon will 
radiate at a greater rate than the platinum or gold. That is, 
although all three bodies are at the same temperature according 
to either the thermodynamic or the ideal gas scales, they are 
at different black-body temperatures. 

Bodies, cither black or nonblack, emitting radiance per unit 
area at the same rate are at the same black-body temperature: 
and if they arc in thermal equilibrium with one another they are 
at a common thermodynamic temperature. In the case of a 
black-body the same number that expresses its thermodynamic 
temperature also expresses its black-body temperature. But 
since a nonblack body at the given thermodynamic temperature 
radiates less than a black-body at the same thermodynamic 
teihperature, the number which expresses the black-body tern- 
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perature of a nonblack-body is less than the number which 
expresses its thermodynamic temperature. 

8. The Application of the Three Standard Temperature 
Scales. — To meet various specific industrial requirements, 
thermometers have been devised and are in successful use that 
depend upon the expansion of one metal relative to another, the 
relative expansion of a liquid and the containing tube, the re- 
sistance of a wire, the change in electromotive force developed 
by heat, the rate of emission of radiant energy by the hot body, 
the brightness of the luminous energy of a selected wave length 
emitted by the heated body. .But for any work of precision, a 
thermometer of any type is calibrated in terms of the normal 
thermometer. This instrument, has been adopted as the stand- 
ard thermometer. But on account of its size and the care re- 
quired in its operation, it is not used in industrial processes, but 
only for the calibration of more convenient instruments. The 
normal thermometer indications can be reduced to the ideal gas 
temperature scale. 

In work of precision all temperatures are expressed according 
to the thermodynamic temperature scale. There is no ther- 
mometer whose action is based upon the principle of this scale. 
But it can be shown that the thermodynamic scale is identical 
with the ideal gas scale. Now any thermometer that can be 
placed in contact with the bodies whose temperatures are sought, 
and remain till it is in thermal equilibrium with its surroundings, 
can be calibrated directly with a normal thermometer and the 
indicated temperatures reduced to the ideal gas temperature 
scale. These ideal gas temperatures equal the thermodynamic 
temperatui'es. 

In many cases, however, due either to the inaccessibility or 
high temperature of a body, a thermometer cannot be brought 
into thermal equilibrium with the body whose temperature is 
sought. Recourse must then be had to the energy radiated by 
the body and received by a suitable measuring instrument. Let 
such an instrument be directed toward a black-body that can 
be raised to a series of loiown thermodynanaic temperatures. 
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From a series of readings of the instrument corresponding to 
known thermodsmamic temperatures of the hot body, a cali- 
bration curve for the instrument can be constructed. Tliis curve 
will give the thermodynamic temperature corresponding to any 
reading of the instrument within the range of the calibration 
when the instrument is dii’ected toward a black-body. When 
the instrument is directed toward a nonblack-body, the same 
calibration curve will give, not thermodynamic temperatures, 
but black-body temperatures. 

Since a nonblack-body radiates at a less rate than a black- 
body, it follows that the number which represents any tempera- 
ture according to the black-body scale is smaller than the number 
which represents the same temperature on the thermodynamic 
scale. The difference between the two numbers depends upon 
the departure of the radiation of the given body from that of 
a black-body. This departure is a matter of the surface of the 
body. If the radiation coefficient of the surface be known, the 
thermodynamic temperature corresponding to any black-body 
temperature can be determined. In few cases, unfortunately, 
is the radiation coefficient available. From black-body tem- 
peratures of two bodies of unknown radiation coefficients wo 
can infer little with regard to the relative thermodynamic tem- 
peratures of the bodies. For example, when a specimen of 
carbon and one of platinum are at the same black-body tempera- 
ture 1500° C., the thermodynamic temperature of [alatinuiu will 
be about 180° C. greater than that of the carbon. 
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RESISTANCE PYROMETRY 

9, Relation Between Resistance and Temperature, — Since 
the electrical resistance of most metals varies continuously with 
the temperature according to definite laws, and since the accurate 
measurement of resistance is attended with no considerable 
difficulty, thermometers depending upon this property are in 
common use for measuring high and low temperatures. To be 
available for such use, the metal must have always the same 
resistivity when at the same temperature, and its temperature- 
resistance coefficient should be large. Platinum may be used 
from the lowest temperatures up to 1100 ® C. For temperatures 
below 200® C. pure nickel is usually employed. 

It has been shown by experiment that if 2 ?o represent the resist- 
ance of a piece of pure platinum or of pure nickel or of certain 
other metals, when at 0® C., then the resistance at f C., is expres- 
sible by the equation: 

Rt == Bo {l + at + bf), (3) 

when a and b are constant quantities. These three constants can 
be determined from the resistance of the wire at three known 
temperatures. 

10. The Wheatstone Bridge. — It is easily shown that in the 
case of a circuit containing resistances Bi, B2, B3, and B4, joined to 
a battery and galvanometer as represented in Fig. 3 , there is no 
current in the galvanometer when 

^ = — • (-4) 

Thus, if any three of the resistances are known, then when no 
current flows through the galvanometer, the remaining unknown 
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resistance can be determined. This is the most common method 
of measuring resistances. 

For general resistance measurements, a Wheatstone bridge 
having three groups of coils of known resistances, with convenient 
arrangements for altering the resist- 
ance of each group, is usually em- 
ployed. For laboratory use, the box 
containing the coils is separate from 
the galvanometer and battery. For 
shop use where portability is essen- 
tial, the coils, the galvanometer and 
battery are enclosed in a single box. 

In the arrangement of the tops of 
the boxes of coils there is great variety. In some, the resistances 
are changed by means of plugs, and in others by means of sliding 
switches. The top of a common form of cheap box of coils is 
shown in Fig, 4. The lettering on this plan corresponds with that 




Fig. 4. 


in the diagrams Figs. 3 and 6. In this model, when there is 
balance with the gaps Y and F' filled by plugs, and the gaps X 
and X' open, we have 

^ Rn 
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whereas with the gaps Y and open, and the gaps X and ^ 
filled by plugs, the resistances Ri 


that 

i?2 _ 

Ri R^ 

By this switching device the box 
requires two less coils than other- 
wise would be needed. 



and ^2 will be interchanged so 



Fig. 6. 


The plan of a box top in which rotating switches are used 
instead of plugs is shown in Fig. 6. 

11. Direct Beading Resistance Pyrometers. — One of the 
many forms of self-contained Wheatstone bridge designed to give 
temperatures without computation, from a single setting, is 

illustrated in Fig. 7 and Fig. 8. In 
this device the resistance of the arms 
AD and DC are equal and fixed in 
value. The terminals m, n, and C of 
the lead wires from the pyrometer 
coil are connected into the bridge as 
shown. The lead wires 5m, 5n, and 
pC are made of the same material 
as the pyrometer coil and the resistances oiBrii and pC are 
equal. The resistance of the arm of the bridge containing the 
lead wire mB can be continuously varied by rotating the contact 
arm qs over the circle of wire oqx. 
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Suppose that when the contact point q is at o, the bridge is in 
balance. When the pyrometer coil rises in temperature its 
resistance will increase, and to produce a new balance the contact 
arm must be rotated in the clockwise direction. The circle can 
be divided into spaces and so marked that when the bridge is in 
balance, the contact arm will point to the number that indicates 
the temperature of the resistance bulb. 



Fig. 8. 


For example, suppose an instrument is to be made that shall 
indicate directly temperatures from 0'’ O. to 200° C. In this 
case the resistance of the coil Ao is made such that when the 
contact point q coincides with o, the resistance of the bridge arm 
AB equals the resistance of the bridge arm BC when the pyrometer 
bulb is at 0° C., and the resistance of the circle of wire oqx equ.als 
the increase in the resistance of the pyrometer coil at 200° C. over 
its resistance at 0° C. As the change in the resistance of the 
pyrometer coil is not directly proportional to the change of tem- 
peratures, the spaces between marks on the circular scale that 
indicate equal temperature intervals will not be equal. 

12. The Availability of Resistance Pyrometers to Industrial 
Use. — In the hands of trained observers the platinum resistance 
pyrometer is capable of a precision within one degree centigrade 
from the lowest temperatures up to 900° C. This is superior to 
the precision obtainable by any other type of pyrometer. But 
such precision should not be expected of resistance pyrometers 
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manufactured for industrial use, especially in the hands of ordinary 
observers. 

To avoid strains within the resistance coil, the pyrometer bulb 
should be installed so as to hang vertically and be free from danger 
of mechanical injury. The coil must be protected from furnace 
gases by an impervious bulb. The indicator should be as carefully 
treated as a clock or other instrument of equal delicacy. 

The outfit should be frequently tested. It is not safe to assume 
that when received from the maker the scale gives correct indica- 
tions, nor that the indicators will remain constant throughout any 
extended period of time. For instruments having a range from 
0° C. to 200° or 300° C., it will usually be sufficient to check two 
points only: for example, the 0° C. and the 100° C. point by means 
of melting ice and the steam from boiling water under a barometric 
pressure of 70 cm. of mercury. Subsequent testing is facilitated 
by the use of a set of coils that have resistances equal to that of 
the pyrometer coil at various temperatures. For example, at the 
temperature of molting ice the checking coils might have the same 
resistance as the pyrometer coil when at 0°, 50°, 100°, etc., respec- 
tively. Then on substituting for the pyrometer coil one of the 
checking coils, the pyrometer indicator should point to the number 
marked on the checking coil. 

The resistance pyrometer is especially adapted to the measure- 
ment of temperatures with considerable precision that vary 
through narrow limits, in situations where the pyrometer bulb is 
in little danger from mechanical injury. The causes which have 
thus far limited the use of the instrument are the fragility of the 
pyrometer resistance coil and the rather complicated indicating 
device. In cases in which the required degree of precision is not 
better than 10° C., the base metal thermoelectric pyrometer would 
be selected. While in cases in which the ^^fire end^' can be 
shielded from nKuduiiucal danger and the degree of precision must 
be bettor than 10° G., the resistance pyrometer would be selected. 

13. Recording Resistance Pyrometers. — By arranging a 
Wheatstone bridge so that changes in the resistance of a pyrometer 
coil produce proportional changes in the position of some part of 
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the apparatus which are automatically marked at regular intcuTulB 
of time on a piece of paper, a permanent record can bc^. produccnl 
of the temperatures of the pyrometer coil at dilTenuit instants 
throughout an extended period. Onc^, successful instinniKnit of 
this type, designed by the Leeds and 
Northrup Co., will now be dt^seribcHl 

The bridge net includes the pyronutcu 
coil Rij Fig. 9, and the coils of iked nv v 
sistance Bx, and dO, tog(vth<u‘ with 
two slide-wire resistances xy and zd On 
these slicUvwires move tile’s contact arms 
OA and 01). Those contact arms are 
•connected rigidly so that tlu'y move as a unit. Tiu^ diaiuet(U’s of 
the slide wires and the resistanees of tlu‘, (ioils conn(Uvt,(Hl to tlunu 
arc such that the resisttuuH^ R *2 b(dAV(‘(m slide cout,a(vls A juul 1) 
always c(iuals the resistance Ah betweini A, iuul B. Wiiti alwnys 
equal to whatever the position of th<^ sliding (‘,outa<a.s, it follows 
that the galvanometer will give K(^ro (h^Oeetion when tlu^ resistane.e 
Ab between 1) and C ecpials tlu^ resistance Ab of tlu'. a,nn /)Y/ (H)n1,ain- 
ing the pyrometer coil. Tluai, if with tlu^ pyrouutia* (*,oil at u.ny 
selected temperature the bridges is in balance wlum (Jk^ (!onta(‘,t 
D is at Dh subs(Hpient change in the tempcu'ature of tlu^ 
pyrometer coil will bc^ nu^asured by tlu^ angles D'O!) through which 
the contact arm 01) must b(^ mov(Ml to n^attain a bnhuu^e. It 
remains to dc'scaibi^ tlu', (U'.vice for au(.omati(‘,ally rotating tlu^ 
contact arms tlu^ proper amount to bring ili(' gatvajionu'li'r to i-lu^ 
zero position, and the devices for automatically nniordiiig this 
amount. 

By means of a wlied it, Fig. 10, tlu^ shaft of wliicli is <u>iuuav(ed 
to the contact arms OA and 00, Idg. 9, tlu^ Wlaaitstoiu^. I)ri(lg<^ 
can be brought to balaiuu',, Tlu'. din^c.Uon a,ud tlu^ amount of 
rotation of thc^ wlu'el A is r('gulated l)y tlu^ position of the ctui.(^h 
arm OB' with reference to the cams C and O' on the motor-<lriv(ui 
shaft DD\ 

For example, with tlu', clutcjh arm engaged with tlu^ wlnut in the 
position shown in Fig. 10, the rotation of tlu^ (jam C' will tnuise the 
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wheel to rotate a certain amount in the clockwise direction, 
thereby producing an equal change? in the position of the contact 
arms of the Wheatstone bridge. The clutch arm BB' connected 
to the rocker arm E, is brought into engagoinont with the wheel 
A, and released, once in every revolution of the cam F on the 


D' 


Pro. 10. Iho. 11. 

motor-driven shaft DD'. The position of the clutch arm is dotor- 
mined by the lack of balance of thes Whcuitstoue bridge. When the 
bridge is balanced, that is, when there is zero current in the sus- 
pended galvanometer coil G, the galvanometer pointer lies directly 
below the gap between the ends of the right-angle pieces II and 
II' pivoted at J and I' respcctmdy. When the bridge is out of 
balance, there is a current in the galvanometer, and the galvanom- 
eter pointer lies somowhesre between the rocker E and the two 
right-angle pieces E and II'. Once during each revolution of the 
motor-driven shaft DD', the cam J raises the roolajr E. If, at 
that instant the Wlieatstono bridge is not in bahinco, that is, if 
the galvanometer pointer is not below tho gap between H and E', 
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the rocker E will push the galvanometer pointer against the 
horizontal position of one of the right-angle pieces H or W, Being 
pivoted at I and the vertical position of the disturbed right-angle 
piece will push against the pin K or K' and the clutch arm will 
be displaced as shown in Fig. 11. The amount of displacement 
of the clutch arm depends upon the distance between the gal- 
vanometer needle and the pivot of the right-angle piece, that is, 
upon the amount of lack of balance of the bridge. The direction 
of displacement depends upon the direction of the galvanometer 
deflection. 



Fk}. 12. 


The angular displacements of the wheel necessary to rebalance 
the Wheatstone bridge can be transformed into linear displace- 
ments by means of a cord wrapped about two pulleys L and L', 
Fig. 12. A pen M attached to this cord follows the variations of 
the resistance, and hence the temperature of the pyrometer coil. 
The paper under the pen is drawn along at a uniform rate by 
means of clockwork. Thus the pen automatically traces on the 
paper a curve coordinating the temperature of the pyrometer coil 
and time. 
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By substituting a type wheel and ink ribbon for the pen, and 
adding a motor driven multiple point switch, the instrument just 
described may be arranged to record the temperatures of several 
different pyrometer coils. When the switch has brought the 
galvanometer into connection with pyrometer coil No. 1, the type 
wheel turns a ^'1^' toward the paper and stamps on the paper a. 
dot with a figure beside it. One minute later the switch 
connects the galvanometer to pyrometer coil No, 2, the type 
wheel turns a ^^2^’ toward the paper and stamps on the paper a. 
dot with a figure ^'2^' beside it. After a record has been made of 
the temperatures of all the pyrometer coils, the cycle is repeated. 
The record for pyrometer coil No. 1, consists of a series of dots 
with a figure 1 ” alongside of each dot. The record for pyrometer 
coil No. 2 consists of a series of dots with a '^2^^ alongside of each 
dot, and so on. If the multiple switch is arranged for eight- 
pyrometer coils, eight minutes will elapse between successive 
points on the curve for any given pyrometer coil. It thus appears 
that this niiiltiplc record is not available for recording rapid 
variations of temperature. 

Exp. 1. Calibration of a Resistance Pyrometer 

Theory of the ExpEinMEHT. — Read Arts (9~10). The 
object of this experiment is to construct a calibration curve 
coordinating temperatures and resistances of a resistance pyrom- 
eter from experimentally determined values of the resistance at 
three known temperatures. A calibration extending from 0® C. 
to aboiit 450° C., may be made from the freezing point of water 
and the well-known boiling points of easily obtained substances. 

SubwiancoH. 

Water 

Naphthalene, . 

Bonzophonone 
Sulphur 

If the resistance of a wire at temperatures 0., C., and 

4° C., be Rif Rif and respectively, then wo may write (3), 


Boiling points 
ttt 76 (jm. Hg. 

100" c. 

219“ C. 
300“ C. 
445“ 0. 
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JBi = Jio (1 + oil + 

= lU (1 + ok + hii), 

Rz = /io (1 + ok + bti). 

Knowing the three resistances Ri^ Bi, and Rz of the wdro at tem- 
peratures h, kj and k, respectively, tlie cx)nstants Ro, a and h can 
be determined. After substituting the valiums of tins tlireo con- 
stants in (3) the equation thereby ol)tained can be ustul for tlu^ 
computation of values of li corresponding to any assuiiKul tenu- 
peraturcs. From a series of values of resistan(‘.es and curn^spond- 
ing temperatures, a curve can bo plotted. This will b(^ thc^ re- 
quired calibration curve of the particular resistant*, o pyrometer 
under investigation. 

Manipulation. - *■ The resistance pyrometer t^onsisis of a, coll 
of fine wire enclosed in a suitable bulb, with lea,d wirt^s joiiumI to 
binding posts on tlie outside of the l)ulb. To eliminatt* any tn-ror 
duo to uncertainty regarding the temptiratun^ of ilu^ k^ad wire's, 
provision must be made to ol)- 
tain the reaistanco of the t^oil 
alone. For example, the coil 
may be arranged as in Fig. 13, 
with a 'Mummy kxuV' niB^ 
joined to one end of the coil. The three leads nB, inB, Cp, a,r(^ 
of the same length, material, and resist, anee. Tlu^ rt'sistanct^ of 
the coil alone can be obtaiiuul by sul)tra(ding from tlu^ n'sistaruu^ 
between and (7, tlie resistance bcdAvcHui ni and //.. 

Fill a small can with piece's of ic(^ no largc'r than a pe^a, mid c'.oven* 
the ice with water. Immerses the rosistaiicu^ pyronuvUu’ bulb in 
this bath of melting ici\ 

Connect the galvanic cell, galvanometcu* and unknown r(^sisi,■*- 
ance to the Wheatstone bridge, using short thiedc wires to (H>nn('(*.t 
the unknown resistance. First, with the', ratio a-rnis (Hpial, aeljust; 
the rheostat arm until the galvanomehw gives th<^ minimum 
deflection on closing the battejry key and then the galvanonuder 
key. This adjustment is complete when, on (^hanging tlu^ n'sist- 
ance of the rheostat' arm by one ohm in one direction the gal- 
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yanometer deflection is increased, while on changing the resistance 
by one ohm in the other direction the galvanometer deflection 
is reversed. From the values of the resistances of the rheostat 
and ratio arms, the approximate resistance of the specimen can 
be determined by (4). Knowing the approximate value of the 
resistance, determine the setting of the ratio arms that will make 
the rheostat arm read to four digits and find the more accurate 
value of the resistance. 



Fig. 14, Fig. 15. 


Proceeding in the same manner find the resistance of the coil 
when in the steam from water boiling under an atmospheric 
pressure of 76 centimeters of mercury, and also when in the vapor 
from sulphur boiling ■ under the same barometric pressure. In 
maldng these resistance measurements one must press the keys 
for the shortest possible time else the resistance coil will be appreci- 
ably heated by the passage of the current. 

To obtain the boiling point of water a vessel such as is illustrated 
in Fig, 14 is very satisfactory. By means of the water manom- 
eter ilf, any difference of pressure between the steam inside and 
the air outside can be observed. If the barometric pressure be 
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Mi 

H millimeters of mercury and the manometer iiulicuiteH a pn'SHuro 
of d millimeters of water, or (d -t- 13*6) millimt^iers of nun’tuuy, 
then the total pressure on the', surface of the boilinp; wat('r is 
H + (d ^ 13.6) millimeters of menairy. Tlu^ b'lupc'ratuni of 
the vapor of water boiling uiuU'r various prt^ssures is givc'ti in 
Table 1. 

To obtain the boiling point of sulplmr the apparatus iUusira(>('d 
in Fig. 15 is convenient. The Bulplmr is (tontaiiu'd in an aliuuiu- 
ium tube heattnl l)y a curixuit-earrying cotulmh-or. To pn'vt'tit 
drops of Ikpiitl sulphur that coiKhuise on tlu^ uppt'r part t^f tlu^ 
pyrometer tul)e from running down over tlu^ bulb, ns wt'U ns to 
diminish the loss of heat by radiation, the pyroimvfctu' bulb is 
enclosed in a, thin aluminium shicFL 

If the pyrometer bulb be of (piartz or ])oreeIain it will nH[uin^ 
consideralde time for the (joil to attain i,Iu^ (.{mipi'rntun' of i\io icu*, 
st(‘am or sulphur vapor. After tlu^ bulb has Ikh'u imin(u*st‘d, talo' 
re>sistance rea, dings till thi^y remain constant for liv(' mimrb's. 
These constant values are tlie oru^s to be uscul in tlu^ (U)mput,ati(ni. 

From the values of the three n'sistantu's dcvpuiuim'd ni ilu^ 
three known temperatures, compute the t,hr(M^ coustnnis in (3). 
Substitute the valiK's of thes(i thn'e constants in (3), and Ivy nu'ans 
of the empirical ecpuitiou therc^l)y olytaiiuul, compute r(‘sist« 
ances of the coil at varioim temperatunvs at 100'' iut.tuwals tJirough- 
out the range the pyromotcu* is to lx? ('inployt'd. With ilu'sc* 
values of t(unp('rature as al)scissas, and n'sistfUKU's as onliiuites, 
plot the ealibnition curve of tlie given resistam?(5 pyroim?t,('r. 


CHAPTER III 


THERMOELECTRIC PYROMETRY 

14. The Seebeck Effect. — Secbcck discovered that a jvinction 
of two dissimilar metals is the seat of au ehnitromotive. fortu^ 
A complete circuit consisting of wires of two dissimilar imd,alH 
contains two junctions and two opposing <‘.l(a!tromotive forcics. 
If the entire circuit is at the same temperature tlu^ electromotive, 
forces at the two junctions will ho equal and opposih^, whea-oas 
if one junction is at a higher temperature than thc', otlie.r there 
will be a resultant olcctroinotivo force whiclr will cause a curreut 
in thc circuit. Thc magnitude of the resultant electromotive 
force depends upon three factors: 

(a) The nature of the metals; 

(h) Thc difference of temperature of the two junctions; 

(c) The actual temperature of the two junctions. 

As an example of thc dependence of the resultant (dectromotive 
force upon the nature of the mcvtals, measurcmuiid,s .show t.liat 
with thc cold junction at 0° C., and the hot junction at lOO'’ (1., 
thermoelements consisting of one win^ of puix*. idatimnn and tins 
other of the following substances develop electromotive forces as 


given below: 

MicrovoltH,* 

Iron 2100 

Hard steal IBOO 

Nickel stcxil (0.05 Ni) 0 

Nickel steel (0.035 Ni) . , —2700 

Nickel stool (0.75 Ni) —3700 

Nickel 2200 


* Micro « millionth. 

As an example of the dependence of the resultant clootromotive 
force upon the difference of temperature of the two junctions, 

24 



APPLICATION TO TEMPEIUTURE MEASUREMENT 25 

measurements show that in the case of a thermoelement^ con- 
sisting of platinum and an alloy of platinum with 10 per cent 
rhodium, with one junction maintained at 0° C., there will bo 
developed the following electromotive^ forces when the other 
junction has the temperature assigned. 


® C. Microvolts. 

400 3,240 

COO 5,210 

800 7,820 

1000 9,570 

1200 11,050 

1400 14,400 

1600 17,110 


That the resultant electromotive force depcmds not only upon 
the difference of temperature of the jiiuctioiis but also depends 
upon the actual temperature of the two junctions (^an be illus- 
trated by the following experiimiut. Let the two ends of an iron 
wire be joined by copper wires to a suital)lc voltnudxu-. I^et one 
copper-iron junction be maintained at 0° G., wliilc the other is 
gradually raised in temperature to G00° G., or more. The volt- 
meter will indicate an electromotive foi^ce which increases till 
the hot junction is about 275® C. When the hotter junction 
passes this temperature the electromotive force decreases. This 
phenomenon is called thermoelectric inverdoUj and the point of 
inversion is called the neutral ternperatim, Wluui the tcmipcu’a- 
turc of the hot junction becomes a])Out 550® C'., the resultant 
electromotive force l)ecomes zero. On incnuising tlu^ hnnpera- 
ture a])ove this value the magnitude of tlu^ resultant elcHttromo- 
tive force increases in the reverse dinuition. Wlieu oiu^ juinvUon 
is at a temperature as much above tlu^ ncnii.ral i.enn)eratur(^ 
the temperature of the other junction is below it, the resultant 
electromotive^ fori^e is zero. 

It is probable that tlicrmoelectricj coupl(»,s of all clcnuuits have 
neutral points, though in many cases they arc outside the range 
of temperatures of ordinary experiment. 

15. Application to Temperature Measurement. — Since the 
resultant electromotive force of a thermoelectric couple is a 
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function of toinpcmturc, toiuperaturos can be compared by 
moans of thermoelectric couples. A tlwruiodcdric pi/ronuicr con- 
sists of a thermoelectric coui)lo together with some thivicH! foi’ 
measuring electromotive force. Ehictromotive forenw are acum- 
rately compared by moans of a potentiometer, but arc muc.h motti 
conveniently compared by means of a millivoltmetcr. As milli- 
voltmetcrs of sufficient accuracy for all industrial reciuiremimts 
can be easily obtained anil can Ijc calibrati^d so as to indicates 
temperature directly, poteiitionuders are less often employed. 

A thermoelectric pyrometer should meet the following riv 
quiremonts: 

(a) The resultant clectroinotivi; force diweloped by the thermo- 
electric couple should increase with rise of tempiwature according 
to a known law. A couple that produces an elec,tromotive foi’iui 
which varies directly with temperature difference of its junctions 
would be most desirable. 

(b) The materials composing the thermoelectric couple must 
bo chemically and physically homogeneous, and must be clumii- 
cally and physically unaltered under the conditions of use. 

(c) In case a millivoltmetcr indiciator is used, tlu! temperaturc*- 
rcsistance coefficient of the matcnials composing the {•■ouph^ 
should bo small. Otherwise the “immersion error” diui to a 
change of resistance with change of tempiu-atuni of the couple 
will be ai^prcciable. This immm'sion error is obviated liy tlu^ 
use of a potentiometer indicator instead of a milli voltmeter. 

(d) The voltmeter should have a nearly uniform scale and 
sufficient sensitiveness. 

(e) The resistance of the voltmeter compared to that of Ihe 
couple and leads must be so great that the indiiiatious will not, 
be appreciably altered by whatever fluctuations may occur in 
the resistance of the circuit. 

(/) The wires composing the couple and the loads must 1)(! itf 
sufficiently small cross section to prevent the junction biung 
appreciably cooled by conduction of h('.at from it. 

16. Choice of Metals for Thermoelectric Couples. — The 
limit of the ratio of the electromotive force developed by a couple 
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to the difference of temperature of its two juiuvfcioiiH is (^ulhnl the 
thermoelectric power of the couple. It is usually expr(^SvS(‘d in 
microvolts per degree centigra<U^, 

Many metals undergo a moh^cular transformation within ecu’- 
tain ranges of temporatun'. Withiii th(‘S(^ teiupcu’jiturc^ limits 
such a metal is not available for us{^ in a therm<^(*ltu!i.ri<^ (^ouphn 
For instau(;e, nickel undergoes a moleciular transformation I)(v 
tween 230° (I and 390° C. whi(5h causes its therm<)(dtad.ri<^ pow(‘r 
and also its resistance to depart throughout this iiit-cMwal from 
the normal tnaid. Nickel may be ustul in a theruio(d(HJtri<5 
clement from 400° C., to 900° C. 

A wire that is unimiformly hard throughout its l(mgth will pro- 
duce parasitic currents when uniformly lu^ah^l. (•an'ful anneal- 
ing will correct this fault. Win^s of iron, ni(4v(4, palladium, and 
their alloys when heatcal tf) (uu'tain tiaiqxn’atuu's givt^ ris(^ to 
parasitic currents wliich naubu* tluun unfit, at th(‘sc^ temjHU’atuiH's, 
for use in th(u*i!io(4(avtri{* ('kuneiits. 

At about 700° G., iron, st(H4, niclad, and (;oi)ptu’ l)e(a)m(^ so 
brittle as to render th(‘ir us(^ inconvenient alH)V(^ this tcaufX'rat.un'. 

As th(^ metals of tlu^ platiumu group can lx* h(\a(.{al abova'! 
1400° C. without melting, and tla^y havt^ no maitra,! t(‘mp<‘ratur(^ 
within the range of ordinary (^x}H‘nment, and as tlum* alloys vtm 
be made physicall}^ and (‘lunnic,ally hoinog(m(‘ous, tlu‘S(^ nuvlnls 
wore early used for tlu^ (umstniction of thermo(4(‘(v|,ri<! pyronnUers. 
Care must l)e (‘xereiscal, howenau', not l-o k(‘t‘p tlu'in long at. a. 
temperature above 1100° (t, or tlu\y will b(*(‘onu' erystallinci 
and brittle. And care must b(^ takcai i.hat tlu'y Ih^ not ht'a/Ual in 
a space containing volatile metals, or th(‘ir (‘h(Mui<‘al (‘omposi- 
tion will ho altcmal, tluuxby (banging tlu'ir tlu'riuotdtad.ih*. po\v(n\ 
With prop(U’ precautions a th(U’mo(4tav{.n<^ (‘hantmt (‘onsisting of a 
pure platinum wire in (X)ime(;ti()n with a^win^ of an alloy of plal.i- 
num with ten pea* caait rhodium, is thoroughly sat.isfac.tory for 
measuring tempe.ratures from tlie lowest obtainabh^. up to about 
1400° C. 

The great (^ost of platinum and rhodium, howtW(u^ luis Umittal 
the adoption of the (Pt — .OOPt .10 Rh) clement for induslrial 
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use. Much research has been devoted to the discovery of alloys 
of cheaper metals that would be suited to industrial measure- 
ments. Many so-called “base metaP^ couples have been devised 
that have proved of great value in technical operations, 

A couple in considerable use has for the positive wire an alloy 
which analysis shows to consist of Cu 58.78, Ni 40.70, and 
slight impurities, while the negative wire is of iron with slight 
impurities. 

For temperatures up to 1300° C., a certain pyrometer maker 
uses for the positive wire an alloy which analysis shows to con- 
sist of Ni 97.28, Si 2.15, Fe 0.35, A1 0.15: and for the negative 
wire an alloy consisting of Ni 88.67, Or 10.75, A1 0.22, Si 0.15, 
Fe 0.10. For lower temperatures the same negative wire is 
employed in connection with a positive wire consisting of Ni 45.0, 
Cr55.0. 

Many base metal couples have a much higher thermoelectric 
power than the platinum-rhodioplatinum couple and so can be 
used in connection with more robust millivoltmeters. They have 
the disadvantages, however, of less uniform thermoelectric power, 
short life, and restricted temperature range. 

17. The Construction of a Thermoelectric Couple. — The 
ends of the two wires constituting the hot junction should be 
fused together. The fusion may be readily accomplished by 
means of an oxyhydrogen flame, an oxyacetylone flame, or an 
electric arc. Before use a couple should be annealed. This may 
be accomplished by raising the entire length to redness by moans 
of an electric current and then, depending upon the nature of 
the metals, either quenching in water or allowing it to slowly cool. 

The two wires constituting the couple should be insulated 
throughout their length. For temperatures below 1200° G., this 
may be accomplished by small quartz tubes or by a covering of 
purified asbestos string. For higher temperatures it may be 
accomplished by means of beads or tubes of hard porcelain. 

For ordinary use the insulated wire constituting the “fire end^^ 
should be protected against chemical and mechanical injury by a 
sheath of iron, a chrome-nickel alloy, quartz, or Marquardt por- 
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celain. An iron sheath should not be us^ , temperatures 
above 800° C. Fused quartz will not break'^by^u^'deii^ change 
of temperature and is available for temperatures 
Above this temperature, however, quartz gradually de vitrifies 
and crumbles. Marquardt porcelain can be used up to 1600° C., 
if not heated or cooled so quickly as to crack. 

Instead of two parallel wires, insulated from one another and 
enclosed in a protecting sheath, certain base metal couples con- 
sist of a rod of one metal placed axially within a tube of the other 
metal, with the rod and tube fused together at one end. Unless 
placed in some substance that will attack the material of the 
tube, such a cane-like “pyod'^ requires no protecting sheath. 

18. Indicators for Thermoelectric Pyrometers. — The electro- 
motive forces developed by a thermoelectric couple are measured 
either by a millivoltmeter or by a potentiometer. From a cali- 
bration curve constructed from a given cold-junction tempera- 
ture, the scale of the millivoltmeter or potentiometer can be so 
.divided that the instrument will indicate directly the temperature 
of the hot junction. A millivoltmeter or potentiometer with a 
scale divided so as to indicate temperatures directly is called a 
thermoelectric pyrometer indicator. The scale of a tliermoclcc- 
tric pyrometer indicator can be used only in connection with the 
thermo couple with which it was calibrated, or with one constructed 
of the same materials. 


19. Millivoltmeter Indicators. — Thermoelectric pyrometer 
indicators are usually moving-coil millivoltmeters of considerable 
sensitiveness and fairly robust construction. In the most sensi- 
tive type, the coil is supported, above and below, by very thin 
metal wires. The most common method of support is by two 
jeweled bearings. Another successful method of support is by 
a single jeweled bearing at the center of the coil. 

The electric resistance of a millivoltmeter should be so high 
compared to that of the remainder of the circuit, that the read- 
ings will not be appreciably altered by changes in the resistance 
of the circuit produced by temperature fluctuations. The resist- 


ance that the indicator must have in notential 

nqm ^^$3 sS/ 
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difference at its terminals may not vary more than a given aniouiit 
when the resistance of the rcmaiiulor of tlu) (‘ircniit is altered 
can be readily found. Thus, letting K ropresont tli<^ n^sultant 
electromotive force of the (iouple, and ra, thc^ r<\sistan(U'. of 

the couple, the conncuvling k^ads mul 
the indicator, res])(Hv(;iv(dy, ihviv will 
hi) a current I throughout the (dreuit 
given by th(', ocpiation: 

^ Ti + 7'o + Tn 

The electron lot iv(^ fonui of tlu^ (^oupk^ 
develops a potential difference F, at tlu^ bunuiiials of tlu‘ indi- 
cator of a inagnitudo given by tlio (xiuation : 

1 = ^. 

n 


Fig. 1G. 


Equating the right-hand members of these equations 

I ^ 

rs n -h + n ^ 

T7 = ^1— . 

Ti “h '/v -h r,'} 


ProUan, — ABRuminp; that tho tenip(n'aturoH of the hot iind of th(^ fold 
junction romaiii ooiiHtant, aiul also that tho ronistaiK^c^ of Mk' nillUvol(.nu‘t{‘r 
remains constant, find the resistaiUHi (hat tln^ inillivoltnu^l.er nmsi. havc^ in 
order that the potential dirfereiuio at its tca'ininals may not (jhauge mon' t han 
one per cent when tlio resistance of tlie rcauaincha’ of tln^ (h-cuiit (^hang(‘H frorii 
2 ohms to 3 ohms. 


Bolution. — Since the temperature of oa(h junction rtnuains constant, th(^ 
resultant electromotive force E will remain constant. Now when 71 -f n - 2, 
wo have (5), 



(fi) 


And since, when n + ra = 3, tlm potential diiroroaco at the terminal of the indi- 
catoris to bo 0.99 F, wc may write (5), 


0.09 7=.:^-. (7) 

3 -1-7*3 ^ 

Solving for ra by dividing each member of (7) by the corresponding member of 
(6), wo find the required resistance of the indicator to bo 

7*8 » 97 ohms. 
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In imllivoltmeters designod for use in coniiecd.iou with tluu'mo- 
electric pyrometers, two general inothocls are iu vogiK^ for tiu*. 
prevention of changes in the indicjations being prodinu'd by 
fluctuations in the tonii)eratur(^ of the indicator. 

First, by the use of coils of ;5ero t(auptu’a.tur(‘.-rc‘sistane.e (u>- 
efficient. As all alloys of negligibk'. or lu^gai.ivc^ tt‘ini)(*rat,\ir<^ 
coefficient have a high n'sistivity, it is custonnuy to us(^ a moving 
coil of about 10 ohms made of coppeu’, iu seric^s with a nudtiplii'r, 
of not less than 100 oliius mad(^ of manganin or other alloy of 
zero or negative teniperatun’! codlieunit. 

Second, by properly altering the magnetic*, flux in l-he n^giou 
occupied by the moving coil. If this flux b(^ in(u*(‘as(^d by the; 
proper amount when the rcsistancie of the coils of itu' iiidic^ator 
is mcreased, the indic^ations will ])o, unafhMvted by t(Mnperatur(*s 
changes. This result is a(‘.c*,oniplisluHl automaf.ieally in tlu^ 
Thwing pyroiueier millivoltuu't.ers by a diminution of the air 
gap when the tcmiperaturi^ risers. 

20. The Potentiometer Method of Measuring Electromotive 
Forces. — Eleetromolivc forces can bo mcuisurc'd with gn*a((‘r 
precision by means of tlie iHRcuflioint^tcn- nurtbod than l)y nutans 
of a inillivoltnu'.ter. Though tl\e nu^asunniuuit of :in (b'etro- 
motivc force by means of a potentionuvtcT iuvolv(\s iu\ iuljiist- 
ment, whereas the millivoltnu^b'r is direct n'uding, instrunu'uts 
arc now availalfle for use with tlun'iuodeetrie. (M)upl(‘s, in wlinb 
this adjustment is very (easily ma(k\ 

The rationale of the pohaitionuffin* im^thod will Ix^ rmuhsuMl 
clear by a consideration of the following diagnuns: 



// ^ U'tirMnv llnitrri) 
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CJoiusidcr a cimiit coiiHiHtiiifi of a conduc.tor AH(U)I'\ 17, 
jbiuod to the tcntiinaLs of a l)attory maititaitiod at couHtaiii 
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tromotive force. Suppose a line including the thermocouple T 
whose electromotive force is required, a galvanometer 0, key Jf, 
and sliding contact E, to be connected into the circuit ABODE , 
as shown. If the electromotive force of the thermoelectric couple 
is in the direction to oppose the potential difference at the points 
D and E due to the battery, a position of the sliding contact E 
can be found such that the potential difference between D and E 
due to the battery is equal and opposite to the potential differ- 
ence between the same points due to the thermoelectric couple. 
The balance will be indicated by zero deflection of the galva- 
nometer when the key K is closed. This potential difference can 
be determined by substituting for the theimoelectric couple a 
cell of known and constant electromotive force, and rebalancing 
by moving the sliding contact to some point E\ Thus if the 
current in the main circuit be I the resistance between D and E 
be 22, that between D and J?' be 22', the potential difference be- 
tween D and E be V, and that between D and E' be F', we have, 
when the thermoelectric couple is in place 



and when the standard cell takes the place of the thermoelectric 
couple, 



whence 


F ^ S 
F' 22'’ 


Since the thermoelectric couple produces no current when the 
potentiometer is in balance, its electromotive force E numeri- 
cally equals the potential difference F. And, since the standard 
cell produces no current when the potentiometer is in balancjo, 
its electromotive force jB' numerically equals the potential 
difference F'. 


Thus, 


F^ E' 22'* 


If the slide wire be uniform, the resistance between any two 
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will bo proportional to the lenf>;th betweon thoac points, 
ng the lciigi;h DE by Z, and the length BE' by V 
R ^ I 
R' V' 

o previous c<iuation bceomes 
E' V' 

E' . 

'or a particular wire and standard coll, -- is a constant 

V 

Ly, which wc may denote by c 

E - cl (8) 

ng the constant c, the whole slide wire can be inarlaul off 
,o indicate directly the electromotive forces corresponding 
LOUS points of the wire. So long as the liiittcuy b(‘tw(HUi 
F has a constant ele(;tr()iu()tiv(^ forc(^, any (de(vt,romotiv(‘. 

within th(^ range of the instrument, will be indicLabMl 
position of the sliding contact when a balan(;(:‘, is tdleci-ed, 
.igh there are cells, whicdi if used in scu'ies with a high 
ICC for but a few secumds at a time, maintain ehudromotivc^ 
at a constant value through a ptanod of S(weral yc^ars, no 
battery maintains a (lonstant (doctromotivc^ forc(i if sui)- 
approciablo (Uirrent for a long tinu^. (vonscapiently, tlu^ 
.rrangement diagrammed in Kig. 17 must Ix^ inodifual for 
al use. Fig. 18 sliows tlu^ addition of a,n adjustalile iv- 
e 11 to the main circuit, ami a standard cell with a- high 
nco and a swiic.h aS« slumtc'd about a ])ortiou of ilu^ main 
. The purposes of tlu^ standard <udl is to cTeck tlu^ jyotcai-* 
feremu* !)etwe(m U and C, In case this potential (lifleriMun^ 
►t the nHpiirtHl valuer, it otui bi‘, r(^gulat(xl by varying tlu^ 
ibl{‘ n^sistaiuu^ II. In using this apparatus, i.lu^ <nuT<mt in 
liti line is r(‘gulat(xl till on closing tht^ switch tlu^ gal- 
et(‘r gives m'o (hdkiction. Idie apparatus cam bi^ cjili- 
by means of another standard cell as d(^scrib(al in the 
ing paragraph, Tlu^reafter, bcvforc^ taking a scd. of natdings, 
rreiit in the main line is lirst adjustctl till on (dosing tlu^ 
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switch Si the galvanometer gives zero doflcction; then with Si 
open, the sliding contact E is moved back and forth till on (dosing’ 
the switch St, the galvanometer gives zero delleetion. The 
required electromotive foi'ce is then read from the scale beside 
the calibrated slide wire. 

21. Potentiometer Indicators for Thermoelectric Pyrometers. 
— For a given length of slide-wire, greater sensitiveness is ob- 
„ throwing a shunt XY, 

rAA/v<Kv 1 — — about the sliclc-wirc^ iiB showu in 

js'<djcv» J Fig. 19. 

I rt£ y TIub arrangement is xim\ fre- 

f (luoutly in potentionu^tcu* indicia- 

I r T tors for thormoeloetrit! pyroinetcu's, 

Tlio colcFj unction error may be 
compensated l)y the operator sslid- 
ing the galvanometer connection J!), one way or the other by a 
predetermined amount depending upon the departure of the tem- 
perature of the cold end from the value when calibrated. The 
top of a commercial potentiometer indicator arranged in tliis 
manner is illustrated in Fig. 20. In this figure, W is a knob 


^ 

-Sa -Si 

* Fig. 19. 



Fig. 20. 


connected to the sliding contact of the varial)Ie rosistance J/, 
Fig. 19; which regulates the curremt in the main cirtiiiit; ii" m 
a knob to adjust the position of the contact lil on tlu^ slide win^; 
D' is a knob to adjust the position of the galvanometer contact 
D on the slide wire. 
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To use the cokl-junetion coinpcuisator one umst havt^ a 
temporature-cloctromotive force calibration curve of the par- 
ticular thcnnocouple being used; for a cerfcaiti fixtul itunptn’ature 
^0 of the cold junction* This curve iiulicates thc^ eletttrmnoiivi^ 
force Ec that would be developed if the c.old juncticai wtu’e at 
iQ and the hot junction wen^ at any Icunptu’ature (q. If in mib- 
sequent use, the cold junction b(^ at iusteatl of at /o, tlie ttun- 
peraturc of the hot junc'tion is that c-orresponding to tlu^ Hiun of 
Ec and that aci.ually dcweloped l.)y the couple* by stdtltig 

the cold-junction (‘.oiupeiusator at Ec^ the balance poHition of tlu^. 
sliding contact E will give the elcctroiuotivci foixu', that would b(^ 
produced if the cold junction were at k and the liut junction Wi‘n^ 
at its present tcunperature. 

Potentiometer indicators are usually calibratiul to n^ad in 
millivolts. 8u(di (uin b(^ used in coutuMd-ioii with any cali!)rated 
thermocouple. If, howoviu-, an iialicator is to be us(‘(l in eon- 
nectioii with only tlumnocouples (loinposed of the. same two 
metals, it can be marked so as to indicate haupc'.ratun’s dirtadly. 

Instead of adjusting l)y hand the position of tlu^ sliding (U)n- 
tact Dj the eold-junction error can be automatu^ally (aunpcai- 
sated by the use of a wire Fig. 19, of propcu* n^sistaiuu^ inatle 
of a material whose teinperaturtvn^sistance (uirve is of i.lu^ same 
shape as tluj tenii)(mitur(Kd(Kd;roinotiv(i fonui (uirva^ of ttu* tluu'- 
mocouple. In (ionuection with thermocouphvs having a st, might 
line calilmition <uirv(^ from (PC, to a-bout ncFC!., uick<‘l can Ik^ 
used for the coil N. As in tlu^ simple i)()t(aitiomtd(‘r, ean^ must 
be tak(‘.n to k(^(^p the ])ot(‘ntial diriensKU' b(‘tw(‘t‘n H and con- 
stant. If tlu^ resistjUH^e of th(\ nitikcd wirt' should (diang(‘, tin' 
potential dillVnuu^e l)(‘tw(‘en B and (' will (^hang(^ 

22. The Deflection Potentiometer. When t\w, (dtaUnnnotivc* 

force of a theruuH'.ouph* is nu'asured by itUMUis of a pot.eniioin<‘t(‘r 
of the ordinary t.vp(^, a balance rtmst bt^ obtaiiuul for cratch n^ad- 
ing mad(\ This is a disadvantag(^ wluai nuaisuring tempi u'at-urtNs 
whicii arc varying. A dead beat voltnu'diu’ has tlu^ advani-agt'. 
of giving the ekuitromotive fore<^ at any instant without any 
setting. The voltmeter, however, is not so accurate as tlu^ iio- 
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tentiometer and the readings are affected by changes in the 
resistance of the thermocouple circuit. 

A scheme of measurement which combines the two methods 
is made use of in the deflection potentiometer. The greater part 
•of the electromotive force to be measured is balanced against a 
known potential difference as in the ordinary potentiometer and 
the remainder causes a deflection of the galvanometer which is 
calibrated to read potential differences. For a given required 
precision, if only a small part of the electromotive force be meas- 
ured by means of the voltmeter then a larger percentage error in 
the voltmeter reading is allowable than if all of the electromotive 
force is read by the voltmeter. 

By means of the deflection potentiometer the resistance setting 
need not be exact as the excess electromotive force can be read 
from the voltmeter. Thus sudden fluctuations of the electromo- 
tive force can be observed directly with a greater accuracy than 
is possible with a voltmeter. 

Suppose Fig. 21 to represent a potentiometer circuit with a 
thermocouple connected for measurement. 




1 


D r. 




Fig. 21. 





Let E be the electromotive force developed by the thermocouple 
and eij that of the working battery. Then if the balance is not 
complete there will be a current flowing through the galva- 
nometer. From Ohm’s law its value will be 


ei -n 


— ' 


ri + + rn 


E 


n (rg + n) 


Tt 


ri + fg + Tz 
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If the denominator remains constant tlio curnnit tlirouKh the 
galvanometer is proportional to the differen(‘,e of the i)r)i;eiitial 
difference across vy and the electromotive force to be mensmx'd. 
This means that Vg must he varied so as to keep the sum 
, n (r-i + Va) ■ 

Tg H ; — constant. 

n + T2 H- ?’3 

The resultant resistance between A and D represcmtcHl by tlu^ 
quantity 

„ n (?-2 + n) 

ii'AD = — ; ; — 

ri + ra + n 

will be minimum when the slider is at A or B, and will be maxi- 
mum when the slider is at some intermediate position. Since 
plus this quantity must be maintaiiuid constant, it follows that 
Tg must have its minimum value when this (luantity is a maximum, 
and contrariwise. 

This result may bo accomplished by adding to tlui circ.uit in 
Fig. 21, two adjustable resistances MN and HF as ilhisirabid in 
Fig. 22 . In this figure, r„ may be considensl to b(i mode up of 
the I’esistanco of the voltmeter and a portion of tlu! rcsista,nc(^ of 
MN. In adjusting the balance by moving tlai slides- I) from .1 
to B, as much resistance must be added to the voltmetcM- by th(! 
wire MN as is taken out of the resultant rc-sistam^ci b('tw(U'n .1 
and D. For this adjustmciut, the r(isi.stan(!(^ betwetm F and />’, 
including r^, ro, and the battery (cornwponding to r;t in I''ig. 21), 
must bo maintained (lonstant. 

The working curnmt is maintained at the i)roi)er valm- by 
adjusting the position of the slidtn- Dy. This adjnstnuait of the 
position of Dy is without cflVct on the resistaiua- belavasni F and />’. 

The adju.stment of tlui working c.urrent through AB is obiaiiu'd 
as in the ordinary potentioimifin- by balamung a at,!in(lju-(l (roll 
across a portion of this r('sistan(!(\ Then the ehu-.tromotivc^ foi-ts^ 
to be measured is connectcul to the instrument smd l,h(! slider /> 
adjusted until the voltmebu- pointer rcanaitis on the scah*. 'riicr 
electromotive force then is obtained by mhling to the polential 
difference across n (which is indicated l)y the position of D), t,he 
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voltmeter scale reading. The balance need never be complete and 
the voltmeter reading will follow small fluctuations of the electro- 
motive force without an adjustment of the slider D. 

The Northrup Pyrovolter. — In this method the electro- 
motive force of the thermoelement is first balanced against the 
potential difference at the terminals of a known resistance trav- 
ersed by a current, and then this current is measured by a gal- 
vanometer. The product of the measured current and the con- 
stant resistance equals the required potential difference. The 
circuit is represented in Fig. 23. With the dial switch R in tho 



Fig. 23, 


position indicated, the main current goes from Ba through tlic 
rheostat Rhj the left-hand side of the switch, Ab, R and l)ack to 
the battery. By joining to the binding posts X, in thc^ proper 
direction, the thermoelement whose electromotive force is re- 
quired, the potential dilTercncc at the terminals of tlie thermo- 
couple is opposed by that at the terminals of A. (uirrcnt in 

R can be adjusted by means of the rheostat till these two pottm- 
tial differences ai'e equal. When balanced, the galvanometer 
gives zero deflection. 

If the dial switch bo now rotated into tho tlottcul position, the 
current from the battery traverses A/i, the rigiit-haud i)art of tho 
switch, the galvanometer, and A, back to the battery. That is, 
the current traverses tine same circuit as before exciept that (r 
takes the place of Rg. If tho resistance of G equals that of A^, 
the current through A is the same as before. That is, the curreuxt 
through R when the two potential differences were balanced is 
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now indicated by the galvanometer. The product of the (um- 
stant resistance R and the current producing any selcctc.d dc'lliu;- 
tion can bo marked beside the selected scale division, and flius 
the instrument divided so as to indicate pob'iitial (lilTen'iicf^ 
directly. 

The precision of the pyrovolter na^thod is limii;cHl ])y tliat of 
the galvanometer. But tlic nuithod is sup('rior to the voll.met(>r 
method in that the (dewtromotive force Ixdng nic.-isiin'd is not 
altered by the introduction of the dcwice; tlu*. indication is in- 
dopendcait of the resistance of the lead wiixas; and tlic ol)S(n-v(>d 
potential difference at the terminals of a source! of ('Icctroinotivi! 
force equals the electromotive force. 

23. Recording Thermoelectric Pyrometers. — A r(!cording 
thermoelectric pyrometer can !«! ])rodiic(!d ))y sul)sl,ii.nting for thi! 
Wheatstone bridge! and r(!sistance (!oil of th(! ivcordcr dcscrilx'd 
in Art. 13, a pohjntiometer and tlu‘rino(!li!<!(,rie coni)h' sucli jis is 
diagrammed in Fig. 19. In this cas(! the slidt> wire DK, Fig. 19, 
would be bent into a circular are, and tlic. coni, act point M would 
be on the end of a radial arm operated by the shaft of the wheel 
A, Fig. 10. The potential dilTiirtince between the points />' and 
C, Fig. 19, can be maintained constant by an oceasional jidjnst- 
ment, by hand, of the control rheostat //. Tlu! a.pi)aratus can 
also be arranged so that this adjustment will be doin' automa, Ideally. 

There are also on the market .seviirid forms of recorders in which 
a millivoltmeter is used instead of a potentiometer. ( )ne succcs.s- 
ful form designed by the Witson-Maenlen do., is illustrated in 
Fig. 24. The record papi'r is drawn at a constant spei'd by means 
of clockwork under the pointi'r N of the nullivoH,mc(,er V. Fvery 
ten seconds the boom B chops down on the pointer. Directly 
under the boom, and separated from it only by the record paper 
and a typewriter ribbon, is a sharp straight edge. When the 
l)oom strikes the pointer a dot will be made on tin' papi'r where 
the pointer crosses the straight edge. 'Fhe paper is so thin 1,ha,t, 
the dot shows on both sides. In this manner a curvi' is automati- 
cally drawn coordinating time and millivoltmeter dellections. 

This device can also bo arranged to record the ti'.mperaturiis 



40 THERMOELECTRIC PYROMETRY 

of several different thermoelectric couples. For this purpose 
there is added a magnetically operated, clock controlled switch, 
w&ich shifts the connection of the millivoltmeter every 80 seconds 
from one thermoelectric couple to the next. As the successive 
dots on the record merge into a line, the curve for each thermo- 
electric couple consists of a series of dashes, separated by spaces 
equal to the product of the length of a dash and the number of 
thermoelectric couples. 
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upon the difference of temperature of the hot and cold juuctiooH, 
and also upon the actual temperatures of the hot and endd juius 
tions. In calibrating a couple^ the cold junction is maintained 
at some definite temperature (usually 0° Cl or 20^0,)? liot 
junction is raised to known temperatures, and the (d(H*.tr<)inot-iv(^ 
forces thereby produced are noted. A calibration ciu‘V(^ coordinat- 
ing temperatures of the hot junction and the eorn^spouding 
electromotive forces produced when the cold junction is at tlu^ 
assigned temperature can bo drawn. 

After a certain thermoelectric couple has been (;alibrat(‘d, 
scale of the millivoltmeter used with it may be dividend so as to 
indicate temperatures instead of millivolts. Such a diiiavl, Head- 
ing instrument will give correct indications only, (u) wluui ustul 
with the thermoelectric couple with which it was calibrat.(‘d or 
one with the same thermoelectric proporii('s; (h) wlnui i.h<i cold 
junction of the thermoelectric couple is tit the tcaupca’tiiurt' mtiin- 
tained during calibration. 



In industrial practice it is often more (^onvtuucMit l.o luaiuitiin 
the tempciature of the cold juiuvltion tit ti (‘onsitint icunpt'rtil.urc^ 
different than the one it had wlicu tlu^ (U)U])1(^ was c-tdibniicd. In 
this event the indicator readhig must modhunl by ti ^ri^old-jum*- 
tion correction.’^ In this article, the tem))ertiturc^ of cold 
junction is constant, but is not the stntie tis wluui tlu^ insiriuui''nt 
was calibrated. Two cases will be considered. 

FimT. ~ Indicator reading in MilUvoUe. ~ Hi Fig. 25 is shown 
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a curve representing the relation between the temperature of the 
hot junction and the electromotive force of a couple having the 
cold junction maintained a.t 0° C. It will be noted that as zero 
('lectromotivc force corresponds to zero temperature difference, 
this curve passes through the origin of temperatures and electro- 
motive forces. 

In the case of a thermoelectric couple calibrated at 0° C., when 
used with the cold junction at te°, the temperature of the hot 
junction is not the temperature corresponding to the electro- 
motive force indicated by the millivoltmeter, but is the tempera- 
ture corresponding to an electromotive force equal to the sum of 
the electromotive force indicated by the millivoltmeter (2?i, Fig. 
25) and the el{?ctromotivc force (Fc, Fig. 25), that would be 
dovciloped if the cold junction were at 0® and the hot junction 
at 1°. 

For example, lot it bo required to determine the temperature of 
the hot junction corresponding to an indicated electromotive, 
force nil, Fig. 25, when the cold junction is at temperature tc- 
Add to OEu the distance EiA - OEo. From A, draw a line AB 
parallcd to tlui temperature axis till it intersects the calibration 
curve for a cold junction at 0°. Project the latter point of inter- 
s(H!tion B on to the temperature axis. The point t gives the rc- 
quimd temporature of the hot junction. 

It will bo seen from this construction that if the calibration 
c.urve b(! a straight lino, the cold junction correction for a cold- 
junction temperature t„ is (U — to), where to is the temperature of 
the cold junction when the couple was calibrated. In this case, 
the cold junction correction is the same for all electromotive 
forces. 

The calibration curve of most couples, however, is not a straiglit 
limu When the calibration curve is not a straight line, the cold 
junction correction do(^s not equal {tc — to), and it is not of the 
same maguit\ide for all cloc/tromotivo forces. 

The calibration curves of many base metal couples are sufficiently 
near being straight lines, that, for departures from the standard 
cold junction temperatures of as much as 10° C., the error intro- 
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duced by assuming the cold junction correction to be — ^o) is 
not greater than the error allowable in industrial practice. 

Second. — Indicator reading in Degrees. — In Fig. 26, let the 
curve represent the calibration curve of the thermoelectric pyrom- 
eter when the cold junction is at 0° C, Thus, when the cold 
junction is at 0° G., and the hot junction is at f C., there will be 
developed an electromotive force E. When the cold junction is 
at 0° C., and the hot junction is at to°, there will be developed an 
electromotive force Ec. When the cold junction is at tc^j and the 
hot junction is at f 0., there will be developed an electromotive 
force Elf such that 

Ei = E -Ea. (9) 

The millivoltmeter will now not indicate f, but will indicate some 
lower temperature ti°. The difference between the temperature 
of the hot junction and the value indicated on the millivoltmeter 
is the cold junction correction. 

That is, the cold junction cor- 
rection, 

p 

The magnitude of the cold junc- 
tion correction p is now to be 
determined according to a method 
due to Paul D. Foote (Bull. Bu- 
reau of Standards, Vol. 9, pp. 

553-565). We will first express 
the values of t and h in terms of the corresponding electromotive 
forces E and Ei, The thermoelectromotive force developed when 
the junctions are at different temperatures is a function of the 
temperature difference. When the cold junction is at 0® C., and 
the hot junction is at f C., there will be developed an electro- 
motive]force having the value 

( 10 ) 

where the function /, depends upon the nature of the two metals. 
This equation gives the relation between the electromotive force 
impressed on the millivoltmeter and the meter readings. 
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When the cold junction is at tc° G., and the hot junction n,tf C., 
then there will be developed an electromotive force Ei. Since the 
apparatus is assumed to be calibrated with the cold junction at 
0"^ C,, the millivoltiuetcr will now not indicate fj but will indicate 
a lower temperature ti. In this case, since 7i\ is the electromotive 
force impressed on the millivoltmoter, and h is the meter reading, 

- ( 11 ) 

Since (10) E = f{t), and (9) E = Ei + Ea, 

m - E,. + 


Expressing temperature explicitly in terms of Ei and wo have 

i^<i>{Ei + Eo), 

where is the inverse function of /. 

Also, from (11), 

ii - <i> (El). (12) 

Consequently, the magnitude of the cold-junction (jorrection 

p ^ ^ U] ^ (Et + E,) ^ <l> {Ex). (13) 

Expanding ^ {Ex + Ea) by Taylor^s theorem, 

1 (Hill (lEc dEx 

Whence (12), 




Ec d<l>(E,) 

~1 (lEi 


(E,) 

2! dE{^ 


, Er^' (E<1> ( E,y 


— 4>{Ei) 


(14) 


Under certain experimental conditions this expression can lie 
reduced to a much simpler form. Thus if Eo he small in compari- 
son with El, all terms involving the seexmd and highcir powers of 
Eo may be .ueglec-ted without sensibly affeciting the magnitude of 
p. Noting that the first and last terms of the right-hand member 
cancel, the introduction of this approximation gives us 




Eo 


(U (Fn) 

di<h~‘ 


(15) 
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Differentiating (12) with respect to dEi^ 

dt\ d(l> (. 5 ^ 1 ) 

dEi dEi 


whence (15) becomes 



^( 16 ) 


or, in«words, when the couple is calibrated with the cold junction 
at 0® C., and the couple is afterward used with the cold junction 
at C., the observed temperature indication must be increased 
by the quotient obtained by dividing the electromotive force 
generated when the junctions are at 0® C., and C., respectively, 
by the slope of thejcalibration curve at the apparent temperature 
of the hot junction. 

The case is similar in which the thermoelectric couple was 
calibrated with the cold junction not at 0° C., but at t/, and the 
couple is subsequently used with the cold junction at Thus, 
representing by EJ the electromotive force generated when the 
junctions are at to' and respectively, and by Ec"j the electro- 
motive force generated when the junctions are at tj' and the 
apparent temperature h, respectively, and following the preceding 
method, we obtain for the present case, 


75 =: TT' ^ ==; 

^ dEo" ■ dE/' 

dti 


(17) 


Or, in words, when the couple is calibrated with the cold junction 
at to, and the couple is afterward used with the cold junction at 
tc") the observed temperature indication must be increased by 
the quotient obtained by dividing the electromotive force when 
the junctions are at tj and U") respectively, by the slope of the 
calibration curve at the observed apparent temperature. 
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Problem. — In calibrating a certain thermoelectric pyrometer with the ( 
junction maintained at 0° C., the following data wore obtained: 


Indicator deflection, 
•’C. 

100 

300 

600 

900 

1100 

1300 

1400 


Elocfcroniotivo force, 
micro voltH. 

. . 1,600 

. . 5,400 

. . 12,600 
. . 21,600 
. . 28,600 
. . 36,400 

. . 40,600 


Construct curves coordinating indicator dcflkx'.tioiiH and ct)rroctinnH to 
added when the (sold junction is at 20° G., 50° G., 70° G., and 100° (». 

Solution. — The calibration curve for the (sold juiKitiou at 0° 0., obiai 
by plotting the above deflections and electromotive forces is as showr 
Fig. 27. 



An inspection of this curve would suggest to a person familiar wit.h 
appearances of curves and tlu^ forms of tluur ofiuations, that tins c.urvci mi 
be represented by an equation of the form; 

E U -h I 
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To find the values of the (Constants h and a wo may Kolect any i.wo points 
of the curve, for example (300® C., 5400 microvolts) and (1100^’ Cl, 28000 
microvolts). We then may write: 

5400 = 3005 + (300)2 c. (HI) 

and 28,000 = 1100 h -f ( tlOO)^ c. (20) 

To eliminate (5), multiply each tc^rm of (24) by 33, and ea(;h tcunn of (25) 
by 9. Then, 

178,200 = 9900 h + 2,970,000 c. (21 ) 

257,400 = 9900 h + 10,890,000 c. (22) 


Subtracting each member of (21) from the comispomling nuanber of (22), 


whence, 


79,200 = 7,920,000 c, 


c = 0.01. 


Substituting this value of c in (19), 


whence 


5400 = 300 h + 900, 
h = 15, 


On substituting these valiums of h and c. in the general equation (18), tlu^ 
delinite equation of the curve is found to Ix^ 

E ^ 15H'0.0U1 (23) 


By means of this eqmition the quantiti('H in the right-hand nnanlxa* of 
(IG) can be found. Thus suppose it he nHpiinxl to (hid tin* (^old-junction 
correction for an indiemted t('.mperature at 1000® C., wlnai tln^ cold juncHou 
is at 30® C. From (23) 

Be = 15 (30) + 0.01 (30)2 ^ 450 mun’ovoltH. (21) 


Again, dilTorentiating E in (23) with rc'HjxM^t to w(! uhtain 
(IE 

= 15 + 0.02. 

For an indicated temixu'al.uni h = 1000® 0. we would liavt^ 


\ (ill /imf 


-n 15 H- 0.02 (1000) 35. 


Consequently, when the cold jun(4;ion is at 30® the corr<Haiou to be add(*d 
to an indicated temperature of 1000® C,, is (10) 


V 


Er 


L\ dh JiotxrJ 


-If’!- = 13MO. 
36 


(25) 






COLD-JUNCTION COmiECTION 


49 


ValucH of the cold-junclion correcMon io he added to the iempcrature readingn 
oj a ihermoclectric couple tohich token the cold junction is ai 0® C. has a calt^^ 
hralion curue of the Jorni E ^ Id i + 0.01 


Cu!(l-J unction loinponituroH. 


ii 

10” 


30” 

.10” 

mi” 

00” 

70” 

HO” 

00'* 

100” 

200 

7,0 

10,0 

24 2 

32.4 

40.8 

40.3 

57.0 


75.4 

84.2 

300 

7.2 

14.5 

21.8 

20.3 

30.0 

44.0 

52.4 

(K).a 

08.2 

70.3 

400 

().() 

13.2 

10.0 

20,7 

33.7 

40.7 

47.8 

55.0 

02.4 

50.5 

r>oo 

0.0 

12.1 

18.4 

21. (i 

31.0 

37.4 

44.0 

50.7 

57.1 

61.0 

()00 

• 5,0 

11.2 

17.0 

22.5 

28.7 

34.8 

40.8 

•10.!) 

53.1 

50,3 

700 

5.2 

10.5 

15.8 

21.2 

20.8 

32.3 

37.0 

43.7 

49.4 

55.2 

800 

4.9 

9.8 

14.8 

10.0 

25,0 

30.2 

35.4 

40.8 

40.2 

51,7 

000 

4.0 

9.2 

13.9 

18.7 

23.5 

28.4 

33.3 

38.4 

43.4 

48.5 

1000 

4.3 

8.7 

13.1 

17.7 

22.2 

20.8 

31.4 

30.2 

40.0 

45,7 

1100 

4.1 

8.2 

12.4 

10.7 

21.0 

25.3 

20.7 

34.2 

38.7 

43.2 

1200 

3.0 

7.8 

11.8 

15.8 

10. 0 

24.0 

28.2 

32.4 

30.7 

41.0 

1300 

3.7 

7.4 

11.2 

15,0 

18.0 

22 8 

20.8 

30.0 

35.0 

30.0 

1400 

3.5 

7.1 

10,7 

14.3 

18.0 

2L8 

25.0 

20.4 

33.3 

37.2 

1500 

3.4 

0.8 

10.2 

13.7 

17.2 

20.8 

24.5 

28. 1 

31,8 

35.0 


26. Cold-junction Correction when the Temperature of the 
Cold Junction is not Constant. — - If the kunponiUire of t,ho cold 
junction of ;i tlKirnuxiouplc docH not nnnain (sonHtnnt hut ycit ("ui 
l)e observed at the sanie time that tlui indicator readiiiK is takc'ii, 
then the corre.ctionK that must he api)lied to the iiidicuitor iTading 
can also be obtained. For, from the; (ixpression for the correction 
(16), 



tlio correction to be apj)li(id 1,o tlui reading will bo proi^ortional 
to the ehictromotivc; force dev('lop(ul wlien one junction in nt. 
0° C., and tlui other is at tluf actual tcmpxu’atuni of tli(( cold 
junction, riiua, if at oiKi tinu; the cold-junction knnjKU’atun! in 
tc, and at another time i.n to', tlum thc^ correction in the Hocoud eami 
is in ternia of that in the Ih’st Km'., 
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However, since the ratio 


is very nearly equal to the ratio 


of the temperatures of the cold junction, we may write 



(26) 


Then if we know the corrections to be applied to the observed 
readings when the cold junction is at any temperature, wo can 
obtain by a simple proportion the correction when the cold-j unc- 
tion temperature is at any other known value. 

The degree of accuracy of this method may be checked from the 
table at the end of the previous article. For example, checjk the 
fifth part of the corrections in the 50° column with the values in 
the 10° column. The errors are less than 1° C. 

• A convenient method would be to plot corrections against 
indicated readings, as in Fig, 28, for the maximum cold-j unction 
temperature that would be attained, and then interpolate. For 
example, suppose that the curve for 50° 0. were plotted. If the 
indicated reading was 500° C., and the cold-junction temperature 
was 30° then the correction to be applied would be (26), 



Fig. 28 shows that for the pyrometer there considered, when 
tc = 50°, and h == 500°, pi = 31°. 

Whence, when t = 30°, the cold- junction correction is 

p = = 

50 

Problem, — The thermocouple, the equation of which m E — 15 ^ + 0,01 
when the temperature of the cold junction is 0® C., was used fco indicat;(^ a 
series of temperatures when the cold junction was not maintained afc a constant 
temperature. The temperatures of the cold junction at various indicated 
temperatures of the hot junotion wore as given below. It is reqiurcd to 
determine the actual temperature of the hot junction corresponding to tho 
various observed indicated temperatures. 



SHOP METHODS FOR REDUCING THE ERRORS 


51 


Hot junctiou 
(indicated). 

Cold junction. 

Hot junction 
(indicated). 

Cold junction. 

“C. 

‘*0. 

”C, 

“C. 

200 

20 

900 

29 

300 

22 

1000 

24 

400 1 

25 

1100 

27 

500 

28 

1200 

30 

600 

31 

1300 

25 

700 

36 

1400 

30 

800 

32 

1500 

35 


Solution. — Arrange these data in two columns as in the following table. 
In the third column put the corrections to be applied if the cold junction had 
been maintained at some constant temperature other than 0"^. For this 
particular thermocouple such corrections for various cold-junction constant 
temperatures are given in the table at the end of Art. 24. For the use of this 
solution the values for any particular constant temperature may be selected. 
The third column of the table below gives the values for 50° C., expressed in 
the nearest integer. The values in the second and third columns substituted 
in (26) give the actual corrections to be added to the indicated temperatures 
under the conditions specified in the present problem. These corrections are 
given in the fourth column. 


Hot junction 
(indicated), 
h 

Cold 

junction, 

tc' 

Correction if cold 
junction were at 
50“ C., 

Pi 

Actual correction, 

Hot junction 
(actual), 
t 

“C. 

' "C. 

“C. 

“C. 

“C. 

200 

i 20 

41 

41 (20 4- 50) = 16 

216 

300 

, 22 

37 

37 (22 -r- 60) = 16 

316 

400 

25 

34 

34 (25 -r 50) = 17 

417 

500 

28 

31 

31 (28 50) = 17 

517 

600 

31 

29 

29 (31 -r 60) = 18 

618 

700 

36 

27 

27 (36 -r 60) = 19 

719 

800 

32 

' 25 

25 (32 -i- 50) = 16 

816 

900 1 

29 

23 

23 (29 50) = 13 

913 

1000 

24 

22 

22 (24 50) = 11 

1011 

1100 

27 

21 

21 (27 -r 50) = 11 

nil 

1200 

30 

20 

20 (30 50) = 12 

1212 

1300 

25 

19 

19 (25 + 50) = 10 

1310 

1400 

30 

18 

18 (30 60) = 11 , 

1411 

1500 

35 

17 

17 (35 + 50) = 12 

1512 


26. Shop Methods for Reducing the Errors due to Variation 
in the Temperature of the Cold Junction. — If the temperature 
of the cold junction is higher than it was when the pyrometer was 
calibrated, the indicated temperature will be too low; and if the 
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temperature is lower than it was when the instrument was eali- 
brated, the indicated temperature will be too high. The obvious 
method to prevent these errors is to maintain the cold junction 
at a constant temperature. 

The temperature of the cold junction can be maintaiiicd at an 
approximately constant temperature by enclosing it in a box 
with one or more incandescent lamps that are automatically 
turned on or off by a thermostat as the temperature of the box 
falls below or rises above a certain selected value. 

The temperature of the cold junction can also Ijo maintained 
at an approximately constant temperature for a considerable 
period either by enclosing it in a jacket through which Hows a 
steady stream of water from the city mains, or by burying it at 
a depth of six to ten feet in the ground. The latter nurthod 
requires that the wires composing the thermocouple shall be of 
considerable length, or that extension leads be used composed of 
either the same materials as the wires of the couple to which they 
are joined, or of other materials of the same thermoelectric propeu-- 
ties. In the case of base metal couples there is no difficulty in 
providing extension leads of the same materials a.s the m(d.als 
composing the couple; but in the case of the platinum (;oupl(>s tlxf 
expense would usually be prohibitive. To ovcu-couui fhis difficulty 
various alloys are on the inarkcit which, through the rangci of 
temperatures to which the cold junction would be ai)t to b(! 
subjected, have the same thermoelectric properti(!H as the stand.ard 
platinum-platinum alloy couples. The use of thesci variou.H alhy.s 
for extending the wires of a couple is guarded by patcuits. 

For the degree of precision required in eommereial practici! t he 
following methods arc in successful use for ov»!r<joming 1h(! errors 
due to fluctuations in the temperature of the cold juuc.tiou of a 
theimoelcctric pyrometer. 

(a) The Use of a Compensator Couple. — The (sold jumdion 
can, in effect, bo removed to a place whore it is possible to main- 
tain the temperature constant by the use of a supplementary 
thermoelectric couple. 

In Fig. 29, T represents a thormo(!lcctrio coui)le omployctl to 
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measure the difference between the temperature of the hot region 
X, and the cold region t/, maintained at a constant temperature. 
Ts is a supplementary couple of the same thermoelectric properties 
as jT. The two couples are joined in opposition. In practice T 
would-be an expensive rhodioplatinum couple, and Tn would be 
one composed of cheaper materials. The ends a, 6, c are so close 
together that they will all be at a common temperature. G is a 
millivoltmeter or other indicating instrument. 


G 



Fig. 29 . 


Denote the temperatures of rr, ?/, and the common temperature 
of a, 6, c, by the symbols tg,j ty, and respectively. Then when 
tx>tz>ty, current flows along the path axbyc. If now tz diminishes 
while 4 and ty remain unchanged (usually not equal), the electro- 
motive force in Ta will diminish to the same extent as that in T 
increases, thereby leaving the resultant current in the circuit 
unchanged. 

If, however, tz increases while and ty remain constant, the 
electromotive force in T will diminish and the electromotive force 
in Ta will increase to the same extent, again leaving the resultant 
current unchanged. 

When tx>ty>tz current flows along the paths axb and cyb. If 
now tz diminishes while t^ and ty remain constant, the electro- 
motive force in T will increase, and the opposing electromotive 
force in Ta will increase in the same degree, thereby leaving the 
resultant current in the circuit unchanged. If, however, tz in- 
creases while tx and ty remain unchanged, the electromotive force 
in T will diminish and the opposing electromotive force in Ta will 
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diminish to the same extent, thereby leaving the resultant current 
in the circuit unchanged. 

It is thus seen that any change in the temperature of z is with- 
out effect on the indicated reading. 

(&) Adjustment of the Zero Point of the MilUvoltmcter. — Wluui 
the thermoelectric properties of the couple arc such that through- 
out the entire scale of the indicating instrument equal spacCvS 
correspond to equal changes of the temperature of the hot end of 
the couple, the correct temperature of the hot junction is obtained 
by adding to the indicated temperature the number of degrees that 
the cold junction is hotter than it was when the instrunient was 
calibrated. This addition or subtraction is often done l)y shifilng 
the zero point of the scale of the indicator relative to the pointer 
through the space corresponding to the difference between the 
present temperature of the cold junction and the temperature 
when the instrument was calibrated. After this adjustment has 
been made, the temperatures indicated on the rnillivoltmeter will 
be correct. 

When this method is employed an ordinary mercury-in-glass 
thermometer is usually kept at the cold junction and tlu^ zeu'o 
point of the rnillivoltmeter readjusted by hand whemever a change 
in temperature of the cold j-unction occurs. Devices are on thc^ 
market for automatically changing the zero point of tlu^ milli- 
voltmeter when the temperature of the cold jum^tion changes. 

This method is available only when the calibration curv(^ (‘o- 
ordinating hot-junction temperatures and rnillivoltmeter dcdlt^c- 
tions is a straight line. 

(c) Compensating Wheatstone Bridge, — In Art. 10, the Wheat- 
stone bridge is explained and the equation stated. SuppoH(^ tli(^ 
thermoelectric pyrometer GT is put in place of tlie galvanouKiter 
of a Wheatstone bridge. When (4) 

^2 r4 

no current from the battery will flow through the rnillivoltmeter, 
and the rnillivoltmeter indication will bo duo entirely to the 
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difference in temperature of the junctions of the thermoelectric 
couple. If the resistance of one of the bridge arms is changed, 
then a current from the battery will traverse the millivoltmeter. 

Suppose the arm BC consists of wire of a high resistance- 
temperature coefficient and the three other arms consist of wires 
of zero resistance-temperature coefficient. Then with the battery 
connected as shown in the diagram, when the temperature of the 
Wheatstone bridge increases, current from the battery will traverse 
the millivoltmeter in the direction BOD. The increase in tem- 
perature of the cold junction of the thermoelectric couple will at 
the same time reduce the current flow- 
ing through the millivoltmeter due to 
the couple. 

It is thus seen that by properly ^ 
selecting the materials for the bridge 
arms, an arrangement can be produced 
that will give millivoltmeter readings 
that are independent of the temper- 
ature of the cold j unc tion. In practice, 
the four bridge arms, the battery and the millivoltmeter are en- 
closed in one case, and the ends of the thermoelectric couple 
joined to terminals on the case. After being once adjusted, 
there will be no cold-junction error so long as the electromotive 
force of the battery remains constant. 

27. Advantages and Disadvantages of the Thermoelectric 
Method of Measuring Temperatures. — This method is available 
for measuring temperatures from the boiling point of liquid air 
(—184° C.) up to 1500° C. The method is superior to other high 
temperature methods in the following respects: 

(а) Ease of observation; 

(б) Adaptability to a variety of purposes; 

(c) Cheapness of apparatus; 

(d) Robustness of apparatus and ease of repair; 

(e) Availability for automatically making a permanent record 
of temperature extending over a considerable interval of time. 


B 
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The points in which the method is inferior to some other methods 
are: 

(1) The trouble involved in making the cold-junction correc- 
tion. This is more serious when the range of temperature is small. 

(2) On account of the small electromotive forces produced, very 
sensitive millivoltmeters are required. For example, with the cold 
junction at 0° C., the electromotive force of the rhodioplatinum 
couple is 18 millivolts at IGOO'^ C., and that of the various nickel 
couples is about 60 millivolts at their highest ranges. 

(3) Ehodioplatinum couples give diminished electromotive 
forces if allowed to remain long above 1200° C., or if employed in 
an atmosphere of contaminating gases. 

(4) The high cost of platinum makes it necessary to use small 
wires. Such a thermoelectric element will have appreciably 
different resistances when immersed to varying depths in a furnace. 
On account of this fact, the millivoltmeter reading will depend 
upon the length of the couple immersed in the hot source. 

28. The Installation of Thermoelectric Pyrometers. — On 
account of the robustness and compactness of the apparatus, the 
low cost of installation, and maintenance, ease of operation, wide 
temperature range, and degree of precision, the thermoelectric 
pyrometer is probably more generally employed tlian all otiicu' 
classes of pyrometers together. Couples made of the platinum 
group of metals can be used for short periods up to 1500° C., with 
a precision to within 1° C. There are base metal couples that 
can be used up to 1200° C. with a degree of precision within most 
industrial requirements. All base metal couples, however, used 
in measurements that are required to be trustworthy within 5° C. 
should be frequently checked against a rhodioplatinum standar<l. 

All couples must be protected from oxidizing and reducing gases 
or anything else that would contaminate the metals composing 
them. For this purpose are employed protecting tubes or shoatlis 
of pure iron, pure nickel, Marquardt mass, fused quartz, chamotte, 
carborundum, clay, graphite, corundite, and special alloys for 
particular corrosive materials. Marquardt mass tubes can bo 
used continuously at temperatures as high as 1300° C., so long as 
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they are not subjected to sudden changes of temperature. If 
their temperature be suddenly changed, they will crack. They 
are quite unsuited to use whpre they would be subjected to shoot- 
ing flames. Fused quartz can be used continuously up to 1100° C. 
Above 1200° C., quartz devitrifies and crumbles, and, in the 
presence of volatile reducing agents such as carbon or hydrogen, 
forms volatile silicides which will destroy platinum. Fused quartz 
will not crack when subjected to a change of temperature, however 
sudden. 

Marquardt mass and fused quartz tubes designed for rough 
handling should be protected with a shee,th of some material of 
greater mechanical strength. Chamotte sheaths can be used in 
temperatures up to 1500° C. They are not broken by sudden 
changes in temperature. They cannot be used in molten baths, 
nor in reducing or alkaline gases. Carborundum sheaths can be 
used at very high temperatures, under both oxidizing and reducing 
conditions. Chlorine, however, begins to act upon carborundum 
at about 950° C. Basic slags also attack it. Clay, graphite, and 
corundite sheaths have a wide application in brick and pottery 
Mins, glass melting furnaces and large annealing ovens. 

To avoid any bending of the protecting sheath when subjected 
to high temperatures, the couple should either be suspended verti- 
cally or supported at two or more points. 

When a thermoelectric pyrometer is calibrated there is a certain 
resistance in circuit. If a millivoltmeter indicator is employed, 
the same resistance as that in circuit when the instrument was 
calibrated must be maintained in all subsequent use. With a 
potentiometer indicator, the resistance in circuit need not be 
constant. 

Due regard must be had to the reduction of the cold-junction 
error. For most industrial operations in which base metal couples 
are employed it is sufficient to use leads of the same materials as 
the couples, and either bury the cold junction six or eight feet 
under ground, or surround the cold junction with a jacket through 
which flows water from the mains. 
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Exp, 2. Calibration of a Thermoelectric Couple 

Theory of the Experiment. — Bead Arts. (LUO). A ther- 
moelectric pyrometer consists of a tlierinoclectric coupler in cu:)U- 
nection with an arrangement for indicating the ekHstronioi.mj 
force between the hot and the cold junctions. Eor (K)inniorcial 
purposes a millivoltmeter of suitable sensitiveness and n^sistaiK^e 
is a satisfactory indicator, but for some precise work a potcuitioni- 
eter is required. 

In the case of couples found useful in actual mciasurcmcnts, th(^ 
relation between temperature difference and ehxjtromotivc forcH.^ 
through a considerable temperature range can bo expresstul 1)y a 
simple equation. For couples of diffonuit components, dilhnxuit 
equations are required. For most couples used in comuuuxual 
work, one or the other of the following equations holds with a fair 
degree of approximation throughout a considerable temperature 
range, 

== a *4" 6i{ d" cP'j (27) 

logi^ = Alog^ + B, (28) 

where E is the electromotive force expressed in millivolts for a 
temperature difference of t° C., between the liot atul (H)1(1 j lined, ion, 
while a, 6, c, A, and B are constant (quantities for the giv(ui couple'. 

The purposes of this experiment arc: first, to coiistru<;t fi’eini 
experimentally dcterniincd data a curve coordinating tlie^ teuu- 
peraturc difference and the electromotive force of a given tlun’iiiei- 
electric element; and secondly, to dotermiu(3 the ch^iia-rture^ of this 
empirical curve from the curves cxpross(M.l l>y (27) and (28). 

If through the range of actual ineasuroment t]u3 eiui)iri(',al (uirve 
can be represented by a known equation, tlnni it is higlily probable 
that the curve extended, or “extraixilatixV^ sonunvliat Ixw^ond tlu^ 
range of these measurcmc^nts l)y moans of its (equation, will also 
represent the relation bevtween tlic two variabh^s in th<^ rt'gions 
beyond the actual mcasunuiuuits. For (3xaniplt3, if a (xuinin 
equation represents the nilatiou b(3twoeu temqx^rature dillennnu^ 
and oloctromotivo force of a given tlKU’mocdec^tric ciouplt^ from 
400"^ to 800° C., it is highly q)rol)abIo that tlie same equation will 
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represent the relation between these quantities from 300"^ to 900° C. 
This furnishes a convenient device for extending a curve somewhat 
beyond the range convenient for experimental observations. 

For this experiment several definitely known and easily pro- 
duced temperatures are required. These conditions are most 
satisfactorily met by the melting points of metallic elements and 
salts. The following melting points are convenient for the 
calibration of the thermoelectric pyrometers: 


Substances. 

Melting points, ® C. 

Till 

232 

Bismuth 

270 

Lead 

327 

Zinc 

419 

Antimony 

630 

NaCl 

800 

BaCla 

950 

Silver 

961 

Copper 

1083 

Nickel 

1462 


The temperature at which a substance melts is that at which 
the solid and liquid states remain together in thermal equilibrium. 
The point at which this condition obtains can be inferred as 
follows: 

With one junction of the uncalibrated thermoelectric couple 
in a bath maintained at constant temperature, and the other 
junction in a mass of the melted substance, observe the electro- 
motive force as the substance slowly cools. It will be found that 
as the substance cools the electromotive force decreases; that after 
cooling a certain amount the electromotive force remains constant 
for an appreciable interval of time; that during this interval the 
substance is changing from, the liquid to the solid state; and that 
when all the substance has solidified, the electromotive force 
resumes its fall. The temperature of the substance during the 
time-interval of constant electromotive force, that is, of constant 
temperature, is the freezing point of the substance. The value 
of the freezing point is obtained from tables. Knowing the 
freezing points of a number of substances, together with the corre- 
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sponding electromotive force of a given thermoelectric conple, a- 
calibration curve for the given couple can be (constructed co- 
ordinating temperature differences and potential diffccnuicccs. 

To locate the freezing (or melting) point of a substance, tlie 
substance is melted; the supply of heat is turned off; and while 
the substance is cooling, observations of the el(K‘.troniotiv(^ forc^e 
of the thermoelectric couple being tested an', takiui ev<ny half 
minute. Make a cooling curve by plotting microvolts as ordi- 
nates and s(^,conds as abscissas. This 
curve should extend from a tenipc'r- 
ature somewhat above the fnn^zing 
point to a tempcn'ature sonunvhat 
below the freezing point. 

Typical cooling curves are shown 
in Pig. 31. From these curves it will 
be observed that antimony undercools 
and then rises to the freezing point. 
With the particular tliennoekuitric 
couple used, the electromotive for(*,e 
corresi)Oii(ling to the', frc'.ezing point 
of till is 1050 mi(n*() volts, that (cor- 
responding to th(^ fn'c^ziiig point of 
zinc is 3450 microvolts and that (X)rr(^sp()n(iing to tlu' fnu'zing 
point of antimony is 5550 microvolts. TIk^ tcnnpc'-ratun^s of the 
freezing substances are given in the tabic above. 

Manipulation, — In the manner indicated, find the elcudro- 
motive force corresponding to the freezing point of ffv('. substances, 
and construct a curve in whie'Ji these are plotted ns ()rdinat(\s and 
the corresponding freezing points are plottcnl as abs<nssa-s. This 
is the experimentally determined calibration curves of tlsj givt'ii 
thermoelectric pyromotc'.r. 

In case the indicator of tlie pyromerter is divided so as i<o ri'ad 
temperatures instaul of microvolts, the ordinati's of tlu^ (calibra- 
tion curve would represent pyronmt(cr Headings instead of mi(‘ro- 
volts. If an indicator arranged to giv(c tempccratain'S is (corr('(dly 
divided, and if the same scale is used to plot pyrometer readings 
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‘and freezing points, then the calibration curve will be a straight 
line equally inclined to the two axes. 

In the calibration of a thermoelectric pyrometer, the couple 
should be protected from hot gases or molten substances that 
would alter the materials of which it is composed. The couple 
should be immersed in the molten metals to about the same depth 
it is to be immersed in future use. For most commercial purposes 
an immersion of 20 cm. will be sufficient. The calibrating baths 
of easily oxidizible metals should be covered by a layer of about 
2 cm. of powdered carbon. 

If the empirical calibration curve can be expressed by an equa- 
tion having the form of (27) or (28) then it can be extrapolated to 
lower and also to higher values than were obtained in the experi- 
ment. The closeness with which these equations represent the 
curve is now to be determined. 

For example, assume for the moment that an equation of the 
form (27) represents the empirical calibration curve. The validity 
of this assumption will now be tested. Since the equation contains 
three independent variables, three equations will be required for 
the determination of their values. These three equations can be 
set up from, the coordinates of any three points of the curve. 
Thus, representing numerical values of the coordinates of any 
three selected points by the symbols (jEJi, ^i), (^72, ^ 2 ), and (Ji/a), wo 
can write: 

El = a “b bti cti^f 
E 2 == a -j- 6^2 
Es = a -1“ hts "f* 

Since the empirical curve gives the actual values of all the 
quantities in these equations with the exception of the three 
constants, a, 6, c, the values of these constants can be computed 
by the ordinary method for solving simultaneous equations. If 
the empirical curve can be represented by an equation of the form 

E = a + bt + cf 

then the definite equation of the curve traversing the three selected 
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points will be obtained by substituting for the constants a, 6, and 
c, the numerical values just computed. 

Substitute in this definite equation various arbitrary values of 

within the range of the empirical curve, and compute the corre- 
sponding values of E, Plot these computed points on the sheet 
with the empirical curve. If this computed curve coincides 
with the empirical curve, then the definite equation above obtained 
represents the empirical curve throughout the range of the experi- 
ment. If this be true, the empirical curve can probably be extrap- 
olated to a limited extent. 

In case it is found that the empirical curve cannot be repre- 
sented by an equation of the form of (27), then (28) is to be tested 
in a manner analogous to that just described. 

Exp. 3. The Construction and Test of Thermoelectric Couples 

Theory of the Experiment. — Read Arts. (14-19), 24. If 
both the wires composing a thermoelectric couple are homogeneous, 
no electromotive force will be developed unless the two junctions 
are at different temperatures, whatever temperature difference 
there may be at points between the junctions. But if in either 
wire there be inhomogeneity, chemical or physical, an electro- 
motive force will be developed when the i^egion of inhomogencity 
is at a temperature different from that of the remainder of the 
wire. For example, an unhomogeneous alloy, and also a wire 
that is softer at one place than at another, will give rise to para- 
sitic currents when ununiformly heated. Again, some substances 
undergo allotropic toansformation when raised to certain tem- 
peratures. For example, iron heated to 750° C. and nickel 
heated to 380° C. undergo changes that persist when cooled to 
ordinary temperatures. 

For these reasons wires used for thermoelectric couples must 
be chemically and physically homogeneous and must not suffer 
allotropic transformation at temperatures within the range for 
which the couple is to be used. The objeeb of this experiment is 
to construct a number of base metal thermoelectric couples, to 
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test them for homogeneity and freedom from allotropic changes, 
and to calibrate them against a standardized couple. 

Manipxjlatiojst. — For each half of a couple use a wire about 
one meter long and wrap it with a close spiral of asbestos string 
to within about three centimeters of each end. This can be most 
conveniently done by means of a lathe or other simple rotating 
device. Paint the asbestos covering with a paste consisting of 
100 parts of silica flour, 50 parts of sodium silicate and 20 parts 
of burnt fire clay. Heat the wires thus prepared in a tube furnace 
till the paste has thoroughly hardened. Place side by side the two 
wires designed to constitute one couple and twist one pair of ends 
so as to form a close joint one to two centimeters long. 

The twisted ends may be fused together by inserting them 
in the flame of an oxyhydrogen or an oxyacetylene blowpipe, an 
electric arc, or as follows. Connect one pole of a 110-volt circuit 
to the untwisted ends of the couple, and connect the other pole 
to a copper or carbon rod one centimeter or more in diameter. On 
causing the end of the twisted joint to approach the rod, an arc 
will be formed which will fuse together the ends of the wires of 
the couple. Under no circumstances should one watch the fusing 
operation with unprotected eyes. One should either use smoked 
glass goggles, or have between the eyes and the work a screen of 
smoked glass or one consisting of blue and red glass. 

The thermoelectric couple is now ready to be tested and cali- 
brated. To test a couple for homogeneity, connect the terminals 
to a galvanometer, immerse the junctions in a water or ice bath, 
and slowly pass the flame of a Bunsen burner along the length of 
the couple. If no change of deflection is produced, the wires of 
the couple are homogeneous. 

To calibrate a number of couples, all of the hot junctions, 
together with the hot junction of a standardized couple, arc placed 
in the middle of a tube furnace. The cold junction of the stand- 
ard couple is maintained at the temperature at which it was cali- 
brated, and the temperature of the cold junctions of the other 
couples is to be maintained at a temperature as nearly constant 
as possible. For this purpose may be used a bath of melting ice. 
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Readings of the electromotive force generated by each couple 
are now to be taken for a series of furnace temperatures. As com- 
mercial base metal couples have higher electromotive forces than 
a platinorhodium couple, it will be necessary to use a higher 
resistance in series with the base metal couples than that in series 
with the standard couple. For this experiment a millivoltmeter 
and switches arranged as in Fig. 32 will be convenient. In this 

diagram, C is the moving coil of a 
sensitive millivoltmeter, A, B are 
the terminals of the low resistance 
coil of the millivoltmeter and A, D 
are the terminals of the high re- 
sistance coil. Some instruments are 
provided with a device by means 
of which the pointer can be clamped 
while the instrument is being moved. 
To release the pointer the milled 
head is rotated till the pointer swings freely. On closing the 
switch S, connected to the standard couple, the electromotive 
force generated by this couple will be impressed on the milli- 
voltmeter. On opening this switch and closing the switch Jfi, 
connected to the first base metal couple, the electromotive force 
generated by this couple will be indicated on the millivoltmeter. 
Thus the electromotive force generated by any one- of the couples 
can be measured. 

In order that during the time an observation is being taken the 
temperature of the furnace may be fairly constant, it will be 
necessary to open the furnace switch a couple of minutes before 
observations are taken. Proceed as follows: When the furnace 
is at about 200"^, open the furnace switch, wait till the temperature 
becomes constant, and then in quick succession take millivoltmeter 
readings with the standard couple, couple No. 1, the standard, 
couple No. 2, the standard, couple No. 3, etc. Note the tem- 
peratures of the cold junctions of the base metal couples as 
indicated by a mercury-in-glass thermometer. Close the switch, 
wait till the temperature is about 300"^ C., and then in quick 
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succession take readings with the standard couple, couple No. 1, 
the standard, couple No. 2, the standard, as before. Note the 
temperature of the cold junction of the base metal couples. Con- 
tinue at 50° intervals throughout the range required. While the 
furnace cools, take readings at 50° intervals. 

Tabulate the observed data as follows: 


COLD JUNCTIONS AT 0° C. 


Standard 

millivolts. 

Couple No. 1 
millivolts. 

Standard 

millivolts. 

Couple No. 2 
millivolts. 

Standard 

millivolts. 

Couple No. 3 
millivolts. 

Standard 

millivolts. 









Find the mean of the two electromotive forces developed by 
the standard couple before and after each reading of the base metal 
couples. From a previously determined calibration curve of the 
standard couple find the temperature corresponding to each of 
these means. Take these values as the furnace temperatures at 
the time the various base metal couple readings were made. 

Tabulate the furnace temperatures and the electromotive forces 
of the various base metal couples. With furnace temperatures as 
abscissas and electromotive forces as ordinates, construct on one 
pair of coordinate axes a calibration curve for each base metal 
couple. 

By means of the method described in the preceding experiment, 
find the equation of some one of these calibration curves. From 
this equation compute the electromotive forces corresponding to 
a series of assumed hot-junction temperatures. On a second sheet 
of cross-section paper construct the computed curve and also the 
empirical curve on which it is based. 
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Exp. 4. Determination of Temperature by Means of a Thermo- 
electric Pyrometer with the Cold Junction not Maintained 
at a Constant Temperature 

Theory op the Experiment. — Read Arts. (24, 25). It often 
happens that a thermoelectric couple calibrated with the cold 
junction at a known constant temperature is afterward used under 
conditions in which the cold junction cannot be maintained at a 
constant temperature. If the equation of the calibration curve 
of the thermoelectric couple is known at any definite cold-junction 
temperature, the correction to be applied to the indicated tempera- 
ture when the cold junction is at any definite temperature can be 
determined by the method described in Arts. 25 and 26. The 
object of this experiment is to obtain a series of temperature 
observations from a calibrated thermoelectric pyrometer when the 
temperature of the cold junction is known but variable, and then 
to determine the actual temperatures corresponding to the ob- 
served values. 

Manipulation. — Insert in an electric tube furnace the hot 
junction of a couple in connection with a direct-reading indicator 
and also the hot junction of a standard couple. The cold junction 
of the standard couple is to be maintained at 0° C. by means of a 
bath of melting ice. No attempt is to be made to maintain 
constant the temperature of the cold junction of the test couple, 
but its t^nperature is to be obtained by means of a mcrcury-in- 
glass thermometer. 

At about 200° C. note in quick succession, the millivolts 
produced by the standard couple, the reading of the instrument 
connected to the test couple, the millivolts produced by thc^ 
standard couple and the temperature of the cold junction of the 
test couple. Take similar observations at 100° intervals tlirough- 
out the range of the test couple. In this experinumt all (dectro- 
motivo forces arc to be measured by means of a potentiometer, 
Arts. 20 and 21. 

By the method described in Arts. 24 and 25, compute the tem- 
perature corresponding to the indicated temperature of the test 
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couple. From the calibration curve of the standard couple note 
the actual temperatures. 

All the data, observed and computed, should be arranged 
systematically in a table. In the column next to the last put the 
computed temperatures, and in the last column put the tempera- 
tures obtained from the standard couple. 

Exp. 5. Determination of the Transformation Points of a 
Specimen of Steel 

Theory of the Experiment. — Read Arts. (14-19). Many 
substances undergo a transformation into a different condition 
when they are subjected to a certain temperature. Such a trans- 
formation is accompanied either by an evolution or an absorption 
of heat. The temperatures at which these transformations occur 
are called “transformation points” or “critical points.” Some 
substances have several transformation points. Transformation 
points are observed in the case of metals that have different allo- 
tropic foi’ms, alloys, salts that have different amounts of water of 
crystallization, and solutions that have different amounts of water 
of hydration. When iron or steel passes through certain of its 
transformation points the hardness, coarseness of grain, and 
magnetic properties are considerably altered. The properties of 
steel acquired at any temperature can be made permanent by 
sudden quenching. The temperature at which a given specimen 
of steel may be quenched in order that the required properties 
may be fixed is determined by the transformation points of the 
specimen. In the heat treatment of steel the most important 
transformation point is that at which the grain is the finest and 
is the point at which the specimen should be quenched in order 
that the hardness may bo a maximum. This temperature is 
called the “decalescent point,” 

If heat be gradually added to a specimen of steel all of the energy 
absorbed will be used in raising the temperature of the specimen, 
until the temperature is about 650"^ C. At this point some of the 
energy absorbed will be used in producing internal molecular 
changes. This transformation point is known as the point.” 
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When the specimen acquires a temperature in the neighborhood 
of 745° C., all of the energy absorbed at that temperature will be 
used in producing internal changes. This transformation is 
exhibited by a sudden cessation of the rise in temperature of the 
specimen. This transformation point is laiown as the 
point/’ or the “decalescent point.” The Aci transformation is 
completed within a temperature range of a few degrees, but the 
Ac 2 transformation takes place throughout the range from about 
650° C. to about 765° C. A third transformation called the 
^^Acs transformation,” takes place from about 780° C. to about 
810° C. 

On cooling the specimen, a series of reverse changes take place 
but at different temperatures. These transformations are accom- 
panied by an evolution of heat which is exhibited by increases in 
temperature. The transformation point of the cooling specimen 
analogous to the decalescent point is called the ^^Avi point” or the 
“recalescent point,” 

The object of this experiment is to determine the transformation 
points of a specimen of steel. 

Manipulation. — On very slowly heating a specimen of steel 
there is such a sudden interruption in the rise of temperature at 
the decalescent point, and on very slowly cooling the specimen 
there is such a sudden interruption in the fall of temperature at 
the recalescent point, that those two points can be readily observed 
by an ordinary thermoelectric pyrometer. To locate the other 
transformation points a more sensitive method is required. A 
method that can be applied to the location of all the transformation 
points will now be described. 

The specimen of steel and a piece of some metal such as nickel 
that does not exhibit transformation points within the range of 
transformation points of steel are placed together within an 
electrically heated furnace. The terminals of a rhodioplatinurn 
couple ACj Fig. 33, are joined to a milli voltmeter F. This 
thermoelectric pyrometer indicates the temperature of the steel 
specimen. A second couple BDG consists of a short length of 
rhodioplatinurn alloy BD joined to two lengths of pure platinum 
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wire. The junctions A and B are at the temperature of the steel 
specimen, and the junction D is at the temperature of an adjacent 
piece of nickel. 



So long as the steel and the nickel arc at the same temperature, 
the sensitive galvanometer G will bo undcflcctod. But wlum a 
molecular transformation of the steel occurs, there will be eitlun- 
an evolution or absorption of heat by the specimen, ami tlu^ 
galvanometer G will be deflected. In this arrangement, tlni 
galvanometer G serves as a sensitive indicator of the presence oi- 



absence of molecular transformation, whik'i the millivoltnufler V 
serves to indicate the temperature of the spec.inu'.n. 

The first time the apparatus is used, it will Ixi aecu^ssary to run 
a preliminary experiment in order to d(it(!rmin(! tll(^ wvti.ing of 
the furnace rheostat to give the proper ratci of hcuiting, and in 
order that the resistance in series with the galvanometer may 
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have the value that will give the galvanometer the maximum 
sensitiveness, consistent with the requirement that at no time shall 
the deflectiohi».b.eyond the limits of the scale. Place the sample, 
properly connected to the two thermoelectric couples, within the 
furnace and adjust the furnace rheostat till the tomporature will 
rise to about 800° C. in 45 minutes. Put sufficient resistance in 

series with the galvanometer that 
the deflection produced at the 
decalescent point will remain on 
the scale. 

In performing an experiment, 
connect up the apparatus, place 
the cold junction C in a bath of 
melting ice, set the furnace rheostat 
at the predeka’inined positioti, close 
the furnace switch, and when the 
temperature of the spocimen has 
reached about OOif C., start tak- 
ixig simultaneous n^a-dings of the 
millivolttneter and galvanouu^tcu’. 
These readings should be taken at 
10° C. iut(uwals to a tempcu-atiire 
ihirty or more'! dt^grtu^s ahove^ the 
decnlescent point. Thcai open the 
furna<‘,(^ swite^h and contiiUK^ tak- 
ing simultaneous readings at 10° C. intervals while ihe speunnuai 
cools to about 600° C. After having started to take readings 
do not alter the setting of the furnace rh(H\stat. 

With temperatures as ordinates and gal vatu )tnetor dt^flections 
as abscissas, plot a heating curve and a cooling curve of the 
specimen. A typical pair of curves is shown in Fig, 35. From 
an inspection of this curve point out the various transformation 
points and the ranges through which the transformations exteiuL 
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RADIATION PYROMETRY 

29. The Experimental Realization of Black-body Radiation. — 

Though no known substance fulfills the definition of black-body, 
Kirchhoff has shown that black-body radiation can be experi- 
mentally realized. Let A, Fig. 36, represent an ideal black-body 
within a uniformly heated athermanous 
enclosure, and in thermal equilibrium with 
it. Being in thermal equilibrium with 
its surroundings it radiates to the walls 
of the inclosure the same amount of 
energy it receives from them. Since it 
radiates to the wall behind it the same amount of energy it re- 
ceives from that wall, to an observer at 0, the body and the 
background are equally bright. Therefore, the walls of a 
uniformly heated athermanous enclosure radiate as an ideal 
black-body. If a small aperture be made in the enclosing wall, 
the radiance that will emerge from the enclosure will be that of a 
black-body. 

In the succeeding pages a uniformly heated athermanous en- 
closure will be called a black-body” with quotation marks. The 
production of black-body radiance from the interior of a heated 
enclosure requires (a) that the temperature of the enclosure be 
uniform throughout, (h) that the walls of the body be atherma- 
nous, (c) that all frequencies of black-body radiance be present, 
(d) that all radiance be due to temperature — no luminescence 
effects. 

It can thus be shown that any body within a uniformly heated 
enclosure and in thermal equilibrium with its surroundings, 
radiates like a black-body. Suppose the same enclosure contains 
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a body Kg. 36; which has a transmitting factor and an absorp- 
tive factor of any value. Since the body is assumed to remain in 
thermal equilibrium with its surroundings, it is receiving energy 
from all directions and is emitting energy in all directions at the 
same rate. An observer at 0, will receive energy at the same rate 
from elements of area of the body and from elements of the en- 
closing walls. Consequently, the surface of the body radiates like 
a black-body. A black-body is sometimes called a complete 
radiator'^ or ^4ntegral radiator.^^ 

The bore of an uniformly heated tube, long compared with its 
diameter, emits radiance that is essentially the same as that from 
an ideal black-body. As nearly uniform temperatures as may be 
desired can be secured by electric heating. Two methods of 
electric heating are in vogue. The first consists in the use of an 

electric current in a spii-al 
conductor of high resistance 
and high melting point 
wrapped closely about the 
tube to be heated, Fig. 37. 
The temperature is regulated by varying the resistance in circuit 
with the heating coil. For temperatures up to 1100° C. the 
alloy called ^^nichrome 11,” is available; for temperatures up to 
1500° C., platinum can be used. The temperature of the ends 
of the tube may be kept at the 
same as that of the middle by 
having about the ends of the tube 
more turns of conductor per unit 
length of the tube, than about 
the middle. In case the ends arc 
at a different temperature than 
the middle of the tube, the de- 
parture from black-body radiation can be diminished by the use 
of perforated diaphragms placed inside the tube near the ends. 

The uniformity of temperature along the axis of the tube can bo 
tested by means of a thermoelectric pyromotiu*. An el(M;tric 
furnace that is more robust under protracted use at high tempera- 




Fig. 37 . 




THE GENEEAL PRINCIPLES OP RADIATION PYROMETRY 73 

tures consists of a refractory tube on which is strung a column of 
thin graphite discs, Fig. 38. The end discs are joined to the low 
potential terminals of a step-down transformer connected in series 
with an ammeter. By altering the pressure between the graphite 
discs by means of a pair of hand screws, the electric resistance of 
the graphite column can be altered, and thereby the temperature 
of the axial tube. 

For use as a ''black-body,^' a current-carrying carbon furnace 
has one point of inferiority as compared with a current-carrying 
wire furnace in the great difficulty in maintaining a constant 
temperature. This is due to the fact that the resistance of carbon 
diminishes with an increase of temperature, whereas the resistance 
of the metals used in furnaces increases with an increase of tem- 
perature. With a metal-wound furnace, the temperature can be 
maintained at a nearly fixed value by adjusting the resistance in 
circuit till the current is such that the heat produced in the furnace 
equals the heat dissipated by radiation, conduction, and convec- 
tion. With a carbon furnace, if the resistance in circuit be in- 
creased, the lower current will also be accompanied by a decrease 
in temperature. But this decrease in temperature by causing an 
increase in the resistance of the carbon will cause a further de- 
crease of current, and this, in time, a further decrease of tempera- 
ture. This action will then be repeated. 

30. The General Principles of Radiation Pyrometry. — The 
fact that the rate with which a black-body radiates energy is a 
function of the thermodynamic temperature (Art. 7), is the basis 
of a valuable system of high temperature measurement called 
"Radiation Pyrometry." In this system, radiance of all fre- 
quencies emitted by the source is allowed to impinge on a distant 
absorbing body of small si^ie and thermal capacity. The rise in 
temperature of the absorbing body is a measure of the rate with 
which energy is incident upon it, and this of the temperature of 
the source. 

In the radiation pyrometers now in successful use, radiance is 
concentrated by means of a collective lens or mirror upon a small 
and sensitive temperature measuring device such as a thermo- 
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junction in connection with a millivoltmeter. Radianc 
frequencies, visible and invisible, incident on a lampblacl 
junction of such a thermoelectric element will be almost 
absorbed and transformed into heat. This heat will r; 
temperature of the receiving junction by an amount prop 
to the energy absorbed, thereby producing an electromotr 
of a value depending upon the difference in temperature of 
junctions of the element. Thus, if the fraction of the to 
dent energy absorbed by the receiving surface were const 
indications of the millivoltmeter would show the rate witl 
energy is radiated by the source. 

It is found that the fraction of the total incident ener 
is absorbed by the receiving surface is not a constant frac 
all temperatures, but that it is a function of the temperatui 
radiating source. In fact, experiment shows that when ; 
blacked thermoelement is exposed to radiance from a blai 
at thermodynamic temperature T, there is developed an 
motive force E of the value 


E = aT’’, 


where a and b arc constants for any particular instrument, 
constants can be found from the observation of the elcctn 
forces developed when the instrument is exposed to the r 
from a black-body at two known temperatures. 

After these constants are determined, the above equat: 
be employed to determine the thermodynamic temperature 
substance that radiates like a black-body. But the app 
of this method to a substance that does not radiate like a 
body would not give thermodynamic temperatures. For c: 
if a piece of black carbon, one of polished platinum, and 
transparent glass be placed within a “black-body,” as in ] 
then after the system has attained thermal equilibrium a 
bodies are at the same thermodynamic temperature. An 
all three bodies are radiating at the same rate, they are at 
mon black-body tcmpcirature. If the three specimens bo ' 
removed from the enclosure they will radiate at quite d 
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rates. The carbon will radiate about as before, the platinum at 
a much-less rate, and the glass will radiate scarcely at all That is, 
though all three bodies are at the same thermodynamic tempera- 
ture, they are now at quite different black-body temperatures. A 
radiometer actually indicates black-body temperatures. But 
when the body being studied radiates as a black-body, its black- 
body temperature equals its thermodynamic temperature. 

31. The Fery Thermoelectric Mirror Radiation Pyrometer. — 
This instrument consists of a concave gold-plated mirror M", 
Fig. 39, and a small thermoelectric couple T, connected to a milli- 
voltmeter by means of binding 
posts By means of a 

rack and pinion P, the concave 
mirror can be moved till the 
image of the source is on one 
junction of the thermocouple. 

This focalizing is facilitated 
by an eyepiece P, in front of 
an aperture in the concave 
mirror, together with two 
semicircular plane mirrors m 
mounted in the thermocouple 
box. A semicircular notch in 
the middle of the straight side of each plane mirror permits 
the passage of radiance reflected from the concave mirror to reach 
the thermoj unction. These semicircular plane mirrors are in- 


JS Bf 




Fig. 40 . Fig. 41 . Fig. 42 . 


dined to one another at an angle of about 5^^, Fig. 40. When the 
aperture in the semicircular mirrors coincides with the imago of 
the source sighted upon, the field of view is a circle with a dark 
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center, Fig. 41. When the image is either in front of or behind 
this aperture, the field of view consists of two semicircles displaced 
relative to one another, Fig. 42. In Fig. 43 the F^ry Thermoelec- 
tric Mirror Pyrometer E is shown in connection with the milli- 
voltmeter (?. 



It will now be shown that to a close degree of approximation, 
the rate wi±h which radiance is received by the thermojunction of 
a F6ry Thermoelectric Pyrometer is independent of the distance 
of the focalized instrument from the source. 



Let J represent the rate of incidence of radiance on the thermo- 
couple; I the rate with which energy is emitted from unit area of 
the source; Aq, the area of the part of the source from which 
radiance reaches the thermocouple; Ai, the area of the image of 
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Ao; u, the distance from the source to the mirror; Vj the distance 
from the image to the mirror. 

Now the total radiance incident on the thermocouple is pro- 
portional: (a) to the rate with which energy is emitted from unit 
area of the source; (b) to the area of the part of the source from 
which radiance reaches the thermocouple; (c) inversely propor- 
tional to {d) proportional to the apei'ture of the mirror. That 
is, 

. lAdi^ 

J OC— — . 


But from a property of spherical mirrors, 


Consequently, 


, 

Ai 


J 



J 


lAiU^ A2 lAih!^ 

OC 1 CX ■ — — 


oc JA,- tan“0, 


or, 


oc / tan^ d. 
Ai 


In the F4ry Mirror Radiation Pyrometer, 6 is maintained con- 
stant by means of a system of diaphragms in the thermocouple 
box. Therefore, the above variation reduces to 


J_ 

Ai 


CcI. 


(30) 


That is, under the conditions expressed and assumed in the 
above discussion, the rate with which radiance is incident on the 
thermocouple of the F6ry Mirror Thermoelectric Radiation 
Pyrometer is proportional to the intensity of the radiating source 
and is independent of the distance between the source and the 
focalized instrument. In this discussion it has been assumed : (a) 
that the image of the source is not smaller than the absorbing 
surface; (b) that the angle 0, Fig. 44, remains constant. The 
dimensions of the industrial form of the instrument are such that 
these two conditions are realized to a close degree of approximation 
when the distance from the source to the focalized instrument 
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exceeds one meter, and when at the same time the radiating source 
is so large that its image covers the disc soldered on the ends of 
the thermocouple. 

The relation between the radius r of the source and the distance 
I from the source to the thermocouple, Fig. 44, is 

T 

tan^ = -y 

L 

in which 0 is a constant for any particular instrument determined 
by the focal length of the converging mirror and the aperture of 
the thermocouple box. 

For sources of small temperature, the instrument is used with 
the receiving end entirely open. But if the aperture A A' were 
entirely open when sighted on sources of high temperature, the 
millivoltmeter might be deflected beyond the end of the scale and 
the thermoelectric junction might even be injured by the high 
temperature of the image. To guard against these dangers, when 
employed to measure high temperatures, the aperture is partially 
closed by a sectored diaphragm, Fig, 52, which cuts off a definite 
fraction of the incident radiance. 

The millivoltmeter can be divided so as to indicate tempera- 
tures directly. Two scales are usually provided, one for use when 
the receiving end is open, and another for use when partially 
closed by the sectored diaphragm. Commercial instruments of 
the Fery Mirror type are constructed with a range from 600° to 
1500° C, and over. 

Usually the principal focal length of the concave mirror is 7.6 
cm., and the diameter of the aperture of the diaphragm of the 
thermoelectric couple box is 0.16 cm. For an instrument having 
these constants the following table gives the diameter of source 
required for various distances of I between source and receiver. 


Distance from source 
to receiver, cm. 

80 

100 

150 

200 

300 

500 


Diameter of source, oin. 


1.4 

1.8 

3.1 

4.2 

6.3 
10.7 
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32, The Relation between the Energy Rate at a Point and the 
Distance from the Source. — The radiance incident at a point is 
directly proportional to the effective 
area of the radiating surface and in- 
versely proportional to the square of 
the distance between the emitting 
surface and the receiving body. Thus 
if a diaphragm D, Fig. 45, be placed 
in front of a radiating surface Sj then 
with respect to a point 0, at a dis- 
tance I, the area of the radiating 
surface is A. Whence the energy per unit time, J, incident on 0, 
is expressed by the equation 

where fc is a coefficient of proportionality. If the distance I be 

A 

large compared with the diameter of the effective area A, then — 

i 

measures the solid angle subtended at 0, by the surface sending 
energy to 0. Representing this solid angle by the symbol o) 

J - /c'oj. 

That is, so long as the solid angle subtended by the source at the 
receiving point is constant, the rate with which radi- 
ance is incident at the receiving point is independent 
of the distance between the source and the receiving 
body. 

33, The Eery Spiral Pyrometer. — This instrument 
is the same as Fery’s Thermoelectric Mirror Pyrom- 
eter except that in place of the incident radiance being 
reflected to one junction of a thermoelectric couple, 
the incident radiance is reflected to a small blackened 
46, which will coil or uncoil as the temperature of 
the spiral is increased or decreased. This sensitive spiral consists 
of a double ribbon of two metals of different thermal expansion 
coefficients. The two ribbons being fastened together throughout 


crrUTTprrT^ 



Fig. 46. 
spiral, Fig. 
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their length, an increase in temperature, by causing one of the 
ribbons to expand more than the other, will result in the spiral 
coiling up more closely- The end of the double strip at the center 
of the spiral is attacdunl to a shank on which 
is inounttHl a pointer that moves over a 
circular scale as the spiral coils or uncoils- 
This scale is cuupiricially graduated to indi- 
cate temperatures* 

Wlnni the instrument is placed in front of 
a hot body tlu^ spiral will (luicldy heated 
and the whole case will be slowly raised in 
temperature. Therc^ will thus be produced 
a, slow creep of the poini.cu' superposed on a 
sudden delkHdion* In using the instrument, 
th(^ Heading should not be taken till the 
slow (U’ec'.p has c(^as(HL As tlu^ Fory Spiral 
Pyrometer reciuin^s no millivoltnudxu' or other 
acc^essory apparai.us it is much more portable, 
than die Thortu(K‘l(H*,tric Mirror Pyromot(u\ 
34- Fixed Focus Radiation Pyrometers.'— Any radiation or 
opti( 5 al pyrometer should giv('« the saim^ iudu^ntioii wluni tlu^ 
distance from the source is altennl through (umsidtu’alilc^ limits. 
This requirement will be mc'.t if th(^ coiu^ of light incident on tlie 
receiving device is of a constiuit solid angh', Tlu^ (constancy of 
this solid angle can be maintaincHl: (a) l)y a diaphragm in com- 
bination witli a concave sph(n‘ic,al mirror fo(;aliz(‘d on tluj source 
as in the F6ry Tliermocicurtric, M‘irr*or Ra<liation (Art. 

31); (h) by a diaphragm in c.ombinn.tion wiirli a convcu’giiig lens 
focali 5 ?ed on the source (Art. 42); (c) by a dia-iihragm in coinluua- 
tion with a couverging spluuicuil l(ms or mirror foc^aliziul on the 
aperture of the diaphragm, ITg. 48; (d) by a diaphragm in com- 
bination with a conical mirror, big. ^19. Instruments dcvslgned 
according to the lattcir methods hav{^ the various parts fixed 
relative to one anotluir and art', (‘.alkul ITxtal k'ocais Pyrometc^rs. 

From an inspection of Pig, 48 it will be seem that so long as 
the source is not too small to subtend the solid angle formed by the 



Fia. 47. 



FOSTER AND THE BROWN FIXED FOCUS PYROMETERS 81 


cone having 0 as apeX; and tangent to the orifice in the diaphragm 
AA'^ the rate with which radiance is incident on the receiving 
device T is independent of the distance from the source to the 
instrument, Art. 32. This rate is the same that would exist if a 
portion of the source the size of A A' were placed in the orifice of 



the diaphragm. For this reason a fixed focus instrument can be 
produced by having the end diaphragm, and the receiving device, 
at the conjugate foci of a mirror or lens. 

Instead of a concave spherical mirror, a conical mirror may be 
employed as shown in Fig. 49. In this case no image of the object 
is formed, but the energy incident on the receiving device T is the 
same as it would be if the orifice in the end diaphragm were filled 
by a portion of the source. 

The millivoltmeter used in connection with a fixed focus thermo- 
electric radiation pyrometer can be provided with a recording 
device by means of which a permanent record can be made of the 
history of a temperature change. 

35. The Foster and the Brown Fixed Focus Pyrometers. — 
These instruments differ from the F<Sry Thermoelectric Mirror 
Pyrometer in that the tube is longer, and the image formed on 
the thermo junction is of the orifice at the end of the instrument 
and not of the hot object whose temperature is sought. That is, 
the disc, T, attached to the thermojunction, and the aperture 
AA', Pig. 48, are at the conjugate foci of the mirror M. 

. The object, mirror, and thermocouple being in fixed posi- 
tions, the focalizing rack and pinion of the F6ry instrument is 
dispensed with. By this device the angle 0, Fig. 44, is constant so 
long as the angle co, Fig. 48, is subtended by the source. Thus, so 
long as the solid angle subtended by the source at the point 0, is 
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constant, the rate with which radiance is incident on the thermo- 
junction is independent of the distance between the source and 
the instrument. A mllivoltmeter connected to the thermocouple 
indicates the temperature of the source. In using the commercial 
forms of this instrument, the distance of the point 0, from the 
source must not exceed ten times the diameter of the source. 



Fig. 50. 


The range of temperatures that can be measured by the in- 
strument is modified by the diameter of the aperture AA’. For 
bodies at very high temperatures this aperture is small; for 
bodies at lower temperatures this aperture is large. The same 
millivoltmeter can be used in connection with apertures of different 
sizes, cither by having a separate scale for each aperture, or by 
having a single scale and using a different multiplying factor for 
each aperture. 

The Brown pyrometer differs from the Foster, Fig. 50, in that 
the tube is made collapsible for convenience of carrying, and a 
finder is attached to the tube for convenience in directing the 
instrument toward the source whose temperature is sought. 

36. Thwing’s Fixed Focus Radiation Pyrometer. — In place 
of the gold-plated spherical mirror employed by Fdry and Foster, 
Thwing has adopted a concave conical metal reflector M, Fig. 49, 
in the apex of which is placed the thermoelectric junction T con- 
nected to a millivoltmeter. 

When pointed at a hot body, practically all of the radiance enter- 
ing the aperture AA' will, after multiple reflection from the sides 
of the conical mirror, reach the thermoelectric junction. So long 
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as the solid angle co is subtended by the body whose temperature 
is sought, the rate with which radiance is incident on the thermo- 
electric junction is constant. The instrument, therefore, requires 
no focusing. In using the standard form of this instrument, the 
distance of the point 0 from the source must not exceed twelve 
times the diameter of the source. There is no limit to the nearness 
with which the Thwing Pyrometer may be placed to the hot body 
except the danger of injury due to excessive temperature. 



Fig. 51 . 


The range of temperature that can be measured by the instru- 
ment is modified by the diameter of the aperture AA\ For 
bodies at very high temperature, this aperture is small; for bodies 
at lower temperatures this aperture is large. The same milli- 
voltmeter can be used in connection with apertures of different 
sizes, either by having a separate scale for each aperture, or by 
having a single scale and using a different multiplying factor for 
each aperture. 

As the metal mirror tarnishes, the Thwing instrument must be 
frequently recalibrated. 

37. Radiation Pyrometers Indicate Black-body Tempera- 
tures. — It should be kept in mind that radiation pyrometers 
indicate black-body temperatures. Only when a body is radiat- 
ing under black-body conditions is its black-body temperature 
equal to the thermodynamic temperature. For bodies of the 
same radiating power, the black-body temperatures will be equal 
when the thermodynamic temperatures are equal But for bodies 
of different radiating power, the black-body temperatures will not 
be the same when the thermodynamic temperatures are equal. 
Only for a body of constant radiating power will the ratio of two 



84 


RADIATION PYROMETRY 


black-body temperatures be equal to the ratio of the thermody- 
namic temperatures, A stream of melted iron has a black-body 
temperature less than that of the same iron when suflS.ciently 
cooled to be covered by a coating of slag or oxide. 

A uniformly heated opaque enclosure and a body within such 
an enclosure radiates as a black-body. The actual or thermo- 
dynamic temperature of a furnace can be obtained by directing 
a radiation pyrometer into a tube closed at one end that projects 
into the region whose temperature is desired. 

38. Precautions in Using Radiation Pyrometers. — The re- 
ceiving instrument is subject to certain faults that should be 
noted. After directing a radiation pyrometer toward a hot 
source, a certain time is required for the full indication to be 
developed. With different instruments of the same model this 
lag may vary from 20 seconds to 10 minutes. In instruments 
of a different model the lag may be less than 5 seconds. In the 
case of some pyrometers the deflection rises to a maximum and 
then gradually diminishes to a fixed value. In using an instru- 
ment one should take the maximum reading. For the determi- 
nation of temperatures that are not constant an instrument 
must be used that has a very small time lag. 

The lag is due to the heat capacity and thermal conductivity 
of the receiver. The drop after the maximum deflection is due 
to conduction of heat away from the receiver, and in the case of 
a thermoelectric receiver, to reradiation and to conduction to the 
cold junction. 

The lag of the F6ry radiation pyrometers is too great to per- 
mit their use for the determination of rapidly varying tempera- 
tures, In the Thwing instrument the lag is lower than in any 
other. 

After the instrument has been calibrated, the mirror surface 
must be maintained constant. Dirt can be removed with a 
cameFs-hair brush. If the mirror becomes tarnished the instru- 
ment must be recalibrated. 

In the use of a F6ry Thermoelectric Mirror Radiation Pyrom- 
eter serious error will result if the area of the part of the focalizing 
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mirrors covered by the image is not the same as when the in- 
strument was calibrated. This is due to the difference in the 
heat absorbed by the focalizing mirrors. If when the instrument 
is directed toward a body of certain temperature, a larger area 
of the Jocalizing mirrors be covered by the image, than W'hen 
the instrument was calibrated, the hot junction will be higher 
in temperature, and the electromotive force developed by the 
thermocouple will be greater than they would be if the instru- 
ment were used under the conditions existing at the time of the 
calibration. The indicated temperature will then be too high. 
The relation between the fractional error in the temperature and 
the fractional error in the electromotive force is readily obtained 
from (29). Differentiating, we have 

dE - obT^-^ dT, (31) 


Dividing each member of this equation by the corresponding 
member of (29), we obtain 


dE , dT 


(32) 


Since the value of b is always about 4, this equation shows that 
the fractional error in the absolute temperature is about one- 
fourth of the fractional error in electromotive force. 

Lack of attention to this point may readily produce an error 
of 10 to 20 per cent in the temperature determination. The error 
may be obviated by placing the instrument at such a distance 
from the source that the sharp image of the source entirely covers 
the focalizing mirrors. 


Exp. 6. Calibration of a Radiation Pyrometer 

Theory of the Experiment. — Read Arts. 29, 30, 37 and the 
article describing the particular type of pyrometer under test. 
Any radiation or optical pyrometer can be calibrated by a step- 
by-step comparison of the pyrometer readings with the readings 
of a standardized thermoelement in a black-body whoso tem- 
perature can be varied through the range for which the pyrometer 
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is to be used. In the case of a thermoelectric radiation pyrom- 
eter exposed to the radiance from a black-body, the relation 
between the thermodynamic temperature of the body and the 
electromotive force developed is given by (29), 

E = - (290 

where a and b are constants for the particular instrument. The 
determination of these constants require a black-body at two 
known temperatures. 

The object of this experiment is to calibrate by the step-by-step 
method, and also by means of (29) and two known temperatures, 
a thermoelectric radiation pyrometer provided with an indicator 
reading in millivolts and in degrees of temperature. The definite 
equation of the temperature-electromotive force curve is to be 
determined, the curve represented by this equation constructed, 
the empirical calibration curve constructed, and also the curve 
coordinating indicated temperatures and corresponding corrections. 

Manipulation. — The apparatus used for the calibration in- 
cludes a complete radiator, that is, a black-body,” together with 
a standardized thermoelement, in connection with a suitable 
millivoltmeter. 

In using an electric tube furnace as a black-body,” Figs. 37 
and 38, one junction of a rhodioplatinum thermocouple is mounted 
in a septum of porcelain or graphite situated at the center of 
the tube, while the other junction JJ' of the couple is immersed 
in a bath of melting ice. 

After surrounding the ^^cold junction” JJ' with melting ice, 
Fig. 52, close the main switch TF, and regulate the current till 
the millivoltmeter Vm indicates a temperature somewhat lower 
than the lowest one desired for the calibration. On opening the 
switch, the temperature will continue to rise. Place the pyrometer 
being calibrated in front of the aperture 0, and with the axis of the 
pyrometer coinciding with the axis of the furnace. The distance 
between the ^'black-body” and a F6ry Thermoelectric Mirror 
Radiation Pyrometer must be such that the focalizing mirrors are 
entirely covered by the image. In the case of the F6ry Spiral 
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Pyrometer, the spiral must be covered by the imago. In the 
case of the fixed focus pyrometers, the solid angle at the pyrom- 
eter subtended by the septum in the furnace must not be loss 
than the angular aperture of the instrument. In this last ctuso 
the maximum allowable distance may bo obtained by moving 
the pyrometer toward the orifice of the “black-))ody” till the 
pyrometer reading does not increase with a further diminution 
of distance. 



Fig. 52. 


When the “black-body” has attained tlio lowest t('.mp(U'af.ur(i 
to be included on the required calibration eurv(^, takii simul- 
taneously the temperature reading of tlu; tlieriiuH'U'ctru! pyrom- 
eter, the electromotive force reading utuI tlu! indicated tmnpc'ra- 
ture reading of the radiation pyrometer. Since; tlu; ■t(;mp(;ratur(; 
of the septum lags behind the tem])ei.'atur(; of tlu; tube;, oiu; must 
take no reading till the thcrmo(;lectrie couple indicates a cons1,ant 
temperature. 

Again close the switch, increase the curr(;nt in tlu; (;le(!tric. fur- 
nace till the temperature is alrout one lum(lr(;d d(;gn;(;s abov(; tlu; 
former temperature, open the switch, wait till tlu; l,i;mp(;rature 
is practically constant, and then take simultaneously readings on 
the two pyrometers as before. 
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Proceeding in this manner, take readings at temperature in- 
tervals of about 100° throughout the range for which the instru- 
ment is to be calibrated. 

Construct a table of six columns, in the first column of which 
are given the electromotive forces as read from the radiation 
pyrometer indicator, in the second column the indicated tem- 
perature read from the same instrument, in the third column the 
electromotive forces read from the indicator connected to the 
standard thermocouple, in the fourth column the thermody- 
namic temperatures corresponding to these electromotive forces, 
in the fifth column the difference between the thermodynamic 
temperatures and the temperatures indicated by the instrument 
under test, and in the sixth column the temperature values com- 
puted by means of (29) in the manner now to be described. 

With the data in column one as ordinates and the data in 
column four as abscissas construct the empirical calibration curve 
of the pyrometer under test. By substituting in (29) the co- 
ordinates of two points on this curve, the constants a and h could 
be determined. 

These constants can be determined more accurately, however, 
from the equation in the form, 

log E == loga + b log T. (33) 

Using the coordinates of a series of points on the empirical cali- 
bration curve, plot a curve coordinating log E and log T. If the 
observed data are correct, this curve will be a straight line. The 
intercept on the axis of ordinates equals log a, and the ratio of 
■the ordinate to the abscissa of any point equals h. 

By substituting in (29) the values of a and b we obtain the 
definite equation of the calibration curve. Using this equation 
compute the values of E for a series of convenient v^llues of T. 
Using these values plot the computed calibration curve of the 
instrument on the same sheet with the previously drawn empirical 
calibration curve. 

With the data in column five as ordinates and the data in 
column four as abscissas plot the correction curve of the given 
pyrometer. 
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39. Kirchhoff’s Law. — The ratio of the energy absorbed to the 
energy incident on a‘ body is called the absorptive power of the 
body. An important relation between the absorptive power of a 
body and the rate with which it emits radiance was stated by 
Edrchhoff. As applied to monochromatic radiance it may be 
stated as follows: The ratio of the rate of emission to the absorptive 
power is for all bodies the same function of wave-length and thermo- 
dynamic temperature. 

Thus representing the rate of radiation by /x, and the absorp- 
tive power by the symbol a, 

^ = F (\T). 
a 

For an opaque body, the sum of the radiance absorbed and the 
radiance reflected equals the radiance incident on the body. 
Calling the incident energy unity, we have for an opaque body 

a + r = 1. 

If the body be blacky the reflected energy equals zero. That 
is^, for a black-body, 

a& = 1. 

Hence, ^ [ = F (XT’) ] = ^^ = Jxj. (34) 

a at 

The emissive power of a body is the ratio of the rate of radia- 
tion of energy by it, to the rate of radiation of a black-l^ody at 
the same thermodynamic temperature. Thus, representing the 
emissive power of any given body by the symbol e, we have, 
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Comparing (34) with (35) we obtain 

e = a. (36) 

That is, the emissive power of any body equals the absorptive 
power. 

40. Wien^s Distribution Law. — When the temperature of a 
luminous body is increased, not only is the total radiance in- 
creased but the brightness of every part of the spectrum is in- 
creased. The rate of radiation of energy I^j corresponding to 
visible radiance of wave-length X, of a black-body at absolute 
thermodynamic temperature T, is expressed by Wien\s Distri- 
bution Law, 

h = (37) 

where e is the base of the natural system of logarithms and Ci 
and C 2 are constants the values of which can bo found by meas- 
uring Jx at two known thermodynamic temperatures for light of 
known wave-lengths. 

Wicn^s Law is a special case of the general radiation law derived 
by Planck from purely thermodynamic considerations. 



Planck^s Law apparently applies with exactness for any wave- 
length and temperature. Wien\s Law applies only to wave- 
lengths included within the visible spectrum, and to temperatures 
within the range that can bo produced artificially. At 5000° 
al)solute, the difference between the results obtained from Planck^s 
Law and Wien's Law is about one per cent. 

Wien's Distribution Law may be expressed in the form: 

logio I\ = logic Cl — 5 logic X — -A-iML-, , 

Or, representing the constant quantity (logic ci — 6 logic X) by 

the symbol Ci, the constant quantity - - by the symbol 

X 
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and the Brigg’s or ordinary logarithm by “log" without sub- 
script, this equation may be put into the abbreviated form: 

logh^Cr-C^Y (39) 

Experiment shows that when X is expressed in microns,* 
C 2 = 14,500 (nearly). t 

That is, 

C 2 log e l _ 14,500 (0.4343) _ 6297 
|_ X J X X 

41. The Thermodynamic Temperature corresponding to a 
given Black-body Temperature. — The number which represents 
the temperature of a black-body on the absolute black-body scale 
is that which represents the same temperature on the absolute 
thermodynamic scale. For a nonblack-body the number which 
represents the temperature on the black-body scale is less than 
the number which represents the same temperature on the ther- 
modynamic scale. The difference depends upon the lack of 
complete absorptive power of the surface of the body. 

A black-body temperature measured from the absolute zero in 
centigrade degrees by means of radiance of all frequencies emitted 
by the hot body is often represented by the symbol K, e,g., 
1200^ K, And if measured by means of radiance of a single 
frequency it is represented by the symbol K\, where X is the wave- 
length in air of the radiance. For example, 1200° represents 
a black-body temperature measured by means of radiance of 
wave-length in air of 0,65 microns. 

Consider a nonblack-body at a temperature according to the 
absolute black-body scale of and according to the thermo- 
dynamic scale of The relation between T and Kx will now 
be deduced. 

* The micron is one-thousandth of a millimeter and is represented by the 
symbol p,. 

t Other determinations of this constant give the values c = 14,260 and 
14,360. 
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Suppose the given nonblack-body be first within a uniformly 
heated opaque enclosure, and later be without the enclosure but 
the satne thermodynamic temperature. When within the en- 
closure and in thermal equilibrium with it, the body is at some 
thermodynamic temperature T and is radiating energy of wave- 
length X at the rate Ix&, given by Wien^s Distribution Law (39), 

loghb = Cl - C2^- (41) 


When at the same thermodynamic temperature, but outside of 
the heated enclosure, the same body is at some black-body tem- 
p<n‘ature K\, and is radiating at a less rate 7x, given by Wien^s 
Distribution Law. 

log Ix = Cl — (72-^ • (42) 

ilx 


Subtracting from each member of (42) the corresponding 
member of (41) we obtain 

By definition, the I’atio of the rate of radiation of any body to 
the rate of radiation of a black-body at the same thermodynamic 
temperature is the emissive power of the given body. It has 
been shown (36) that the emissive power of any body equals 
the absorptive power. Consequently the above equation can be 
put into the form: 

1 1 , log a 

t-Tw+cT' 


On substituting for Ca its value (40), we have 

]( 1 , X log a 

T~ 6297 ’ 


(44) 


where T denotes the absolute thermodynamic temperature that 
corresponds to the black-body temperature iCx of a body that 




t is found that absorptive power varies considerably with the 
;re4ength, but only slightly with temperature. Consequently, 
)wing the absorptive power of a given substance for radiance 



94 


OPTICAL PYROMETRY 


of a particular wave-length, together with the black-body tem- 
perature deduced from a determination of the rate of emission 
by the body of radiance of the same wave-length, we can compute 
the thermodynamic temperature of the body. 

The wave-length of light usually employed in optical pyrom- 
eters is X == 0.65 Using (44), the corrections to be added to 
readings of optical pyrometers using light of wave-length X = 
0.65 M; for a series of values of emissivity, have been computed 
and the results here plotted in the curves of Fig. 53. Knowing 
the value of emissivity of the substance, the true or thermo- 
dynamic temperature, corresponding to any apparent or black- 
body temperature can be found from these curves without further 
computation. For example, liquid or incandescent solid iron 
and steel free from oxide has an emissivity of from 0.37 to 0.40. 
So that, assuming the latter value, a stream of iron at an ap- 
parent temperature of 1400° C. would have a true or thermo- 
dynamic temperature of 1523° C. Again since solid iron oxide 
has an emissivity of 0.92 the curves show that the true tempera- 
ture of an ingot is practically the same as the apparent tempera- 
ture obtained by an optical or radiation pyrometer. 

Liquid iron oxide has an emissivity of 0.53; liquid slag, from 
0.55 to 0.75, depending upon the composition, — '^dark^^ slag 
being about 0.65. The emissivity of nicikel is about that of iron. 
That of liquid copper 0.15 and of solid copper 0.11. 

42. The Equality of Brightness Method of Measuring Tem- 
peratures. — The brightness of a luminous source is measured 
by the rate of emission of luminous radiance per unit arc^a, and 
depends upon the temperature. When not al)ovo 3000° C., 
Wien's Distribution Law (39) expresses with cjonsiderablc'. ac^cu- 
racy the relation between the black-body tompc'.rnturc of a sourcio 
and the rate with which it omits luminous radiamu^ for any spe(;i- 
fied wave-length. Hence, from a (iomparison of tlu'. brightness 
for any particular wave-length of two bodies, ono can detenmiue 
the ratio of the black-body tompern/turos of the given bodices. 
The method of determining temperatures from a comparison of 
* Burgess — Toclinologicj Papers of the Bureau of Standards, No. 91. 
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the brightness or the color of bodies is called Optical Pyrometry. 
An instrument that compares, for a particular color, the bright- 
ness of a hot body with the brightness of a standard lamp, and 
which is calibrated so as to indicate temperatures, is called an 
Equality of Brightness Optical Pyrometer. 

If an unage is formed of a luminous source, the quantity of 
energy of any particular wave-length in unit area of the image is 
a constant fraction of the energy of the same wave-length emitted 
during the same tune from luiit area of the source, if the 
distance from the source to the objective of the pyrometer be 
constant. When either a lens or a mirror is employed, the 
brightness of the image is independent of the distance of the 
lens or mirror from the source so long as the lens or mirror sub- 
tends the same solid angle at a point of the image. WTience, 
the ratio of the luminous energy per unit area of two sources 
can be obtained from a comparison of the brightness of the images 
of the sources. 



It will now be shown that the constancy of the angular aper- 
ture of a lens or mirror can be maintained by the use of a dia- 
phragm having an opening of fixed area, at a fixed distance from 
the image. In Fig. 54, the image of the point S is formed at 
F, and is observed by means of the eyepiece E. In an ordinary 
telescope the distance of the image from the eyepiece changes 
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when the distance of the object changes, and the eyepiece must 
be moved forward or back correspondingly. Instead of this 
procedure, the eyepiece might be fixed, and the image main- 
tained in the proper position relative to the eyepiece by moving 
the objective. If, in addition, there be a diaphragm D, with 
an opening of constant area A, at a fixed distance Z, from the 
image, then whatever may be the distance from the object to 
the telescope, the solid angle subtended at the image by the 
A 

objective will be -- , which is a constant quantity henceforth to 
P 

be represented by the symbol w. 

It is (essential that an optical pyrometer should have: 

(a) an invariable standard light source; 

(h) an appliance for producing nearly monochromatic light; 

(c) a sensitive photometric screen; 

(d) a method for varying continuously and by a known amount 
the brightness of either one source or its image. 

The luminous source used as a standard of comparison must be 
invariable in color and brightness. Incandescent electric lamps, 
and the flames of amyl acetate, gasoline, kerosene, and acetylene 
arc employed as standard light sources. 

Monochromatic light is l)est produced by means of a prism. 
Usually, however, colored glasses arc used that give light which 
is nc^arly monochromatic. Since the absorptive power of colored 
glass is different for light of different wave-lengths, if there is 
any lack of monochromatisin in the colored ' glasses, Wien^s 
Distribution Law will not apply. If the colored glass transmits 
two bands or one wide band, the value of the absorption factor 
will be different at different temperatures. 

Optical pyrometers, like total radiation pyrometers, compare 
black-body temperatures. In case two luminous sources radiate 
under bjack-body conditions, the ratio of their black-body tem- 
peratures equals the ratio of their thermodynamic temperatures. 
If the temperature of a “ black-body has been adjusted till the 
standard lamp of an optical pyrometer and the “black-body” 
have the same brightness for light of a particular wave-length, 
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and then the optical pyrometer i§ sighted on another body radi- 
ating under black-body conditions; the ratio of the thermody- 
namic temperatures of the “black-body^' and the body under 
investigation can be obtained. If, in addition, the thermody- 
namic temperature of the “black-body" is known, then the 
thermodynamic temperature of the other black-body can be 
computed. Wherever possible bodies are observed when radi- 
ating under black-body conditions. The thermodynamic tem- 
perature of a steel ingot can be obtained directly from an obser- 
vation of its brightness while it is in the soaking pit. On removal 
from the uniformly heated enclosure, the ingot will no longer 
radiate as a black-body and an observation of its brightness will 
give not thermodynamic temperature, but black-body tempera- 
ture. If, however, its black-body temperature together with 
the absorptive power of its surface be known, the thermody- 
namic temperature can be computed from (44). 

43. The General Optical Pyrometer Equation. — Represent- 
ing by I\ the rate with which radiance of wave-length X leaves 
unit area of a hot source, and by Jx the rate with which this 
radiance is incident on unit area of the image, 

h = (45) 

where zis constant of proportionality. 

Frequently the brightness of the image of either the source or 
the comparison lamp is too intense. In this event, one or more 
absorptive glasses can be used to diminish the intensity of the 
transmitted light. Let Jx be the rate with which energy of 
wave-length X is incident on unit area of the image when an 
absorptive glass is used. Then we write: 

Jx — RiJ\j (46) 

where Ri is called the Absorptive Factor of the glass plate. 

If a second piece of absorptive glass having an absorptive 
factor R 2 be added to the first plate, then 

and if several absorptive glasses are added: 

Jx = {R1R2RZ ‘ - •) Jx'. 


(47) 
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Substituting this value in (45), 

4 = 2 {R^R,Rs • • • ) 4'. (48) 

On substituting this value in Wien’s Distribution Law (39), we 
have 

log Jxj^=Ci- ^j=logz4-(logi2i+log222+logi23+ • • O+logJx', 

whence the black-body temperature 

^ C2 ^ 

^ Cl — log s; “ (log Ri + log R 2 + log ^3 + ' • •) — log Jx ^ 


or, representing the constant quantity (Ci — log z) by the symbol 
C3 we obtain the general equation of optical pryometry. 


(log Ri + log R 2 + log i23 + ' ' - log J\ 


In case the image of the hot source is less bright than that of 
the comparison lamp, absorptive glasses can be placed in the 
path of light from the comparison lamp. In this case, the term 
within the parenthesis is positive. 

The value of C2 is given in (40). By methods to be hereafter 
described, the values of the other quantities in the right-hand 
member can be experimentally determined by means of the 
various optical pyrometers. 

It should be noted that the K\ in (49) represents temperature 
according to the black-body scale. If the emitting surface 
radiates as a black-body then the nuznber which represents the 
temperatures according to the black-body scale equals that 
which represents the temperature according to the thermody- 
namic scale, that is, the symbol be replaced by T. Also, 

if the emitting surface radiates as a black-body, the temperature 
obtained from (49) will be the same whatever be the wave-length 
of the light used in the measurement. 

An inspection of the Table of Absorptive Powers, also shows 
that the absorptive powers of nonblack-bodies is different for 
radiance of different wave-lengths. Prom this it follows that 
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the monochromatic black-body temperature deW^inedWiSa^^A 
of radiance of one wave-length is not the sam^a^that at a dif- 
ferent wave-length. Prom (49) the same conclusmSq^.is — < 

that is, if the emitting surface does not radiate as a 
different values of K\ will be obtained according to the wave- 
length of light used in the measurement. For this reason, in 
the case of nonblack-bodies, it is necessary to know the wave- 
length of the light employed in the measurement. Light of any 
conveniently obtained wave-length may be employed. But since 
when the temperature of a body is raised till the body becomes 
incandescent, red is the first color that appears, it follows that 
by using red light lower temperatures can be compared than by 
using light of any other color. There is a brand of glass that 
absorbs almost completely light of all wave-lengths except 
X = 0.65 fji. This glass is now commonly used in optical pyrom- 
etry as a light filter. For this reason it is customary to use 
light of this wave-length in optical pyrometry even though a 
prism is used instead of colored glass to produce the monochro- 
matic light. 

Since the energy in the infra red part of the spectrum greatly 
exceeds that in the visible part, and since the absorptive power 
(and emissive power) of nonblack-bodies is less for the infra red 
than for the visible radiance, it follows that the rate of emission 
of visible radiance from nonblack-bodies is more nearly equal to 
the rate of emission of visible radiance from a black-body than 
is the rate of emission of the total radiance of nonblack-bodies 


equal to the rate of emission of total radiance from a black-body. 
Consequently an optical pyrometer calibrated against a black- 
body will give readings of the temperature of a nonblack-body 
that are nearer thermodynamic temperatures than will a radia- 
tion pyrometer. 

The optical pyrometers now in use are essentially photometers 
for comparing the brightness of a spot of light from the hot source 
whose temperature is sought with that of a spot of light from a 
comparison lamp. The differences between the various types of 
optical pyrometers consist in the different types of comparison 
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lamp and in the methods of bringing to a photometric balance 
the light from the two sources, 

44, The Color Identity Method of Measuring Temperature. — 
The radiating power of a body is directly proportional to its 
absorbing power. A body of perfect absorbing power for radiance 
of all frequencies is said to be black. A body that has an ab- 
sorbing power less than unity, but which is the same for all fre- 
quencies is said to be gray. The color of a body depends only 
upon the relative amounts of light of the various frequencies 
radiated: the brightness depends upon the absolute amounts. 
The brightness of gray bodies is less than that of black-bodies 
at the same thermodynamic temperature, but the color of the 
light emitted by all black and all gray bodies at the same ther- 
modynamic temperatures is the same. The fact that black and 
gray bodies at the same thermodynamic temperature are of the 
same color is the basis of a system of pyrometry called the Color 
Identity Method of Measuring Temperatures. 

The determination of the temperature of a given body by 
this method consists in varying the temperature of a calibrated 
black or gray body till it has the same color as the given body. 
The temperature of the standard body is then that of the body 
under test. The standard of comparison is a black-body 
whose thermodynamic temperature is under control and that can 
be obtained by means of a calibrated thermoelectric pyrometer. 
A secondary standard of greater convenience in ordinary meas- 
urements is a carbon filament incandescent lamp for which the 
thermodynamic temperatures at various currents have been pre- 
viously determined by matching the color against that of a 

black-body. 

46. Le Chatelier^s Optical Pyrometer. — The first successful 
instrument for determining the temperature of a luminous source 
from a photometric comparison with a standard lamp consists of 
a telescope furnished with a side branch in which the standard 
lamp is placed. When in use, light from the body whose tem- 
perature is to be determined, and light from the standard lamp, 
form images side by side, in the focal plane of the eyepiece. 
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These images are brought to equality of brightness by means of 
an iris diaphragm in front of the objective. Approximate mono- 
chromatic light is produced by colored glasses. By means of 
the general optical pyrometer equation, the indications of this 
instrument can be transformed into black-body teihperatures. 

When directed toward a luminous object, light traverses the 
iris diaphragm, D, Fig. 55, and the objective 0. The part of 
the beam that grazes the edges of the mirror M forms an image 
of the source in the focal plane of the eyepiece E. Light from 



Pig. 55. Fio. 50. 


the comparison lamp L forms an image of the standard flame 
in the focal plane of the eyepiece, and by means of the mirror 
M is reflected into the eyepiece E. These two images, side by 
side, and separated only by a shai’p line, arc observed by means 
of the eyepiece E provided with a red filter R for rendering of 
approximately the same wave-length the light that enters the 
eye from the two images. The brightness of the imago of the 
source is brought to equality with that of the image of the com- 
parison flame by means of the iris diaphragm D. In case tlio 
source under investigation is very intense, the brightness of the 
image of the source is reduced by means of absorptive glas.ses 
G. In case the source under investigation is less bright than 
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the standard flame, an absorptive glass is placed in the path 
of the light from the standard flame instead of in the path of the 
light fiom the source. By the use of one or more absorptive 
glasses, the same instrument may be used for a wide range of 
temperature measurements. 

46. The Fery Absorption Pyrometer. — This instrument, 
Figs. 57 and 58, includes a pair of wedges of absorptive glass 
ww', an objective 0, a diaphragm of fixed aperture D, a Lummer- 
Brodhun prism xy, a comparison lamp L, ol>jcctive O', totally 
reflecting prism P, ocular E and red filter glass E. 



The Lummer-Brodluin prism- consists of two right-angled 
prisms. The liypothenuse face of y is complotdy polished, 
wliihs that of x has an unpolished round central spot. Light 
from the loft incident upon the central portion of the hypothe- 
nuse faces will not be transmitted, whertuis light imudent out- 
side of this ai) 0 t will be transmitted to tiwi ocular. Light from 
the comparison lamp incident upon the central spot of the hy- 
pothenuse faces will be totally reflected into the ocular, whereas 
that incident outside of this spot will bo transmitted to one side 
of the instrument. 
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On looking through the ocular focalized on the center of the 
hypotheneuse faces, one sees a central round patch of light from 
the comparison lamp, surrounded by a ring of light from the 
source under investigation. If the brightness of the source is 
not much greater than that of the standard, the two images can 
be brought to equality of brightness by sliding the absorbing 
wedges. A scale attached to the wedges indicates the thickness 
of absorptive glass traversed by light from the source. After 
the instrument has been calibrated, the divisions on this scale 
will indicate black-body temperatures. The range of the F6ry 
Optical Pyrometer may be extended by the use of absorptive 
glasses G and G', as in the case of the Lc Chatelier instrument. 

The diaphragm D ensures a fixed angular aperture so that no 
correction need be made for lack of focus, or for varying distance 
from the source. 



47. The Shore Pyroscope. — Various modifications of the 
Le Chatelier pyrometer have been devised by Shore, F(5ry, and 
others. In the Shore Pyroscope, Figs. 59 and 60, the brightness 
of the image of the source under investigation is maintained loss 
than that of the comparison flame by means of a diaphragm A. of 
fixed aperture placed in front of the objective. Light from the 
source, after traversing the diaphragm of fixed aperture A, the rod 
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filter Gj and the objective 0, forms an image in the focal plane of 
the eyepiece. Light from the comparison flame L, after travers- 
ing the objective O', a red filter (?', iris diaphragm Dj and ground 
glass diffusing screen S, is reflected by the tiny mirror M and forms 

an image in the focal plane of the 
eyepiece. The objectives are pro- 
tected by the cover glasses C and O'. 

On looking through the eyepiece, 
one sees the image of an element of 
the comparison flame in the center 
of the image of the source whose 
temperature is sought. The bright- 
ness of the image of the comparison 
flame is reduced to that of the source 
by means of the iris diaphragm oper- 
ated by the milled head H. The 
jaws of the iris diaphragm D have 
such a form that equal spaces on the 
divided circle attached to them repre- 
sent equal differences on the black- 
body temperature scale. 

The Shore Pyroscope is focalized by moving the objective by 
m^ans of the knurled head F. Though there is no diaphragm 
between the objective and the image, this arrangement makes the 
angular aperture of the objective so nearly constant that there is 
no serious error introduced by changing the distance between the 
instrument and the body whose temperature is sought, 

48. The Morse Thermogauge or Holborn-Kurlbaum Op- 
tical Pyrometer. — This instrument differs from those of the 
Le Chatelier type in that instead of projecting the image of the 
comparison source on the focal plane of the objective, the compari- 
son source itself is placed there, and its brightness is adjusted to 
equality with the brightness of the image of the source whose 
temperature is sought. 

The comparison source L, Fig. 61, is a 4-volt electric incandes- 
cent lamp placed in the focal plane of the objective 0. The 
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current is adjusted by means of a rheostat in circuit with the 
lamp. In using the instrument; the telescope is directed to the 
source whose temperature is sought; the objective 0 is moved 
back and forth till the image of the source is in the plane of the 
filament of the electric lamp, 
and the current is adjusted till 
the tip of the filament just dis- 
appears against the bright back- 
ground. When this occurs, the 
temperature of the filament equals the apparent black-body 
temperature of the image. Thus, the value of the current when 
the tip of the filament is invisible is a measure of the black-body 
temperature of the source. 

The light that reaches the eye is rendered approximately mono- 
chromatic by a red glass R. When bodies at very high tempera- 
ture are observed, the light is so dazzling that the brightness is 
reduced by one or more absorptive glasses placed in front of the 
objective. Excessive heating of the filament of the comparison 
lamp is thereby also .obviated. 

The diaphragm D at a fixed distance from the image of the 
source renders the angular aperture of the objective constant. 
Thus the brightness of the image of the source is independent 
of the distance of the telescope from the source. 

The original Morse Thermogauge was without diaphragm or 
lenses. The present form of the instrument is provided with 
these important improvements due to Holborn and Kurlbaum. 

49. The Wanner Optical Pyrometer. — In the Wanner 
Pyrometer, light from the source whose temperature is sought, 
and light from a comparison source, are drawn out into two 
spectra. From these two spectra, two narrow stripes of the same 
width and the same wave-length are isolated and the intensities 
of these stripes are compared by means of a polarizing device. 
Light from the hot source traverses the cover glass C and the 
slit Sij Fig. 62, while light from the comparison lamp L, after 
traversing a diffusing glass, is reflected by the mirror M into the 
slit 82 - Each beam is rendered parallel by the objective 0, and 
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each is spread out into a spectrum by the direct vision prism V. 
The Rochon double image prism H separates each beam into 
two beams, polarized in planes at right angles to one another. 
Each of these beams falling on both faces of the wide angled 



prism B is again divided into two. The Wanner Optical Pyrom- 
eter is essentially a double-slit direct-vision spectroscope to which 
has been added the polarizing prism R, analyzing prism Aj and 
wide angled prism B cemented to the ocular Oi. 

If the polarizer R and wide angled prism B were not present 
there would be formed in the plane of the diaphragm Sj a spcc- 
I „ trum due to light that had traversed 
\ sJ the slits Si and S^. In Fig. 63 , these 

I oj 1^’' spectra arc represented by “1^' and 

. ^^2” respectively. With the Rochon 

A j |i;,' polarizing prism R in place, each of 

* these spectra is divided into two, — 

one consisting of plane polarized light 
with the vibrations vertical, and the other with the vibrations 
horizontal. In the diagram, these spectra are represented by 
the symbols 1„, I4, 2 ^, With the wide angled prism B in 
place, all four beams impinge on both faces of the prism. The 
parts of the four beams that strike the upper face of the 
double image prism will be refracted downward. On emer- 
gence these parts are distinguished in the diagram by ''primes.’’ 
The parts of the beam that strike the lower face will be bent 
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upward. On emergence these parts are distinguished in the 
diagram by seconds.” 

The four beams that strike the upper half of the wide angled 
prism emerge side by side and are focalized by the lens Ox in the 
plane of the diaphragm S. In the same manner, the four beams 
that strike the lower half of the wide angled prism, emerge side 
by side and are focalized by the lens Ox in the plane of the dia- 
phragm S, The wide angled prism B is so tilted that these two 
rows of spectra will not be superposed but will form two bands 
side by side and in the same plane. In Fig 63, the two rows of 
spectra (2;/, 2^', 1;/, !«') and (2;/', 2^'', It,", 1^") should not be in 
different planes as there represented, but should be in one plane 
perpendicular to the page. In the eyepiece diaphragm S, there 
is a slit parallel to the slits 8x and which cuts off all the light 
except a narrow stripe out of the red from one of the ordinary 
beams that originated at the hot source, and a similar stripe of 
the same wave-length from one of the extraordinary beams that 
originated at the comparison source. 

The field of view of the instrument is thus divided into two 
halves by a sharp division line. One half of the field is illumined 
by plane polarized light from the hot source, while the other 
half is illumined by light coming from the comparison lamp 
polarized in the plane at right angles to the first. By inter- 
posing a Nicol prism A, Fig. 62, between the diapliragm and the 
eye, the two halves may be brought to equal brightness. 

The comparison lamp L is a 6-volt incandescent lamp ''aged” 
by being operated for several hours at an excessive voltage. By 
means of a rheostat and ammeter, the current in the comparison 
lamp can be adjusted to give constant brightness. 

It should be added that in some Wanner Optical Pyrometers, 
a piece of red glass is used to produce approximately monochro- 
matic light instead of the dispersing prism described above. 

60. The Wide Filament Pyrometer Comparison Lamp. — 
Optical as well as radiation pyrometers can be calibrated by 
means of a "black-body” operated at a series of known tempera- 
tures. Electrically heated tube furnaces, however, are expensive 
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to maintain and they lack portability and case of operation. 
These objections do not apply to a wide filament incandescent 
lamp capable of being operated at high temperatures. By means 
of a calibrated optical pyrometer and ammeter, the black-body 
temperature of the wide filament when traversed by various 
known currents can bo obtained. Such a calibrated pyrometer 
comparison lamp can be used instead of a “black-body” for the 
calibration of optical pyrometers as seen in Fig. 69. 


Exp. 7. Calibration of a Le Chatelier Optical Pyrometer 

Theoet op the Experiment. — Read Arts. 40, 42, 43, 45. 
When an electrically heated tube furnace provided with a cali- 
brated thermocouple is at hand, any pyrometer can be calibrated 
directly throughout the range of the furnace. Often, however, 
such a step-by-step method is inconvenient or impossible. In 
the following paragraphs it will bo shown how a calibration curve 
of the Le Chatelier Optical Pyrometer can be constructed from 
a single temperature observation. The object of this experi- 
ment is to construct the calibration curve of a Lc Chatelier Opti- 
cal Pyrometer by the step-by-step method, and also by moans 
of a single temperature observation and an equation now to be 
derived. 

When the objective lens 0, Fig. 65, is directed toward the 
body whose temperature is sought, and the comparison lamp L 
is maintained at constant brightness, a photometric balance can 
be obtained by varying the brightness of the imago of the hot 
source by means of the iris diaphragm D, The length d, of one 

side of th(! square aperture of the dia- 
phragm is observed on the scales at- 
* tachod to the two jaws. 

Let 0, Fig. 04, represent a luminous 
object of effective area A.„; i, its imago 
of area Ai] and D a diaphragm con- 
taining a square aperture having a side of length d. If the rate 
of radiation per unit area of the source be represented by I\, and 
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the rate with which radiance of wave-length X is incident on 
the image when there is no absorptive glass be represented by 

oiA 


Also, J\oc (p, 

where d is the length of one side of the aperture. 

I\A.q ^2 

y 

Aod^ 

But from a property of lenses, 


Then 
That is, 


Jx = C- 


or Ao = Ai 


Aq V? 

Ai~ 

On substituting this value in (50) 

Cv^Jx 




h = 


Aid^ 


(50) 


(51) 


If absorptive glasses having absorptive factors, J2i, i22, and Rs, 
etc., be interposed between the objective and the image, then the 
rate with which energy of v/avedength X is incident on unit area 
of the image has a value J\ given by the relation (47) 

/x - (R1R2 . . 0 A'. 

And the preceding equation becomes 

(52) 


If in the experiment, the brightness of the image be kept con- 

stant by regulating the diaphragm, then the quantity ^ is con- 

stant. If, in addition, the instrument be kept at a fixed distance 
from the source, is constant. Then, under these experimental 
conditions, the above equation becomes 

T Q/f (R1R2RS . » ») 


no 


OPTICAL PYROMETRY 


Substituting this value in Wien’s Distribution Law (39), we 
have, 

log Jx j^= Cl - ^j== log G" + log Ri + log R2 + log R3 — 2 logd, 
whence, 

C2 

(logi?i + log 222 + logi 23 + • • • )+21ogd’ 

where C4 represents the constant quantity (Ci — log C")- 

Before (53) can be used to measure temperatures, the con- 
stants C2 and Ci must be determined. And if absorptive glasses 
are used, their absorptive factors, i2i, R2J Rz, etc., must also be 
known. 

MANiPtTLATioN. — Fill the comparison lamp with gasoline, 
light the wick and adjust the position of the flame till the field 
of view in the eyepiece due to the comparison flame is uniformly 
bright. Focalize the telescope of the instrument on the red hot 
carbon block in the electrically heated “black-body'^ which 
supports the hot junction of a calibrated thermocouple. Note 



the reading on the scale engraved on the telescope tube when 
the instrument is in focus. The calibration now to be obtained 
will apply only when the telescope is of this particular length. 

By means of an ice bath, not shown in Fig. 65, keep the cold 
junction of the thermoelectric pyrometer at a constant tem- 
perature. 
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At a known temperature, as low as it is possible to make set- 
tings, take a reading of the aperture without the absorptive glass 
and also with the absorptive glass. Increase the temperature by 
25^ intervals for four settings and take a similar pair of readings 
at each temperature. Now increase the temperature by 50^ inter- 
vals as far as desired, and take similar pairs of readings. From 
these observations construct on one pair of coordinate axes, the 
step-by-step calibration curve of the instrument without absorp- 
tive glass, and also the one with the absorptive glass. Lay off 
temperatures along the axis of abscissas, and diaphragm aper- 
tures along the axis of ordinates. 

The calibration curve is now to be constructed by means of 
the law of the instrument expressed in (53). The constants Co 
and C 4 can be obtained if we know the wave-length of the light 
transmitted by the monochromatic filter glass Fig. 55, to- 
gether with the length of one side of the iris diaphragm D when 
the standard flame balances photometrically the light from a 
body of known temperature. If the wave-length of the light 
transmitted by the filter glass is not known, the constants C 2 and 
C 4 can -be determined from readings obtained from a body at 
two known temperatures. The former method is susceptible of 
greater precision and will be first considered. 

To obtain ( 72 , the wave-length of the light transmitted by the 
filter glass is most easily obtained by means of a direct vision 
spectroscope with scale of wave-lengths. Then, (40), 



Knowing ( 72 , together with the value of d, corresponding to one 
known temperature, the value of (74 can be determined. For 
this purpose, note the coordinates d and Kx of any convenient 
point of the previously obtained calibration curve. If no ab- 
sorptive glass be used, - R 2 = Rs =: 0. In this case, the 
values of C 2 , Kx and d, now at hand, substituted in ( 53 ) will give 
us the value of C 4 . The value of Ca thus obtained will hold so 
long as the conditions involved in (53) are fulfilled. 
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If an absorptive glass be used, the absorptive factor, Ri can 
be found as follows: Direct the instrument toward a frosted 
globe incandescent lamp or other uniformly bright constant light 
source; bring the two halves of the field of view to equal bright- 
ness and note the length di of one side of the aperture in the 
diaphragm. Then insert the absorptive glass; obtain a photo- 
metric balance, and note the new length d 2 of the aperture. 

When no absorptive glass was used, we have, (51), j 


h 


Cv^Jx . 


(54) 


and when one absorptive glass was used having an absorptive 
factor jBi, we have, (52), 


CvMx'Ri 

Aid2^ 


(55) 


During these two measurements the intensity of the source 
Jx is constant. And since the brightness of the image, in both 
cases, is that of the comparison flame, J\ = Whence, 
equating the right-hand members of (54) and (55), we obtain 



If several absorptive glasses are used, the absorptive factor of 
each may be separately determined as above. 

Now that all the constants of (53) have been determined, 
values of Kx corresponding to a series of values of d can be com- 
puted. From such a table of values *of Kx and d, construct a 
curve coordinating black-body temperatures and pyrometer 
readings. 

On the sheet with the step-by-step calibration curve, lay off 
temperatures along axis of abscussas, and diaphragm apertures 
along axis of ordinates. This curve should coincide with the one 
previously obtained. 

Sometimes no instrument is at hand for the determination of 
the wave-length of the light used. If two known temperatures are 
available, the constants C 2 and C 4 can be determined with a fair 
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degree of accuracy even though X is unknown. Thus, suppose 
that at temperatures K\ and when no absorptive device is 
used, the scale readings are di and d 2 j respectively. 


Then from (53) 


— ^ — . 

Ci 2 log di 


K." = 


(74 + 2 log di 


Whence, solving for (74 by eliminating Ci, 

^ 2iIW'\09rck-Kx'\Of’dd 


On substituting the numerical values of Ci and Ci, together 
with the values of the absorptive factors of any glasses thai. may 
be used, a series of definite values of d can be computcid th.at 
correspond to any assigned values of K^. From a series of (loi- 
responding values of d and thus obtained, a calibration curve 
can be drawn. 

In either of the manners above described a calibration curve 
is to be constructed, when the instrument is provided with an 
absorptive glass, and another when it is not. 

It should be noted that the Le Chatclier Optical Pyrometer is 
focalized by moving the objective instead of by moving the eye- 
piece. But as there is no diaphragm between the objective and 
the image, the angular aperture of the objective is not quitch 
constant when the distance from the instrument to the oljject is 
changed. The error thereby introduced into temperature d(iter- 
minations is, however, always small. For example, if tlu; dis- 
tance from the telescope to the object be changed by 25 per (icnt, 
then even without refooalizing, the error would bo only about 5 
per cent. 

The commercial form of Le Ghatclier’s instrument cannot bo 
focalized on an object nearer than about three feet. When tlui 
instrument is used at a minimum distance, the object must bo 
not less than 6 mm. on a side. 
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Exp. 8. Calibration of a Wanner Optical Pyrometer 

Theory of the Experiment. — Read Arts. 40, 42, 43, and 49. 
A calibration curve can be constructed from a series of obser- 
vations of scale readings corresponding to a large number of 
known temperatures. Oftentimes, however, it is impossible to 
produce such a series of known temperatures throughout the 
range for which it is desired to use the instrument. In the fol- 
lowing paragraphs it will be proved that a calibration curve can 
be constructed from the discussion of data obtained from the 
observation of a black-body at but one known temperature. 
The object of this experiment is to construct a curve coordinating 
black-body temperatures of a luminous object with the scale 
readings of a Wanner Optical Pyrometer, first, by the step-by- 
step method, and second by means of Wien's Distribution Law 
and a reading made on a black-body at known temperature. 

It will first be shown that when the two halves of the field of 
view are of equal brightness, the angle between the plane of 
polarization of the analyzer A, Fig. 62, and the plane of polari- 
zation of the light in the half of the field of view due to the source, 

of the brightness of the two sources. 
It will then be shown that by intro- 
ducing this result into the general 
optical pyrometer equation, the ratio 
of the black-body temperatures of any 
bodies can be determined. 

In Fig. 66, let OM be the plane of 
polarization of light in the half of the 
field of view coming from the hot 
source and let ON be the plane of polarization of the light in 
the other half coming from the comparison source. Let OH 
and OC represent the amplitudes of vibration of the light con- 
stituting these two halves of the field of view. Let OQ be the 
plane of transmission of the Nicol prism when the two halves of 
the field of view are of equal brightness. This equality requires 
that the angle 6 must be such that the projection of OC on OQ 


is a measure of the ratio 
u 




CALIBRATION OF A WANNER OPTICAL PYROMETER 115 


equals the projection of OH on OQ, That is, OQ is perpendicular 
to HC. It follows that 

OG = OH cos B = OC sin B, 


That is, the amplitudes of vibration of the light in the field of 
view of the instrument coming from the two sources are in fche 
ratio Qjj 


OG 


= tan B, 


Representing the brightness of the field of view due to the hot 
source by and the brightness of the field of view due to the 
comparison source by /x", and remembering that brightness 
varies directly with the square of the amplitude of vibration, 
we have AT_ (0^)^ 

Jx"L {0C)\ 


== tan^ B, 


( 00 ) 


Since at 45° the value of the tangent of an angle changes least 
with a given change of angle, the indications of a Wanner pyrom- 
eter are most sensitive when the angle between the polarizer and 
analyzer is 45°. Or expressed in another way — at around 45° 
small changes of intensity will necessitate large movements of the 
index hand, while in the neighborhood of 0° or 90° smaller move- 
ments of the index hand would be required. When the tempera- 
ture of the hot source is much higher than that of the comparison 
source, the angle B will be much greater than 45° and the readings 
will be lacldng in sensitiveness. To obviate this, an absorptive 
glass may be placed in the path of the light from the hot source. 

Since the Wanner Optical Pyrometer compares the luminous 
intensity of radiance of the same wave-length from two sources, 
the ratio of the black-body temperatures of the two sources can 
be obtained by means of Wien^s Distribution Law. Let mono- 
chromatic light from the hot source be photometidcally balanced 
against light of the same wave-length. Substituting in the gen- 
eral equation of optical pyrometry (49) the value of J\ given in 
(60) we obtain for the Wanner Optical Pyrometer, 

_ ft 

ft (logfii -f- logi ?2 + ••*)“"• log«/x" — logtan^^ 
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When the brightness of the comparison lamp is constant, the 
quantity [Cz - log Jx") is constant and may be represented by 
the symbol Cs. Whence, 


(logRi + log/i 2 + 


) — log tan^ S 


If the absorptive glasses are not used, the quantity within the 
parenthesis becomes zero. Assuming this arrangement, the com- 
parison lamp at constant brightness, and the constants X, and 
Cb known, a series of values of 6 can be substituted in this equa- 
tion, and the corresponding values of K\ computed. These values 
can be conveniently coordinated by a curve. If now the py- 
rometer be directed toward an incandescent body of known 
black-body temperature /fx, the analyzer set at the angle 0 which 
the previously constructed curve shows corresponds to this value 
of K},, and the current in the comparison lamp adjusted till the 
two halves of the field of view arc equally bright, the pyrometer 
will be in adjustment with the previously constructed curve. 

If, thereafter, the comparison lamp be maintained at its pres- 
ent brightness, the black-body temperature of any incandescent 
body can be obtained. The operation consists in directing the 
instrument toward the hot source, rotating the analyzer till a 
photometric balance is obtained, observing the angle 6, and 
looldng up on the calibration curve or table the temperature that 
corresponds to the particular angle. 

If the range of the instrument is to be increased by the use of 
absorptive glasses placed between the hot body and the pyrom- 
eter then in (61) the term within the parenthesis does not become 
zero. Consequently, in calculating the temperatures for various 
values of 6 we shall have to know the numerical values of i2i, 
222, etc. Prom (46) we see that with a single absorptive glass of 
absorptive factor 22i, 

(62) 


where represents the brightness of the field of view due to the 
hot source when no absorptive glass is interposed, and J\ rep- 
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resents the brightness when an absorptive glass of absorptive 
factor Rx is interposed. 

If the brightness of the field of view due to the comparison 
lamp be denoted by J\", then from (60) 

J\ = Jx" tatf 9, 
and Jx' = Jx” tatf 9'. 

Whence (62), (83, 

This equation shows that to determine the absorptive factor 
Ri of a piece of glass it is only necessary to direct the Wanner 
Optical Pyrometer toward any uniformly luminous source, rotate 
the Nicol until a photometric balance is obtained, read the angle d; 
then after interposing the absorptive glass between the pyrom- 
eter and the luminous source, balance the fields again and read 
These values substituted in (63) give the numerical value of 
the absorptive factor. 

Manipulation. — To find the temperature Kxy by means of 
(61) it is necessary to experimentally determine the wave-length 
of light transmitted by the instrument, together with the absorp- 
tive factor of each absorptive glass used in front of the objective. 

As the slit in the ocular of the pyrometer is fairly wide, the 
field of view is not strictly monochromatic, but is a more or less 
narrow band in the red portion of the spectrum formed by the 
prism. The wave-lengths of the light at the edges of the band 
must be found and their mean taken as the value of X. The 
most convenient method of measuring the wave-lengths is by the 
use of the spectrometer provided with a scale of wave-lengths. 
Have the pyrometer directed toward the sun, an arc lamp or 
other intense light source, and place in front of the eyepiece a 
direct-reading spectrometer. On looking into the eyepiece of 
the spectrometer a bright band will be seen. On the scale of the 
spectrometer the wave-lengths of the edges can be read. 

To determine the absorptive factor of an absorptive glass, 
direct the pyrometer toward a frosted globe incandescent lamp 
or other convenient nearly uniformly lighted surface, and set the 
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current in the comparison lamp at any convenient value which 
must be maintained constant while taking the following obser- 
vations. Balance the photometric fields and read the angle. 
Place the plate of absorptive glass in front of the objective, again 
obtain a balance and read the angle. From the values of these 
two angles calculate Ri from (63). . 

With the already measured value of X calculate C 2 from (40). 

Since the indications of a Wanner pyrometer are most sensitive 
when the angle between the polarizer and analyzer is 45°, and 
since by properly adjusting the intensity of the comparison lamp 
the two fields can be balanced at 46° for a wide range of tempera- 
tures of the hot source, it will be convenient to adjust the com- 
parison lamp till the reading is 45° for the particular temperature 
at which most precise readings are desired. Assuming some 
temperature K\, at which d is to be 45° without absorptive glasses, 
and knowing the value of X and of (72, the value of C 5 can be 
computed from (61). 

Substitute the values of C 2 nnd (75, now determined, in (61), 
and compute the temperatures corresponding to various angles 
extending from 10° to 80° at intervals of 6° when no absorptive 
glasses are used. 

Also compute the temperatures for the same angles when one 
absorptive glass of known absorptive factor is used. 


The following concrete example will illustrate the method. Let it be 
required to construct a calibration curve for a Wanner Optical Pyrometer 
arranged to be most sensitive for a temperature of 900° C. It was found by 
measurement that the band transmitted by this particular instrument extends 
from X — 0.674 m to X == 0.638 fx. The means of those values gives X — 
0.656 M. 

From (40) 


^ r 62971 _ 6297 
X J”" 0.656 


- 0599. 


Since we wish to make the most sensitive part of the scale at 900° C., then 
at 45° the value of K\ is to be 900 -}- 273 = 1173. From (61) we have, when 
no absorptive glasses are used; 


1173 - 


9599 

Cb - 0 - 0 ’ 


Whence 


ft - 8.183. 
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Ejiowing the values of ft and ft we can calculate the values of K\ corre- 
sponding to various angles. 

The data obtained for determining Rt were as follows: 
e = 63°, 
e' = 58°.5. 


Therefore (63), 


„ tan.^ 63° 

' tan2 58°.5 ’ 

log Ri == log tan^ 63° — log tan^ 58°.6 
== 0.58566 - 0.42536 
= 0.16. 


We are now prepared to find the temperature that corresponds to any 
regular setting 6 when no absorptive glass is used and also when one is used 
having the absorptive factor just determined. 

From (61), without the absorptive glass, a setting of the analyzer at the 
angle 6 ~ 20° corresponds to a black-body temperature 

K\ == 8 18 _ Q 16^- (1. o " 88 ) absolute = 804° centigrade. 


In this manner make the necessary computations and construct 
a table for values of 6 extending from 10"^ to 80° with 5° intcuwals 
as indicated below. 


0 

Log tan2 0 

Log i2i = 0 

Log Ri 

« 0.10 

Kx abs. 

7v\ cent. 

/Cj^'ahH, 

A'x'oont. 

10° 






15° 






20° 

-0.88 

1059° 

786° 

1077° 

80-r 

25° 







With temperatures as abscissas and angles as ordinates, plot 
two curves on the same sheet coordinating 0 with A\ c(urtigrad(5 
and 0 with Kx centigrade. These curves arc the calil oration 
curves of the instrument with and without the particular absorp- 
tive glass plate used above. 

To make the above calibration curves of use in measuring 
temperatures it is necessary that the current through tlu'. com- 
parison lamp be set at a definite value which must bo kept con- 
stant when the pyrometer is used thereafter. 
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To find thft value of this current, heat the “black-body” up 
to a t(’!i«perature well within the range of the instrument. Sight 
i)yr()niioter on the septum that supports the hot end of the 
th('nuot'lcH!trio couple and note the temperature by means of an 
indicator connected to the standard thermocouple in the furnace. 
From the cali))ration curve just obtained find the angle corre- 
sponding to the thermodynamic temperature of the furnace. Set 
tlui analyzer of the pyrometer at this angle, and regulate the 
current in thc^ comparison lamp till the two halves of the field 
of vicnv in thci pyrometer eyepiece are equally bright. Note 
the value of the current now in the comparison lamp. When 
till' pyrumct,cr is used thereafter to determine temperatures, the 
current must be maintained at this value. 



Tt) verify the calibratioir curves plotted above, heat the 
“black-body” to several different temperatm-es and take the 
rending.s of the standard thermoelement simultaneously with the 
w'.ttiugH of the analyzer. Make each setting with and without 
the ab.sorptiv(i glass. On the sheet containing the calibration 
curves, plot the series of points obtained from the settings of 
the nnalyztu- and the temperature observed with the thermo- 
element, when no absorptive glass was used, and another similar 
scries curve when an absorptive glass was used. 

Instead of reading angles and then finding the temperatures 
from a previously constructed calibration curve, it is common 
practice to divide the circular scale of the instrument so as to 
indicate black-body temperature directly. If the instrument 
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being calibrated is provided with both a scale in degrees and a 
scale in temperatures a Table of Corrections should be constructed. 

Since the Wanner Pyrometer makes use of a polarizing device 
for the equalization of the brightness of two light beams, polarized 
light should not enter the i^istrument. Most incandescent sur- 
faces emit partially polarized light, but the degree of polarization 
of the light emitted normal to surface is the minimum. Hence, 
the Wanner Pyrometer should be directed normally to the hot 
surface whose temperature is sought. 

Since the images observed are of the slits of the instrument 
and not of the source sighted upon, no focusing is required for 
various distances from the object. Care must be exercised that 
the pyrometer is sufficiently near the object that the field of view 
due to the object shall be uniformly bright. To prevent the 
instrument being overheated, the model sold under the trade 
name “Scimatco” is enclosed in a double-walled metal case as 
illustrated in Figs. 62 and 67. 

If after calibration, the comparison lamp should change in 
brightness, the calibration curve would no longer apply. But 
the constancy of the electric comparison lamp can be readily 
checked at any time by comparison with a flame of constant 
intensity. For example, at the time of calibration let the optical 
pyrometer be directed toward the flame of a standard amyl 
acetate pyrometer lamp, and the 
analyzing Nicol prism be turned 
till the two halves of the field of 
view in the eyepiece are equally 
bright. The present setting of 
the analyzer is called the Normal 
Point of the particular instru- 
ment. With the Nicol at the 
normal point, if at any subse- 
quent time the instrument be directed toward the standard flame, 
the two halves of the field of view should be equally bright. 
If this is not the case, the current in the comparison lamp should 
be adjusted till equality of brightness is attained. After this 
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adjustment, the previously obtained calibration curve will apply 
to readings of the instrument. 

In maldng the check, the pyrometer and the standard amyl 
acetate lamp are placed in the carr 5 dng case, at definite positions 
marked by the maker. The height of the flame is adjusted till 
the tip can just be seen when the line of sight AB is as indicated 
in Fig. 68. 

E3q). 9. Calibration of a Holbom-Kurlbaum Optical Pyrometer 

Theory op the Experiment. — Read Arts. 40, 42, 43, and 48. 
The object of this experiment is to construct a calibration curve 
of a Holborn-Kurlbaum Optical Pyrometer, fii-st, by the step- 
by-step method, then by means of the general optical pyrometer 
equation and three known temperatures. 

The theory of the latter method will now be considered. It 
depends upon the fact that the relation between the current 
through a carbon filament and its black-body temperature varies 
with each filament, but in all cases is represented for a consider- 
able range by a formula of the type, 

i = a + UA- cf, (64) 

where i represents the current (usually expressed in noilliamperes), 
t represents the black-body temperature in centigrade degrees, 
and a, b, c are constants depending upon the filament. To 
determine these three constants the temperature must be known 
for 'three known values of the current. By means of this relation 
a calibration curve can be extended beyond the temperature 
range through which measurements have been made. We will 
now obtain the equation connecting the temperature K\, of a 
body that produces an image of certain brightness when no 
absorptive device is used, and the temperature K\ that the body 
would need to have in order that the image may be of the same 
Irriglitness when an absorptive device is used. 

Let ly. be the rate of emission of energy of wave-length X by 
the source whose absolute black-body temperature is Ky. 
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Then by (39) 

logJx = C'i-^- (65) 

ilx 

If Jx be the rate at which energy emerges from the objective, 
then h = (66) 

Now let an absorptive glass of absorptive factor R be placed in 
front of the objective and let the temperature of the source be 
raised until the rate at which energy emerges from the objective 
is the same as before. Then if is the pi-csont temperature 
of the source, and I\ is the rate of emission of energy of wave- 
length X from the source at this temperature, 

logh'=Cx--^,, (G7) 

Ax 

and I\ = zRJx\ (G8) 

Subtracting from each member of (67) the corresponding member 
of (65) 



Substituting from (66) and (68) into (69) 



This equation gives the relation between the black-body tem- 
perature Kx of a source that produces an image of a C(ai;ain bright- 
ness, and the black-body temperature Kx^ that the source would 
need to have in order that light from it after traversing an al)- 
sorptive medium shall form an equally bright imago. Equation 
(64) gives the relation between the current in the comparison 
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lamp and the black-body temperature of the filament. When 
the comparison lamp filament is of the same brightness as the 
image of the source, the temperature of the comparison lamp 
equals the apparent temperature of the image. Whence, if the 
filament has a constant radiating power, the same equation with 
different values for the constants will express the relation between 
the current in the comparison lamp and the black-body tempera- 
ture of the sources sighted upon. 

Manipulation. — Direct the Holborn-Kurlbaum Optical Py- 
rometer to the wide filament of a calibrated pyrometer lamp, 
Art. 50. Adjust the pyrometer till the top of the filament in 
the eyepiece is superposed on the image of the wide filament of 
the pyrometer lamp, and till there is no motion of one relative 
to the other when the eye is moved from one side to the other in 
front of the eyepiece. 

With no absorptive glass between the wide filament pyrometer 
lamp and the objective of the optical pyrometer, first adjust the 



Fig. 69. 


current in the wide filament pyrometer lamp till the filament is 
dull red. Then adjust the current in the comparison lamp in the 
eyepiece of the pyrometer till the tip of the filament disappears 
against the back-ground formed by the image of the wide fila- 
ment of the pyrometer lamp. Note the current in the wide 
filament pyrometer lamp and the current in the comparison 
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lamp. Also, from the calibration curve of the wide filament 
pyrometer lamp, note the present black-body temperature of the 
filament. In the same manner, take simultaneous readings of 
the current in the comparison lamp and in the wide filament 
pyrometer lamp at intervals of about 100° C. throughout the 
range of the wide filament pyrometer lamp. 

With these data plot as abscissas values of K\ according to the 
centigrade scale, and as ordinates values of i expressed in milli- 
amperes. This is the empirical calibration curve of the instru- 
ment, when no absorptive glass is used. The equation of this 
curve is of the form (64). From the coordinates of three points 
of the curve compute the constants a, 6, and c. The definite 
equation obtained by substituting these values in (64) is the 
equation of the calibration curve when no absorptive glass is 
used. Only three known temperatures are required to construct 
this curve. Check this equation by computing values of i cor- 
I’esponding to a series of assigned values of according to the 
centigrade scale, at 100° intervals from 600° C., to 1500° C. On 
the same sheet with the empirical calibration curve plot this 
computed calibration curve and compare the two curves. 

The calibration curve of the instrument when an absorptive 
glass is used is now to be computed. Find the wave-length X 
of the light transmitted by the instrument by means of a spec- 
trometer provided with a scale of wave-lengths. Knowing X, 
the constant C 2 as given by (40) is 

^ 6297 

c, = — ■ 

The absorptive factor can be determined by means of a Wanner 
Pyrometer as described in exp. 8, or by means of any spectro- 
photometer. Knowing C 2 and i2, the value of Cq is determined 
by its value 

ri loK® 
to = 

O2 

With this value of Co find by means of (71) several values 
of the temperature Kx of the pyrometer lamp corresponding to 
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values of K\. Now express these values of on the centigrade 
scale and plot them against the current corresponding to the 
above values of JCx- This is the calibration curve of the instru- 
ment when the absorptive glass is used. 

In determining temperatures by means of a Holborn-Kurl- 
baum Optical Pyrometer the following precautions should be 
heeded : 

(a) The sources whose temperatures are sought should be 
backgrounds for the filament of the comparison lamp. 

(&) A single comparison lamp should be used throughout a 
determination. 

(c) The angles at the comparison lamp subtended by the 
aperture of the objective lens and by the aperture of the eye 
lens should be constant. 

(d) The apparatus should be so adjusted that there is axial 
symmetry. 

(e) The resolving power of the eyepiece should not be so great 
as not to permit the disappearance of the tip of the filament 
against the bright background image. 

(/) The image of the background should be large in comparison 
with the comparison lamp filament. 

Exp. 10. Determination of the Melting Point of a Very Small 
Specimen of a Substance 

Theoky of the Experiment. — Read Arts. (40-43), 48. The 
object of this experiment is to determine the melting point of a 
specimen no larger than the head of a pin. The specimen is 
placed on a strip of sheet platinum which can be heated to in- 
candescence by an electric current. When the platinum strip 
attains the temperature at which the substance melts, the edges 
of the specimen will become rounded. This may be observed by 
a microscope. The temperature of the strip at that moment 
can be conveniently obtained by means of a Holborn-Kurlbaum 
pyrometer. 

Instead of using a microscope and separate pyrometer, one can 
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employ a single microscope-pyrometer which consists of a low 
power compound microscope provided with a small incandescent 
lamp in the focal plane of the ocular. 

The result of the observation is the melting point Kx according 
to the absolute black-body temperature scale. From this value, 
the thermodynamic temperature T can be computed from the 
equation (44), 

1 , X log a 

0237 

Where a is the absorptive power of platinum given in the table 
at the end of Art. 41, 

The manipulation of this experiment is so obvious that it need 
not be here elaborated. 

Exp. 11. The Determinatiom of the Relation between the 

Luminous Intensity and the Temperature of an Incandes- 
cent Lamp Filament 

Theory oe the Experiment. — Read Arts. 40, 42, 48, and 
50. The luminous intensity of any body omitting light due to 
thermal causes increases rapidly with increase of temperature. 
For all black-bodies the luminous intensity per unit area at a 
given temperature is the same. But at a given temperature, the 
luminous intensities of various nonblack-bodics may diffeu' within 
wide limits. It is therefore important to know the luminous 
intensities of various light sources at different tcnqxu’aturcs. 
The object of this experiment is to construct a curve showing 
the relation between the luminous intensity and the black-body 
temperature of an incandescent lamp filament. 

Manipulation. — This experiment reciuires (a), the determi- 
nation of the temperatures of th(i lamp filament when opeu-ated 
with various currents, and (6), the determination of the candle 
powers of the lamp filament when operated with various curnuits. 

For the temperature determination the Holborn-Kvuibaum 
method is best suited. The pyrometer employed consists of a 
two lens astronomical telescope, OE, Figs. 70 and 71, with a 
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small 8-volt comparison lamp, C, in the focal plane common to 
the two lenses. Approximately monochromatic light is produced 
by means of a red filter glass between the comparison lamp and 
the eye of the observer. 



In Fig. 71, the standardized pyrometer lamp P and ammeter A 
are shown in series with a circuit consisting of a battery vari- 
able rheostat B, and switch S, In the common focal plane of 
the objective 0 and the eyelens E, is the comparison lamp C. 



Fig. 71. 


This is connected in series with a battery 5', ammeter A', vari- 
able rheostat R', and switch S\ 

Adjust the position of the eyelens relative to the comparison 
lamp till a sharp image of the tip of the filament is seen in the 
center of the field of view. The eyelens and comparison lamp 



LUMINOUS INTENSITY AND TEMPERATURE 129 


should be now clamped in order that throughout the remainder 
of the experiment their position may be unaltered. 

Adjust the position of the pyrometer lamp and objective till 
an image of the pyrometer lamp ribbon wider than the comparison 
lamp filament is formed in the plane of the comparison lamp 
filament. When the image of the pyrometer lamp ribbon is in 
the plane of the comparison lamp filament, there will appear to 
be no motion of one relative to the other on moving the eye to 
the right and left in front of the eyelens. 

Adjust the current in the pyrometer lamp to about 3 amperes. 
Adjust the current in the comparison lamp till the tip of the 
fiilament is of the same brightness as the pyrometer lamp ribbon. 
Note the current in the comparison lamp and the current in the 
pyrometer lamp ribbon. Make a scries of such readings at 
intervals of one ampere up to 10 amperes. From these data, 
construct the empirical calibration curve coordinating the tem- 
perature of the pyrometer ribbon and the current in the compar- 
ison lamp. 

From three points on this empirical curve, not less than 300° 
apart, compute the three constants in (64). By means of the 
definite equation thereby obtained, compute the current in the 
comparison lamp corresponding to not less than five different 
temperatures of the source up to 1700° C. Plot these computed 
values on the sheet with the empirical curve. A curve drawn 
through these points should closely approximate the empirical 
curve. The pyrometer is now calibrated by two methods. 

Within the range of this calibration, the temperatures of the 
incandescent lamp to be studied can now be determined. Sub- 
stitute the lamp to be tested for the pyrometer lamp. For most 
commercial lamps the electromotive force required will be so 
much greater than the value required for the pyrometer lamp 
that the lamp to be tested must be joined in series with a storage 
battery of higher electromotive force. Observe a series of values 
of temperatures and currents of the lamp under investigation at 
intervals of 0.05 ampere from 0.3 ampere to normal current. 
Plot these values in a curve. 
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To determine the candle power of the lamp under test when 
operated at various currents, this lamp is placed at one end of a 
photometer bar, at the other end of the bar is placed an incan- 
descent lamp for which the candle power is known for various 
current values. Each lamp is in series with a storage battery,, 
variable rheostat and ammeter, Fig, 72, 

Adjust the current in the test lamp to the value corresponding 
to a temperature of 700° C. Adjust the current in the standard 



lamp till the colors of the two sources, as seen on the pho- 
tometer screen are apparently the same. Move the photometer 
screen back and forth till the two halves of the field of view are 
equally bright. Note the reading on the scale of the photometer 
bar, and the current in each lamp. 

In the same manner take a series of readings, at 0.05-ampere 
intervals, up to the normal current. 

The candle power of the standard is obtainable from the pre- 
viously obtained “current-candle power” calibration curve. The 
candle power of the test lamp is computed by means of the ordi- 
nary law of photometry, , „ 



where Ji and I 2 represent the luminous intensities of the two 
lamps and n and r 2 the distances from the photometer screen 
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to the two lamps, respectively, when the two halves of the screen 
are equally bright. 

Tabulate the data obtained from this part of the experiment 
as follows: 


H 

h 

n 


h 

h 

t 


\ 



1 











In this table it represents the current operating the test lamp ; 
n, the distance of the photometer screen from the test lamp when 
both halves of the screen are equally bright; the candle power 
of the test lamp; t, the centigrade temperature of the test lamp. 
Similar quantities referring to the standard lamp are designated 
by the subscript s. The quantities in the last column are obtain- 
able from the “temperature-current” curve previously constructed. 
With the data in the last two columns construct the curve 
coordinating the candle power and the temperature of the lamp 
under investigation. 

Exp. 12. Calibration of a Eery Absorption Pyrometer 

Theory oe the Experiment. — Read Arts. (39-42), 46. For 
a description of the instrument see Art. 46. Denote the ab- 
sorption per unit thickness of the glass composing the wedges by 
the symbol a, the thickness of the part of the wedges traversed 
by light from the source by the symbol Xj the rate with which 
energy of wave-length X is incident on the objective by the sym- 
bol Jx, and the rate with which energy of wave-length X emerges 
from the absorbing wedges by Jx'- Then we may write: 

Jx = a®/x'. 

Representing by 7x the rate with which radiance of wave-length 
X leaves unit area of the source, we may write when the objective 
subtends at the image a constant angle, 

h = 

where 2 ; is a constant of proportionality. 
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Whence 




where b represents the constant quantity within the parenthesis- 
If Wien’s Distribution Law (39) is applicable, 

log7x|^== Cl - = log6 + a;loga, 


or, 


/ Cl - log b \ _ ^ ^ I C 2 
\ log a / Llog aj Jfx' 


which may be put into the form 



where c represents the constant quantity within the parenthesis 
and d the quantity within the bracket. Clearing of fractions 
and changing signs, the relation between x and Kx when there 
is no absorptive glass in front of the wedges is seen to be: 

. . -d, (73) 

The two constants in this equation can be determined if the 
wedge thickness Xy corresponding to two absolute temperatures 
are known. From the definite equation thereby obtained, we 
can compute values of Kx corresponding to a series of values 
of Xy and from these values of Kx and x construct the calibration 
curve of the instrument when no absorptive glass is in front of 
the wedges. 

With the absorptive glass No. 1 in front of the wedges, the 
corresponding formula is 

Kx {x — c + ri) = -d, ' (74) 

and with absorptive glasses Nos, 1 and 2 in front of the wedges, 
the corresponding formula is 

Kx (a: — c + ri + ^ 2 ) = --d, (76) 

For the solution of (74) values of x corresponding to three 
known temperatures must be obtained. And for the solution of 
(75) values of x corresponding to four known temperatures must 
be obtained. 
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The object of this experiment is to construct the calibration 
curve of a F6ry Absorption Pyrometer with no absorptive glass 
in front of the wedges. This curve is to be obtained by the 
step-by-step method and also by computation from two experi- 
mentally determined points. 

Manipulation. — The lamp is to be filled with pure amyl 
acetate and the flame allowed to burn for a few minutes before 
beginning observations. The wick is to be adjusted so that the 
tip of the flame is maintained at the top of the slit in the chimney. 
Adjust the eyepiece of the telescope till the illuminated oval 
patch of light due to the lamp is distinct. By means of the 
rack and pinion focalize the telescope on the septum within a 

black-body.” See that the red glass filter is in place in the 
eyepiece. If the various glass surfaces are not free of dirt and 
moisture they are to be carefully cleaned. 

Beginning when the “black-body” is at about 900° C. take a 
series of readings at 25° intervals, of the wedge thickness required 
to bring the two parts of the field of view to equal brightness. 
From these readings construct the empirical step-by-step cali- 
bration curve of the instrument. 

From the coordinates of two points of this curve, as far apart 
as convenient, compute the constants in (73). 

Substitute in the definite equation thereby obtained, a; = 0, 
ir = 10, X — 20, etc., x = 90, and compute the corresponding 
values of K\. 

On the same sheet with the step-by-step calibration curve, 
construct the calibration curve obtained from these values. 

Exp. 13. Calibration of a Color Identity Optical Pyrometer 

Theory of the Experiment. — Read Art. 44. The Color 
Identity Method of measuring temperatures depends, upon the 
fact that black or gray bodies are at the same thermodynamic 
temperature when the light radiated from them is of the same 
color. The method requires, (a) a comparison source of known 
temperature that can be varied within wide limits, (6) some 
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means by which a spot of light from the source whose temperature 
is sought and one from the comparison source can be brought 
to equal brightness, (c) a device that will give sharp indications 
of small color differences. 

The most satisfactory comparison source is a wide carbon 
filament incandescent lamp. The relation between the current 
i and the thermodynamic temperature t, expressed according 
to the centigrade scale, is given by (64) 

i = a “b 6^ "H ci^j (64^) 

where a, &, and c are three constants for a particular filament, 
but different for different filaments. 

In the instrument designed in Purdue University, Fig. 73, light 
from the source whose temperature is sought is reduced to the 

brightness of light from the 
comparison source L, by means 
of two Nicol prisms P and A, 
The color of light from the two 
sources is compared by means 
of a Lummer-Brodhun photom- 
eter screen B. This consists of 
two right-angled prisms x and 
yj Fig. 73. The hypothenuse 
face of each prism is ground to opacity except for a central 
polished round spot. The transparent spot on x is smaller than 
that on y. Light from the left incident upon the small polished 
spot will be transmitted, whereas that incident on the ground 
poi"tion of the hypothenuse face will be reflected to one side. 
Light from below incident on the central part of the hypothenuse 
face of y will go through both prisms, whereas that incident be- 
tween the edge of the small spot and the edge of the large spot 
will be reflected to the right. On looking through the eyepiece 
focalized orf the center of the hypothenuse faces, one secs a cen- 
tral round patch of light from the source whoso temperature is 
sought, surrounded by a ring of light from the comparison source. 
When the two patches are equally bright, small differences of 
color are readily distinguished. 
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Manipulation. — Direct the instrument into a “black-body^' 
provided with a standardized thermoelectric pyrometer. In order 
to exclude extraneous light a tube blackened on the inside should 
connect the pyrometer and the end of the “black-body." Rotate 
one of the Nicol prisms and adjust the current in the comparison 
lamp till the two parts of the field of view are equally bright and 
of the same color. Note the current in the comparison lamp and 
the temperature of the “black-body." In the same manner take 
readings of the current for a series of temperatures at 100° inter- 
vals throughout the range of the “black-body." With tempera- 
tures as abscissas and currents as ordinateS; plot the step-by-step 
calibration curve of the instrument. 

From the coordinates of three points of this curve as far apart 
as convenient, compute the constants in (64'), and write the 
definite equation of the calibration curve. By substituting in 
this equation various convenient values for t, compute a series 
of values of i. On the same sheet with the empirical curve, plot 
this computed curve. 

After the color identity optical pyrometer has been calibrated, 
it can be used to measure thermodynamic temperatures of gray 
as well as of black-bodies. The equality of brightness optical 
pyrometer as well as all radiation pyrometers indicate thermo- 
dynamic temperatures of black-bodies only. 

Exp. 14. The Measurement of Actual Temperatures of a Gray 

Body 

Theory of the Experiment. — Read Arts. 40, 49 and Theory 
of Exp. 8. A gray body has been defined as one which raditites 
with constant emissive power for all wave-lengths. Then if the 
energy of wave-length X, radiated by a l.)lack-body at absolute 
thermodynamic temperature T, is given by Wien's Law (37), 

h = 

the energy of wave-length X radiated by a gray body at the samo 
temperature is _e^ 

7x' = aJx = ociX-^e = Ci\-h 
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where a is the emissive power which is constant for all values of 
X and K is the black-body temperature of the gray body. 

Putting these equations in the logarithmic form we get (Art. 40), 

t’ 


logIx = Cl 


C2 ^ C, 


log h' = log a -f Cl - = Cl 


K 


(76) 

(77) 


Let the gray body be kept at a constant temperature and be 
used as the comparison source in a Wanner Optical Pyrometer. 
Also let the radiation from a black-body at various temperatures 
and of various wave-lengths be compared with that of the gray 
body kept at constant temperature. 

Then for any wave-length X (60), 

h 


h' 


= tan*0 


(78) 


where 6 is the angle read from the instrument. This in loga- 
rithmic form is 

log 7x = log + log tan^ d = C" + log tan® d. 

If this value of log h be substituted in (76), we have 

T 

1 

T 


or. 


log tan® 0 = Cl — C'‘ 
log tan® 0 — C3 — Ci 


This equation shows that the relation between the reciprocal 
of the absolute thermodynamic temperature of the black-body 
and the reading of the instrument is linear, and when plotted 
will give a straight line. Also since (78), 

h 

h' 


-1= tan®0, 


when the black-body and the gray body are at the same tem- 


perature, the curves coordinating — and log tan®0 for various 
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wave4engths must pass through a common point. The coordi- 


nate of this point gives the actual temperature of the gray body. 

If the comparison body does not radiate as a gray body the 
curves may not meet in a common point and its actual tempera- 
ture cannot be determined in tins way. 


From (77), 


log a = C 2 


T K 


or, since (40) 


log a = • 


\r k ) 


Again, if we measure the black-body temperature of the gray 
body, and have the actual temperature by the method outlined 
above, (79) gives a means of determining the emissive power of 
the gray body. 

There are many substances which radiate as gray bodies within 
the visible portion of the spectrum and within certain tempera- 
ture ranges. The materials used as filaments of some incan- 
descent lamps are among these. The object of this experiment 
is to determine actual temperatures of the filament of an incan- 
descent lamp for various current values. 

Manipulation. — In some Wanner Optical Pyrometers used 
for rather low temperatures, approximately monochromatic light 
is obtained by the use of a collimating lens of red glass instead 
of by the use of the prism. If this red glass lens be replaced l)y 
one of clear glass, the instrument will bo adapted to making 
the measurements required in this experiment. Monochromatic 
light may be obtained by the use of colored filter glasses. 

Heat a tube furnace which is to serve as a “black-body” until 
the temperature has become constant. The temperature of the 
“black-body” must be determined by means of a standard ther- 
mocouple or other means. Direct the Wanner pyrometer toward 
the furnace. Set the current in the comparison lamp at some 
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convenient value and read the position of the pointer when the 
analyzer is set for equal brightness, using in turn at least three 
differently colored filter glasses. 

llepeat this for several diffci'ent values of current through the 
comparison lamp, keeping the temperature of the “black-body” 
constant. 

Then change the temperature of the “black-body” to some 
other constant value, and take another series of readings for the 
same scries of current values above. 

Repeat for a third temperature of the “black-body.” 

Plot the curves between and log tan- Q and obtain the values 

of the actual temperatures of the comparison lamp filament for 
the various currents. 

Plot a curve between actual temperatures of the lamp and 
current through it. 

It is not necessary to use a “black-body” for every measure- 
ment. The “black-body” can be replaced by an incandescent 
lamp which radiates as a gray body, if the curve between current 
and actual thermodynamic temperature is known for this lamp. 
Thus, the lamp used as a comparison lamp in the Wanner pyrom- 
eter could be calibrated by comparison with a “black-body” 
and then used,. instead of the “black-body” in subsequent meas- 
urements. When thus calibrated, the Wanner pyrometer may 
be used for measuring actual temperatures of gray bodies. In 
this case the complement of the angle read on the instrument 
must be taken. 


CONCLUSION 

61. The Selection of Pyrometers for Particular Purposes. — 
Of all temperature-measuring instruments the mercury-in-glass 
thermometer is the simplest to use and is employed wherever 
possible. When the tube above the mercury is filled with a gas 
under pressure to prevent boiling of the mercury, such ther- 
mometers can be used up to 650“ C. The instrument is subject 
to variation when used long at the higher temperatures and 
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should be occasionally checked against known melting points. 
The indications give thermodynamic or real temperatures. 

Second only to the mercury4n-glass thermometer, the thermo- 
electric pyrometer is most often used. The base metal thermo- 
electric pyrometer is available for temperatures up to about 
1200° C., and the rhodioplatinum thermoelectric for short inter- 
vals of time up to 1500° C. Thermoelectric pyrometers can be 
used in connection with recorders. The indications give thermo- 
dynamic or real temperatures. 

The resistance pyrometer is available for temperatures up to 
900° C. and is capable of greater precision than any other pyrom- 
eter. It indicates real temperatures and can be used in connec- 
tion with recorders. It is not so robust and is not so simple 
to use as the thermoelectric pyrometer. 

There is no limit to the upper temperature for which radiation 
and optical pyrometers can be employed. The lower limit is 
different for different types of instrument. When the body 
whose temperature is sought is within a uniformly heated en- 
closure, the indications of a radiation or an optical pyrometer 
represent true temperatures; otherwise, the indications give not 
real temperatures, but black-body temperatures. Unless the 
emissivity of the surface of the hot body is known, it is impossible 
to translate black-body or apparent temperatures into thermo- 
dynamic or real temperatures. For this reason, radiation and 
optical pyrometers are used only when thn instrument depending 
upon other principles cannot be employed. But where the body 
whose temperature is sought is inaccessible or too high in tem- 
perature for the other methods, recourse must be had to radiation 
or optical methods. 

The Thwing and Poster radiation pyrometers can be used as 
low as 400° C., and the F6ry Mirror Radiation Pyrometer as low 
as 500° C. These instruments can be used in connection with 
recorders. 

Optical pyrometers employing a flame for the comparison light 
source are unsuited to places where there are drafts or air cur- 
rents. The Wanner optical pyrometer as well as the Morse or 
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Holborn-Kurlbaum optical pyrometer can be used from 700° C. 
up. The Holborn-Kurlbaum instrument has certain advantages 
over the Wanner in that by it the temperature of smaller bodies 
can be determined, and the settings more easily made. When 
both can be used equally well, there is no choice as to precision. 

The use of optical pyrometers requires the making of a setting 
involving a judgment. The indication of a radiation pyrometer 
is read directly from a millivoltmeter. In the hands of a careful 
observer, an optical pyrometer is capable of greater precision 
than a radiation pyrometer, but a person of no training can. get 
better results with a radiation pyrometer than with an optical 
pyrometer. 
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TABLE 1. — Boiling Point of Water under Different 
Barometric Pressures 


(a) Temperatures in Degrees Centigrade and Pressures in Millimeters of 

Mercury 


“ C . 

.0 

.1 

.2 

.3 

A 

.5 

.6 

.7 

.8 

.9 

90 

525.4 

527.4 

520.4 

531.4 

533.4 

535,5 

537.5 

539.6 

541.6 

543.7 

91 

545.7 

547,8 

549.9 

551.9 

6 S 4,0 

556.1 

658.2 

560.3 

562.4 

564.6 

92 

566,7 

568.8 

571.0 

573.1 

675.3 

577.4 

579.6 

581.8 

584.0 

586.1 

93 

6 S 8.3 

590.5 

592.7 

595.0 

507.2 

599.4 

601.6 

003.9 

606.1 

008.4 

94 

610.7 

612.0 

615.2 

617.5 

619.8 

622.1 

024.4 

626.7 

629.0 

631.4 

96 

633.7 

636.0 

638.4 

640.7 

643.1 

645.5 

647.9 

650.2 

652.6 

055.0 

96 

657.4 

659.9 

662.3 

664.7 

667.1 

669.6 

672.0 

674.5 

677.0 

679.4 

97 

681. 9 

684.4 

686.9 

689.4 

691.9 

694.5 

697,0 

699.6 

702.1 

704.6 

98 

707.2 

709.7 

712.3 

714.9 

717.5 

720.1 

722.7 

725.3 

727.9 

730.5 

99 

733.2 

735.8 

738.5 

741.2 

743.8 

746.5 

749.2 

751.9 

754.6 

767.3 

100 

760,0 

762.7 

705.5 

768.2 

770.9 

773.7 

776.5 

779.2 

782.0 

784.8 


(b) Temperatures in Degrees Fahrenheit and Pressures in Inches of Mercury 


“ F. 

.0 

.1 

.2 

.3 

A 

.5* 

*6 

*7 ! 

' .8 

.9 

194 

20,68 

20.73 

20.77 

20.82 

20.86 

20.90 

20.95 

20.99 

21.04 

21.08 

196 

21.13 

21.17 

21.22 

21.26 

21.30 

21.35 

21.39 

21.44 

21.48 

21.53 

196 

21.58 

21.62 

21.67 

21,71 

21,76 

21.80 

21.85 

21.89 

21.94 

21,99 

197 

22.03 

22.08 

22.12 

22.17 

22.22 

22.26 

22.31 

22.36 

22.40 

22.45 

198 

22.50 

22.54 

22 . 5 !) 

22.64 

22 , 0 !) 

22.73 

22.78 

22.83 

22.88 

22.92 

199 

22.97 

23.02 

23.07 

23.11 

i 23.16 

23.21 

23.26 

23.31 

23.36 

23.40 

200 

23,45 

23.50 

23.55 

23.60 

23.05 

23.70 

23.75 

23.80 

23.85 

23.80 

201 

23.94 

23.99 

24,04 

24,09 

: 24.14 

24.19 

24.24 

24.29 

24.34 

24.39 

202 

24.44 

24.49 

24.54 

24.59 

24.64 

24.69 

24.74 

24.80 

24.85 

24.90 

203 

24.95 

25.00 

25.05 

25.10 

i 25.15 

25.21 

25.26 

25.31 

25.36 

25,41 

204 

25.46 

25.52 

25.57 

25.62 

25.67 

25.73 

25.78 

25.83 

25.88 

25.94 

206 

25.99 

26.01 

26.10 

26.15 

26.20 

26.25 

26.31 

26.36 

26.42 

26.47 

206 

26.52 

26 , 58 ' 

26.63 

26.68 

26.74 

26.79 

26.85 

26.90 

26,96 

27.01 

207 

27.07 

27,12 

27,18 

27.23 

27.29 

27.34 

27.40 

27.45 

27.51 

27.56 

208 

27.62 

27 . 67 : 

27.73 

27.79 

27.84 

27.90 

27.95 

28.01 

28.07 

28.12 

209 

28.18 

28 . 24 ! 

28.29 

28.35 

28.41 

28.46 

28.52 

28.58 

28.64 

28.09 

210 

28.75 

28.81 

28.87 

. 28.92 

28.98 

29,04 

29.10 

29.16 

29.21 

29.27 

211 

29.33 

29.39 

29.45 

29.51 

29.57 

20.62 

29.68 

29.74 

29.80 

29.86 

212 

29.92 

29.98 

30.04 

30.10 

30.16 

i 30.22 

30.28 

30.34 

30,40 

30.46 
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BAROMETER CORRECTIONS 


TABLE 2. — Corrections for the Influence of Gravity on the 
Height of the Barometer 

(a) Reduction to Latitude 45 ° 

From 0° to 45° the corrections are subtractive; from 45° to 90° the cor- 
rections are additive. 


Buromotric height in mm. reduced to 0“ C. 


Lat. 

670 

680 

690 

700 

710 

720 

730 

740 

760 

760 

770 

780 


Dog. 

mm. 

mm. 

mm. 

lum. 

mm. 

mm. 

mm. 

mm. 

mm. 

mm. 

mm. 

mm. 

Dog. 

0 

1.74 

1 

70 

1.79 

1.81 

1.84 

l.SG 

1.89 

1.92 

1.94 

1.97 

1.99 

2.02 

90 

5 

1.71 

1 

73 

1.70 

1.79 

l.Sl 

1.84 

1.86 

1.89 

1.91 

1.94 

1.96 

1.99 

86 

10 

1.03 

1 

05 

1.08 

1.70 

1.73 

1.75 

1.78 

l.SO 

1.83 

1.S5 

1.87 

1.90 

80 

16 

1.50 

1 

53 

1.55 

1.57 

1.59 

l.Ol 

1.64 

1.66 

1.68 

1.70 

1.73 

1.75 

76 

20 

1.33 

1 

35 

1.37 

1.39 

1.41 

1.43 

1.45 

1.47 

1.49 

1.51 

1.53 

1.65 

70 

26 

1.12 

1 

13 

1.15 

1,17 

1,18 

1.20 

1.22 

1.23 

1.25 

1.27 

1.28 

1.30 

, 66 

30 

0.87 

0 

88 

0.89 

0.91 

0.92 

0,93 

0.95 

0.96 

10.97 

0.9S 

0.00 

0.01 

' 60 

36 

0.59 

0 

00 

0.01 

0.62 

0.63 

0.64 

0.65 

0.66 

0.66 

0,67 

0.68 

0.69 

66 

40 

0.30 

0 

.31 

0.31 

0.31 

0.32 

0.32 

0.33 

0.33 

0.34 

0.34 

0.35 

0.35 

' 60 

46 

0.00 

0 

.00 

0.00 

0.00 

0.00 

0.00 

0.00 

0.00 

0.00 

0.00 

0,00 

0.00 

45 


(b) Reduction to Sea Level 
Corrections are subtractive. 


Barotuotric height in mm. reduced to 0° C. 


Iillevation. 

660 

680 

700 

720 

740 

760 

770 

m. 

mm. 

mm. 

mm. 

mm. 

mm. 

mm. 

mm. 

100 



0.01 

0.01 

0.01 

0.01 

0.02 

200 


0,03 

0.03 

0.03 

0.03 

0.03 1 

0.03 

300 


0.04 

0.04 1 

0.04 

0.04 

0.04 1 


400 

0.05 

0.05 

0.05 

0.06 1 

0.06 

0,06 


600 

0.06 

0.07 

0.07 

0.07 1 

0.07 

0.07 


600 

0.08 

0.08 

0.08 

0.08 

0.09 



700 

0.09 

0.09 

0.10 

0.10 

0.10 



800 

0.10 

0.11 

0.11 

0.11 

0.12 



900 

0.12 

0.12 

0.12 

0.13 




1000 

0.13 

0.13 

0.14 

0.14 
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TABLE 3. — Values of log (tan® 0) for Use with the Wanner 
Optical P 3 rrometer 


0 

log (tan2 0 ) 

e 

log (tan2 d ) 

e 

log (tan 2 e ) 

Deg. 


Dog. 


Deg. 


10 

- 1.50736 

34 

- 0.34202 

58 

0.40842 

11 

- 1.42270 

35 

- 0.30954 

59 

0.44246 

12 

- 1.34506 

36 

- 0.27748 

60 

0.47712 

13 

- 1.27328 

37 

- 0.24578 

61 

0.51250 

14 

- 1.20646 

38 

- 0.21438 

62 

0.54866 

15 

- 1:14390 

39 

- 0.18326 

63 

0.58566 

16 

- 1.08500 

40 

- 0.15238 

64 

0.62364 

17 

- 1.02932 

41 

- 0.12168 

65 

0.66266 

18 

- 0.97642 

42 

- 0.09112 

66 

0.70284 

19 

- 0.92606 

43 

- 0 . 0606S 

67 

0.74430 

20 

- 0.87786 

44 

- 0.03032 

68 

0.78718 

21 

- 0.83164 

45 

0.00000 

69 

0.83164 

22 

- 0.78718 

46 

0.03032 

70 

0.87786 

23 

- 0.74430 

47 

0.06068 

71 

0.92606 

24 

- 0.70284 

48 

0.09112 

72 

0.97642 

25 

- 0.66266 

49 

0.12168 

73 

1.02932 

26 

- 0.62364 

50 

0.15238 

74 

1 .08500 

27 

- 0.58566 

51 

0.18326 

75 

1.14390 

28 

- 0.54866 

52 

0.21438 

76 

1.20646 

29 

- 0.51250 

53 

0.24578 

77 

1.27328 

30 

- 0.47712 

54 

0.27748 

78 

1 .34506 

31 , 

- 0.44246 

55 

0.30954 

79 

1 .42270 

32 

- 0.40842 

56 

0.34202 

80 

1.50736 

33 

- 0.37496 

57 

0.37496 
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INDEX 


Absolute zero, 5. 

Absorptive power, 89. 

Antimony, melting point of, 69. 

Barium chloride, melting point of, 59. 
Base metal thermocouples, 28. 
Benzophenone, boiling point of, 20. 
Bismuth, melting point of, 69. 

Black body, definition of, 8. 

Black body, experimental, 71. 

Black body temperature scale, 8. 
Black body temperature of non- 
black bodies, 11. 

Boiling points, 20. 

Box bridges, 13, 14. 

Bridge, Wheatstone, 12, 

Centigrade scale, 3. 

Cold-junction correction, 40. 

Cold-j unction errors, reduction of, 61, 
Color identity method, 100. 

Color identity pyrometer, 133. 
Comparison of various pyrometers, 
138. 

Compensating Wheatstone bridge, 54. 
Compensator thermocouple, 52. 
Construction of thermocouples, 28, 
62, 

Copper, melting point of, 59. 
Corrections for hydrogen tempera- 
ture scale, 8. 

Corrections for nitrogen temperature 
scale, 8. 

Correction for cold-junction tem- 
perature, 40, 43, 49. 

Critical points, 67. 


Decalescent point, 67. 

Deflection potentiometer, 36. 

Emissive power, 89. 

Fahrenheit scale, 3. 

F4ry absorption pyrometer, 102, 
calibration of, 131. 

F6ry mirror radiation pyrometer, 75. 
F6ry spiral pyrometer, 70. 

Fixed points of temperature scale, 3. 
Furnaces, electric, 72. 

Gas, ideal, 5. 

Gases, fundamental law of, 5. 

Gray body, definition of, 100. 

Gray body, determination of the 
temperature of, 135. 

Holborn-Kurlbaum optical pyi’omc- 
ter, 104. 

Holborn-Kurlbaum pyrometer, cali- 
bration of, 122, 

Hydrogen temperature scale, 7. 

Ickml gas temperature scale, 5. 
Indicators, thermoelectric, 20. 
millivoltrnetor, 29. 
potentiometer, 31, 34. 

Installation of thermocouples, 66. 
Inversion, thermoelectric, 25. 

Kirchhoff’s law, 89. 

Lamp, wide filament pyrometer, 107. 
Law of gases, 5. 
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Law, Kirchhoff ’ 0 , 89. 

Planck 90. 

Stcfan-Boltzmann, 8. 

Wien’s distribution, 90. 

Lead, melting point of, 59. 

Le Cliatcilier’s optical p 5 rrometer, 100. 
calibration of, 108. 

Melting points, 59. 

doterniination of by thermo- 
couple, 00. 

of small pieces, determination of, 

120 . 

Millivoltmeter indicators, 29. 

resistance of, 30. 

Morse thermogauge, 104. 

Naphthalene, boiling point of, 20. 
Neutral temperature, 25. 

Nickel, melting point of, 59. 
Nitrogen tomiDerature scale, 7. 
Normal point of Wanner pyrometer, 
121 . 

N ormal thermometer, G. 

Northrup pyrovoltcr, 38. 

Optical pyrometry, 89. 

Optical pyrometer equation, 97. 

Parasitic currents, 27. 

Perfect gas, 5. 

Planck’s law, 90. 

Potentiometer, deflection, 35. 
Potentiometer indicators, 31, 34. 
Pyrometer, Brown radiation, 82. 
direct reading resistance, 14. 

E6ry absorption, 102, 

F6ry mirror, 75, 

F6ry spiral, 79. 
fixed focus radiation, 80. 

Foster radiation, 81. 
Holborn-Kurlbaum , 1 04. 

Lo Chatolicr optical, 100. 
recording resistance, 16. 
recording thermoelectric, 39* 


Pyrometer (continued): 
resistance, 12. 
thermoelectric, 26. 

Thwing radiation, 82. 

Wanner, 105. 

Pyroscopc, Shore, 103. 

Pyrovoltcr, Northrup, 38. 

Radiation pyrometry, 73- 
Rccalescent point, 68. 

Recording resistance pyrometer, 16. 
Recording thermoelectric pyrometer, 
39. 

Resistance and temperature, 12. 
Resistance, measurement of, 12. 
Resistance of millivoltmeter indi- 
cators, 30. 

Resistance pyrometers, 14. 

Salt, melting point of, 59. 

Socbeck effect, 24. 

Shore pyroscopc, 103. 

Silver, melting point of, 59. 
Stefan-Boltzmann law, 8. 

Sulphur, boiling point of, 20. 

Temperature, comparison of, 1. 
black body, 80. 

Centigrade, 3. 

Fahrenheit, 3. 
neutral, 25. 
scales, 2. 

scale, ideal gas, 6. 
thermodynamic, 4. 

Thermocouple, 25. 
base metal, 28. 
compensating, 52, 
construction of, 28, 62. 
Thermoelectric indicators, 29. 
power, 27. 
pyrometer, 26. 
calibration of, 58. 
installation of, 56. 
inversion, 25- 
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Thermoelectromotive force, 24. 
Thermometer, normal, 6. 

Tin, melting point of, 59, 
Transformation points, 67, 


Wheatstone bridge, 12. 
compensating, 54. 

Wide filament pyrometer lamp, 107. 
Wien’s distribution law, 90. 


Wanner optical pyrometer, 105. 
calibration of, 114. 


Zero, absolute, 5. 

Zinc, melting point of, 59. 




Third JEditioUf Meivritten mid JSularged 


THE MEASUREMENT OF HIGH 
TEMPERATURES 

By 

G. K. BIJRGESS, Bureau of Standards 

AND 

H. Le CHATELIERj Memhre de VImtiiut 

This book gives to the reader the history and origin of the 
pyrometer. Several types of this instrument have been dis- 
cussed, giving in detail their use and manufacture. 

This volume. — It is practical in its application to the en- 
gineer in his efforts to adapt some method or instrument to a 
particular teclmi(;al operation, and will also i^rovc valuable 
to the investigator who is interested in accurate riicthoda of 
measurement and their adaptability to his needs. 

In reviewing this book the Metallurgical and Chemical 
gineering said: 

“The book is really monumental, and the technical world 
may congratulate itself on having such a treatise.” 

Table of Contents 

Introduction. Standard Scale of Temperatures. Gas Py- 
rometer. Calorimetric Pyrometry. Thermoelectric Pyrometer. 
Electrical Resistance Pyrometer. The Laws of Radiation. 
Radiation Pyrometer. Optical Pyrometer. Various Pyrometric 
Methods. R(;cording Pyrometers. Standardization of Pyrom- 
eters. Bibliography. Appendix: Tables, Index. 


xviii 4- 610 pages, G X 9, 178 figures. Cloth, $4.00 net. 
(17/- not) 



